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Telephone No. 
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Equipment details 


Part nos 


Serial nos 


Software Issues 


Name & Address of Purchaser (if different from above) 


Delivery Date 


Do you have a Maintenance Contract? Q Yes □ No 


Equipment Condition 


Was the equipment in perfect working order when delivered? 

□ Yes 

□ No 

1 If the answer to the above quetion was ’no’, was the problem to do with 1 

mechanical condition (damaged case etc.) L. 

suspected hardware fault L 

suspected software fault L 

did not meet its specification L 


Severity 

Critical 

Major 

Minor 


Please tick the reievent item and describe below; 


Repeatable? 

Yes 

No 

Occasionally 


(continue in blank space on previous page if necessary) 



Claim under Guarantee 

If you have had problems, 

have you already claimed under the Guarantee 
or do you intend to claim under Guarantee? 

Improvements 

We should like to receive any suggestions for improvements or applications of this or other 
products that you may have . Please add them below or include them on an extra sheet 
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Marconi Instruments Action 
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Copy to Comm Admin. 
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Cable Statement: 

For continued EMC compliance, double shielded and properly terminated external 
interface cables must be used with this equipment when interfacing with the EXT 
DISPLAY, FUNCTION, PRINTER, RS-232 and/or IEEE-488 GPIB Connectors." 

For continued EMC compliance, semi-rigid coaxial cables less than 30 cm (=12”) in 
length must be used when connecting to the EXTERNAL MIXER IF and EXTERNAL 
MIXER LO Connectors. 
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PRECAUTIONS 

These terms have specific meanings in this manual: 

WARNING: INFORMATION TO PREVENT PERSONAL INJURY. 

CAUTION: INFORMATION TO PREVENT DAMAGE TO THE EQUIPMENT. 

NOTE: Important general information. 

SYMBOLS 

The meaning of hazard and other symbols appearing on the equipment is as follows: 

DANGEROUS VOLTAGE: This symbol indicates care should be taken 
to prevent electrical shock due to high voltage levels. 


TOXIC HAZARD: This symbol indicates care should be taken to 
prevent inhaling or ingesting a possible toxic substance. 


LITHIUM BATTERY: This symbol indicates care should be taken in 
handling or disposing of lithium batteries. 

INPUT OVERLOAD: This symbol indicates requirements for specific 
voltage, current and/or power or other related information for safe 
operation through Test Set connectors. 

INFORMATION: Refer to accompanying documentation. 


SWITCH ON: Supply power to the device is ON. 

SWITCH IN STAND-BY: Supply power to the device is applied but 
device is in stand-by mode. 

SAFETY 

This product has been safety tested and complies with EN 61010-1 “Safety requirements for 
electrical equipment for measurement, control and laboratory use." 

WARNING: ELECTRICAL HAZARDS 

AC Supply Voltage 

This equipment conforms with IEC Safety Class II, meaning that it is provided with a protective 
grounding lead. To maintain this protection the supply lead must always be connected to the 
source of supply via a socket with a grounded contact. 

Be aware that the supply filter contains capacitors that may remain charged after the equipment 
is disconnected from the supply. Although the stored energy is within the approved safety 
requirements, a slight shock may be felt if the plug pins are touched immediately after removal. 




Fuses 

Supply fuses are in both the live and neutral wires of the supply lead. If only one of these fuses 
should rupture, certain parts of the equipment could remain at supply potential. 

CAUTION: INTERNAL REPAIR 

This equipment contains no user serviceable parts or assemblies. Please contact the 
manufacturer or distributor service center for all equipment repairs. 

WARNING: FIRE HAZARD 

Make sure only fuses of the correct rating and type are used for replacement. 

If an integrally fused plug is used on the supply lead, ensure the fuse rating is commensurate 
with the current requirements of this equipment. See Section 1-4 for power requirements. 

WARNING: TOXIC HAZARDS 

Some of the components used in this equipment may include resins and other materials which 
give off toxic fumes if incinerated. Take appropriate precautions, therefore, in the disposal of 
these items. 

WARNING: LITHIUM 

A Lithium battery is used in this equipment. 

As Lithium is a toxic substance, the battery should in no circumstances be crushed, incinerated 
or disposed of in normal waste. 

Do not attempt to recharge this type of battery. Do not short circuit or force discharge since this 
might cause the battery to vent, overheat or explode. 

CAUTION: INPUT OVERLOAD 

For the ANALYZER INPUT Connector, the input signal should not exceed 1 Watt. For the 
EXTERNAL INPUT Connector, the input signal should not exceed 40 Volts Peak. 

WARNING: HEAVY INSTRUMENT 

The weight of this instrument exceeds the 18 kg (40 lb) guideline for manual handling by a single 
person. To avoid the risk of injury, an assessment should be carried out prior to handling which 
takes account of the load, workplace environment and individual capability, in accordance with 
European Directive 90/269/EEC and associated National Regulations. 

WARNING: TILT FACILITY 

When the instrument is in the tilt position, it is advisable, for stability reasons, not to stack other 
instruments on top of it. 

CAUTION: VENTILATION REQUIREMENTS 

Keep all vent openings clear and unobstructed for proper equipment cooling and continued 
reliability. Do not operate equipment in the vertical position on plush carpet or upholstery to 
avoid impairing the air exhaust. When operating in the normal horizontal or tilt bail position, 
maintain at least four centimeters (=1.6 inches) of clearance between the equipment rear exhaust 
fan screen and objects or walls. 

CAUTION: STATIC SENSITIVE COMPONENTS 

This equipment contains parts sensitive to damage by electrostatic discharge (ESD). 
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PRECAUTIONS 

Les termes suivants ont, dans ce manuel, des significations particulieres: 

WARNING: CONTIENT DES INFORMATIONS POUR EVITER TOUTE BLESSURE AU 
PERSONNEL. 

CAUTION: CONTIENT DES INFORMATIONS POUR EVITER LES DOMMAGES AUX 
EQUIPEMENTS. 

NOTE: Contient d'importantes informations d'ordre general. 

SYMBOLES SIGNALANT UN RISQUE 

La signification des symboles lies a cet 6quipement est la suivante: 

TENSION DANGEREUSE 


DANGER PRODUITS TOXIQUES 


BATTERIE DE LITHIUM 


Ce produit a ete teste en securite et est conforme aux exigences de conception de la norme 
EN 61010-1 "Exigences de s6curit6 des equipements electriques pour la mesure, le contrdle et 
I'utilisation en laboratoire." 

WARNING: SECURITE ELECTRIQUE 

Tension d'alimentation alternative 

Cet appareil est protege conformement k la norme CEI de securite class II, c'est-a-dire que sa 
prise secteur comporte un fil de protection a la terre. Pour maintenir cette protection, le cable 
d'alimentation doit toujours etre branche k la source d'alimentation par I’interm6diaire d'une prise 
comportant une borne terre. 

Notez que les filtres d'alimentation contiennent des condensateurs qui peuvent encore Stre 
charges lorsque I'appareil est debranche. Bien que I'energie contenue soit conforme aux 
exigences de securite, il est possible de ressentir un leger choc si Ton touche les bornes sit6t 
apres debranchement. 

Fusibles 

Notez qu'il y a deux fusibles, I'un pour la phase et I'autre pour le neutre du cable d'alimentation. 
Si un seul fusible est coupe, certaines parties de I'appareil peuvent rester au potentiel 
d'alimentation. 



SECURITE 
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WARNING: RISQUE LIE AU FEU 

Lors du remplacement des fusibles verifiez I'exactitude de leur type et de leur valeur. 

Si le cable d'alimentation comporte une prise avec fusible integre, assurez vous que sa valeur 
est compatible avec les besoins en courant de I'appareil. Pour la consommation, reportez-vous 
au Chapitre 1-4 "Specifications”. 

WARNING: DANGER PRODUITS TOXIQUES 

Certains composants utilises dans cet appareil peuvent contenir des resines et d'autres mati&res 
qui degagent des fumees toxiques lors de leur incineration. Les precautions d'usages doivent 
done etre prises lorsqu'on se debarrasse de ce type de composant. 

WARNING: LITHIUM 

Une pile au Lithium ou un Cl contenant une pile au Lithium est utilise dans cet equipement. 

Le Lithium est une substance toxique; en consequence on ne doit recraser, |*incinerer ou la ieter 
dans la "poubelle". 

Ne pas essayer de la recharger, ne pas la court-circuiter, une forte decharge rapide risque de 
provoquer une surchauffe voire I'explosion de celle-ci. 

WARNING: INSTRUMENT LOURD 

Le poids de cet appareil est superieur a la limite de 18 kg (40 lb), fixee pour le transport par une 
seule personne. Afin d'eviter tout risque de blessure, il est necessaire de faire, avant le 
transport, une evaluation de la charge, des contraintes de I'environnement et des capacites de 
I’individu, en conformite avec la Directive Europeenne 90/269/EEC ainsi que les 
recommandations Nationales concernees. 

WARNING: POSITION INCLINIrE 

Lorsque I'appareil est dans une position inclinee, il est recommande, pour des raisons des 
stabilite, de ne pas y empiler d'autres appareils. 
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VORSICHTSMASSNAHMEN 


Diese Hinweise haben eine bestimmte Bedeutung in diesem Handbuch: 

WARNING: DIENEN ZUR VERMEIDUNG VON VERLETZUNGSRISIKEN. 
CAUTION: DIENEN DEM SCHUTZ DER GERATE. 

NOTE: Enthalten wichtige Informationen. 

GEFAHRENSYMBOLE 

Die Gefahrensymbole auf den Geraten sind wie folgt: 

GEFAHRLICHE SPANNUNG 


WARNUNG VOR GIFTIGEN SUBSTANZEN 


LITHIUM BATTERIE 



SICHERHEIT 

Dieses Produkt wurde einer Sicherheitsprufung unterzogen und stimmt mit den 
Entwicklungsrichtlinien EN 61010-1 "Sicherheitsanforderungen fur elektrische Ausrustung fur 
Steuerungszwecke und Laboranwendungen" kontrolliert. 

WARNING: ELEKTRISCHE SCHLAGE 

Wechselspannungsversorgung 

Das Ger&t entspricht IEC Sicherheitsklasse II mit einem Schutzleiter nach Erde. Das Netzkabel 
mul3 stets an eine Steckdose mit Erdkontakt angeschlossen werden. 

Filterkondensatoren in der internen Spannungsversorgung konnen auch nach Unterbrechung der 
Spannungszufuhrung noch geladen sein. Obwohl die darin gespeicherte Energie innerhalb der 
Sicherheitsmargen liegt, kann ein leichter Spannungsschlag bei Beruhrung kurz nach der 
Unterbrechung erfolgen. 

Sicherungen 

Die interne Sicherung in der Spannungszufuhrung ist in Reihe mit der spannungsfuhrenden 
Zuleitung (braun) geschaltet. Bei Verbindung mit einer zweiadrigen, nicht gepolten Steckdose 
kann die Sicherung in der Masseleitung liegen, so dalB auch bei geschmolzener Sicherung 
Gerateteile immer noch auf Spannungspotential sind. 
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WARNING: GLEICHSPANNUNGSVERSORGUNG 


Dieses Gerat entspricht der IEC Sicherheitsklasse III. Aus Sicherheitsgrtinden darf es nur an 
Netzgerate und Signalquellen angeschlossen werden, die in Spannung und Isolation der SELV 
und SELV-E Richtlinie genugen ("Getrennte Niederspannung"). Im Gerat werden keine 
gefahrlichen Spannungen erzeugt. Im Handbuch, Kapitel 1-4, “Specifications", werden die 
anschlieBbaren Hochstspannungen definiert. 

WARNING: WARNUNG VOR GIFTIGEN SUBSTANZEN 

In einigen Bauelementen dieses Gerats konnen Epoxyharze Oder andere Materialien enthalten 
sein, die im Brandfall giftige Gase erzeugen. Bei der Entsorgung mGssen deshalb entsprechende 
VorsichtsmaBnahmen getroffen werden. 

WARNING: LITHIUM 

Eine Lithium Batterie Oder eine Lithium Batterie innerhalb eines 1C ist in diesem Gerat eingebaut. 

Da Lithium ein giftiges Material ist, sollte es als Sondermull entsorgt werden. 

Diese Batterie darf auf keinen Fall geladen werden. Nicht kurzschlieBen, da sie dabei Gberhitzt 
werden und explodieren kann. 

WARNING: SCHWERES GERAT 

Das Gewicht dieses Gerats liegt Gber der 18 kg (40 lb) Grenze fur Transport durch eine einzelne 
Person. Zur Vermeidung von Verletzungen sollten vor einem Transport die Arbeitsumgebung und 
die personlichen Moglichkeiten im Verhaltnis zur Last abgewogen werden, wie in der 
EU-Regelung 90/269/EEC und nationalen Normen beschrieben. 

WARNING: SCHRAGSTELLUNG 

Bei Schragstellung des Gerats sollten aus Stabilitatsgrunden keine anderen Gerate darauf 
gestellt werden. 
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PRECAUZIONI 

Questi termini vengono utilizzati in questo manuale con significati specifici: 

WARNING: RIPORTANO INFORMAZIONI ATTE AD EVITARE POSSIBILI PERICOLI ALLA 
PERSONA. 

CAUTION: RIPORTANO INFORMAZIONI PER EVITARE POSSIBILI PERICOLI 
ALL'APPARECCHIATURA. 

NOTE: Riportano importanti informazioni di carattere generale. 

SIMBOLI DI PERICOLO 

Significato dei simboli di pericolo utilizzati nell'apparato: 

TENSIONE PERICOLOSA 


PERICOLO SOSTANZE TOSSICHE 


BATTERIE AL LITIO 


SICUREZZA 

Questo prodotto e stato provato, per quant riguarda la sicurezza, e soddisfa i requisiti della 
norma EN 61010-1 "Requisiti di sicurezza per apparati elettrici di misura, controllo e di 
laboratorio." 

WARNING: PERICOLI DA ELETTRICIT 

Alimentazione c.a. 

Quest 'apparato h provvisto del collegamento di protezione di terra e rispetta le norme di 
sicurezza IEC, classe II. Per mantenere questa protezione e necessario che il cavo, la spina e 
la presa d'alimentazione siano tutti provvisti di terra. 

II circuito d'alimentazione contiene dei filtri i cui condensatori possono restare carichi anche 
dopo aver rimosso I'alimentazione. Sebbene I'energia immagazzinata e entro i limiti di sicurezza, 
purtuttavia una leggera scossa pud essere avvertita toccando i capi della spina subito dopo 
averla rimossa. 

Fusibili 

Notare che entrambi i capi del cavo d'alimentazione sono provvisti di fusibili. In caso di rottura di 
uno solo dei due fusibili, alcune parti dello strumento potrebbero restare sotto tensione. 
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WARNING: PERICOLO D'INCENDIO 


Assicurarsi che, in caso di sostituzione, vengano utilizzati solo fusibili della portata e del tipo 
prescritto. 

Se viene usata una spina con fusibili, assicurarsi che questi siano di portata adeguata ai requisiti 
di alimentazione richiesti dallo strumento. Tali requisiti sono riportati nel cap. 1-4 
"Specifications' 1 . 

WARNING: PERICOLO SOSTANZE TOSSICHE 

Alcuni dei componenti usati in questo strumento possono contenere resine o altri materiali che, 
se br'uciati, possono emettere fumi tossici. Prendere quindi le opportune precauzioni nell'uso di 
tali parti. 

WARNING: LITIO 

Quest 'apparato incorpora una batteria al litio o un circuito integrato contenente una batteria al 
litio. 

Poiche il litio e una sostanza tossica, la batteria non deve essere mai ne rotta, ne incenerita, nd 
gettata tra i normali rifiuti. 

Questo tipo di batteria non pud essere sottoposto ne,a ricarica ne a corto-circuito o scarica 
forzata. Queste azioni possono provocare surriscaldamento, fuoriuscita di gas o esplosione della 
batteria. 

WARNING: STRUMENTO PESANTE 

II peso di questo strumento supera i 18 kg (40 lb) raccomandati come limite per il trasporto 
manuale da parte di singola persona. Per evitare rischi di danni fisici e bene quindi considerare 
il carico complessivo, le condizioni del trasporto e le capacita individuali in accordo con la 
direttiva comunitaria 90/269/EEC e con eventuali regolamenti locali. 

WARNING: POSIZIONAMENTO INCLINATO 

Quando lo strumento d in posizione inclinata e raccomandato, per motivi di stability, non 
sovrapporre altri strumenti. 
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PRECAUCIONES 

Estos terminos tienen significados especificos en este manual: 

WARNING: CONTIENEN INFORMACI6N REFERENTE A PREVENCION DE DANOS 
PERSONALES. 

CAUTION: CONTIENEN INFORMACI6N REFERENTE A PREVENCI6N DE DANOS EN 
EQUIPOS. 

NOTE: Contienen informacibn general importante. 

SIMBOLOS DE PELIGRO 

Los significados de los sfmbolos de peligro que aparecen en los equipos son los siguientes: 

VOLTAJE PELIGROSO 


AVISO DE TOXICIDAD 


BATERfA DE LITIO 



SEGURIDAD 

Este equipo ha pasado las pruebas de seguridad y ha sido disehado segun los requerimientos de 
la normativa EN 61010-1 “Requerimientos de seguridad en equipos electricos para medida, 
control y uso en laboratorio." 

WARNING: NIVEL PELIGROSO DE ELECTRICIDAD 

Tension de red 

Este equipo cumple las normas IEC Seguridad Clase II, lo que significa que va provisto de un 
cable de proteccibn de masa. Para mantener esta proteccibn, el cable de alimentacibn de red 
debe de conectarse siempre a una clavija con terminal de masa. 

Tenga en cuenta que el filtro de red contiene condensadores que pueden almacenar carga una 
vez desconectado el equipo. Aunque la energfa almacenada esta dentro de los requisitos de 
seguridad, pudiera sentirse una ligera descarga al tocar la clavija de alimentacion 
inmediatamente despues de su desconexibn de red. 

Fusibles 

Se hace notar que el Equipo esta dotado de fusibles tanto en el activo como el neutro de 
alimentacion. Si solo uno de estos fusibles fundiera, existen partes del equipo que pudieran 
permanecer a tension de red. 


ix 



WARNING: PELIGRO DE INCENDIO 

Asegurese de utilizar solo fusibles del tipo y valores especificados como recuesto. 

Si se utiliza una clavija con fusible incorporado, asegurese de que los valores del fusible 
corresponden a los requeridos por el equipo. Ver seccidn de especificaciones del capi'tulo 1-4 
para comprobar los requisitos de alimentacion. 

WARNING: AVISO DE TOXICIDAD 

Alguno de los componentes utilizados en este equipo pudieran incluir resinas u otro tipo de 
materiales que al arder produjeran sustancias toxicas, Por tanto, tome las debidas precauciones 
en la manipulacion de esas piezas. 

WARNING: LITIO 

En este equipo se utiliza una baterfa de litio (o contenida dentro de un Cl). 

Dada que el litio es una substancia toxica las baterfas de este material no deben ser aplastadas, 
quemadas o arrojadas junto a basuras ordinarias. 

No trate de recargar este tipo de baterfas. No las cortocircuite o fuerce su descarga ya que 
puede dar lugar a que la esta emita gases, se recaliente o explote. 

WARNING: INSTRUMENTO PESADO 

El peso de este instrumento excede de los 18 Kg (40 lb), lo que debe tenerse en cuenta si va ser 
transportado manualmente por una sola persona. Para evitar el riesgo de lesiones, antes de 
mover el equipo debera evaluar la carga, el entorno de trabajo y la propia capacidad, de acuerdo 
con la Directiva Europea 90/269/EEC y el Reglamento Nacional Asociado. 

WARNING: TENER EN CUENTA CON EL EQUIPO INCLINADO 

Si utiliza el equipo en posicidn inclinada, se recomienda, por razones de estabilidad, no apilar 
otros equipos encima de 61. 
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PREFACE 


SCOPE 

This manual contains instructions for operating the 2390A 9 kHz-22 GHz Spectrum Analyzer. The 
instruction level is relatively basic and presupposes no previous experience on the part of the 
operator with a Spectrum Analyzer of this type. A basic understanding of communication 
electronics and practical troubleshooting methods is helpful. It is strongly recommended that the 
operator be thoroughly familiar with Sections 1 through 4 of this manual before attempting to 
operate the unit. 

ORGANIZATION 

The 2390A Operation Manual is composed of the following sections: 

SECTION 1 - INTRODUCTION 

Provides an introduction to the unit and a brief overview of unit functions. 

SECTION 2 - INSTALLATION 

Provides a step-by-step procedure for placing the 2390A into operation. 

SECTION 3 - DESCRIPTION OF CONTROLS. CONNECTORS AND INDICATORS 

Identifies and functionally describes all 2390A controls, connectors and indicators. 
Provides complete descriptions of all CRT operation screens, menus and parameters. 

SECTION 4 - OPERATION 

Provides general procedures for operating the 2390A and test applications, using the 
2390A to measure various types of input signals. 

SECTION 5 - PERFORMANCE EVALUATION 

Identifies and explains procedures the operator can use to insure the 2390A is performing 
properly. 

SECTION 6 - REMOTE OPERATION 

Contains procedures for configuring and operating the 2390A remotely via GPIB or RS-232 
external connections. Lists unit specific commands for remote operations and commands 
mandated by IEEE-488.2 1987. 

SECTION 7 - OPTIONS 

Contains information on the Tracking Generator (Option 02) and Quasi-Peak Detector 
(Option 08). Provides a general procedure for measuring Electromagnetic Interference 
(EMI) using the Quasi-Peak Detector. 
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SECTION 1 - INTRODUCTION 


1-1 GENERAL 

The 2390A is a microprocessor controlled, digitally synthesized spectrum analyzer. The 2390A 
utilizes a numeric keypad, dedicated function keys, multitask Soft Function Keys and a high 
resolution LCD to display, enter and edit functions and data. Testing is done manually using 
external front panel controls or remotely through the RS-232 or IEEE-488 external interface. 
Microprocessor controlled memory allows storage and recall of parameters for each of the major 
testing modes as well as storage and recall of traces for signal comparison. 

1-2 STANDARD FEATURES 

The 2390A Spectrum Analyzer spans a range from 0 Hz to 22 GHz, at up to +30 dBm. The 2390A 
input impedance is 50 £2. The 2390A operates as a Spectrum Analyzer, Frequency Counter, 
Digital Oscilloscope or AM/FM Receiver. 

1-2-1 DISPLAY 

The 2390A Display is a color VGA thin film transistor (TFT) LCD. The graticule area on the LCD 
has 500 horizontal pixels by 256 vertical lines. The Display shows up to 4 traces on the screen 
for comparison of live or previously stored signals. The 80 dB of dynamic range in the 
Logarithmic display mode is expandable to 120 dB. 

1-2-2 MEASUREMENTS WITH THE 2390A SPECTRUM ANALYZER 

The 2390A tests and measures spectral purity, mixer products, modulation, carrier levels, 
suppression in Single Side Band Radios, harmonic levels, RF, EMI, FM deviation, AM % 
modulation, signal limits and distortion. The 2390A is not limited to only these measurements. 

1-2-3 INPUT LEVEL 

Maximum input level to the 2390 is +20 dBm with <10 dB internal attenuation or +30 dBm with 
>10 dB internal attenuation. Maximum pulsed level is +40 dBm with >10 dB internal attenuation. 

CAUTION: SIGNALS EXCEEDING THE MAXIMUM INPUT LEVEL OF +30 dBm MAY CAUSE 
DAMAGE TO THE SPECTRUM ANALYZER. 

1-2-4 MARKERS 

The 2390A Spectrum Analyzer incorporates the use of single and dual markers on the Display. 
Markers provide easy measurement of any portion of displayed signal. The Delta function shows 
differences in levels and time or frequency. Markers have peak search capability. 

1-2-5 EXTERNAL ATTENUATION/GAIN OFFSET 

An offset value compensating for external attenuation and gain eliminates manual calculations. 

By setting an offset value equal to the sum of all external attenuation and gain factors, the 2390A 
automatically displays true levels for signals requiring amplification or attenuation prior to entry 
into the 2390A. The offset also compensates for losses present when dealing with antenna 
factors. 

1-2-6 FREQUENCY COUNTER 

The frequency counter provides selectable resolution at narrow or wide frequency span settings. 
Resolution is set to 1, 10, 100 or 1000 Hz. 
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1-2-7 EXTERNAL INTERFACE 

The IEEE-488 GPIB Connector provides parallel communications between the 2390A and an 
external controller. The RS-232 Connector provides serial communications between the 2390A 
and an external controller. Both connectors provide remote operation and monitoring 
capabilities. An output from memory may be sent directly to an HPGL-compatible plotter through 
the IEEE-488 GPIB Connector or RS-232 Connector. Also, the 2390A provides a print screen 
output through the Printer Connector, EEE-488 GPIB Connector or RS-232 Connector. 

1-2-8 AM/FM RECEIVER 

The AM/FM Receiver provides for modulation and deviation measurements. AM/FM Receiver 
audio is available through the internal speaker or a headphone connected to the PHONES 
Connector. The SQUELCH Control and VOLUME Control adjust the audio output to desired 
levels when operating the AM/FM Receiver. 

1-2-9 MIXER FUNCTION 

The External Mixer Function allows the 2390A to measure signals with frequencies greater than 
22 GHz, up to 1300 GHz. An external mixer with known amplitude characteristics is required. 

1-2-10 FFT OPERATION 

The 2390A provides FFT measurement operation with selectable window functions. Uniform, 
Bartlett, Blackman, Blackman-Harris, Hamming, Hanning or Nuttall may be selected. 

1-2-11 MEMORY 

The 2390A has internal memory capacity to store 99 traces (including user defined traces and 
test limits) and 99 setups. Also available are 64 kilobytes of user definable memory for custom 
applications. 

1-3 OPTIONAL FEATURES AND ACCESSORIES 

The following features are added to the 2390A as desired: 

1-3-1 OPTION 02 - TRACKING GENERATOR 

Enables swept measurements in the 100 kHz to 2.9 GHz range. 

1-3-2 OPTION 08 - QUASI-PEAK DETECTOR 

Performs Electromagnetic Interference (EMI) measurements. Also includes additional resolution 
bandwidth (RBW) filters (200 Hz, 1 kHz, 9 kHz, 120 kHz and 1 MHz). 

1-3-3 OPTION 09 - HIGH STABILITY TIME BASE 

Increases time base stability to 0.01 ppm. Stabilizes aging to 0.2 ppm after first year of usage. 
(Time base stability is 0.2 ppm, aging to 2 ppm after one year, without Option 09 installed.) 


1-2 




1-4 SPECIFICATIONS 

NOTE: The 2390A requires 15 minutes of warm-up time to meet specifications. 


Specifications only apply with TIME CALIBRATION set to ENABLE in the Analyzer 
Configuration Screen General Options Menu or immediately after manually activating a 
TIME CALIBRATION. 


Specifications and features are subject to change without notice. 

FREQUENCY 

Tuning Range: 0 Hz to 22 GHz 

Band 0 (0 Hz to 2.9 GHz) 

Band 1 (2.6 to 12.0 GHz) 

Band 2 (11.5 to 22 GHz) 

Tuning Resolution: 1 Hz, Frequency Span <200 Hz/Div; 

10 Hz, Frequency Span >200 Hz/Div, <2 kHz/Div; 

100 Hz, Frequency Span >2 kHz/Div, <20 kHz/Div; 

1 kHz, Frequency Span >20 kHz/Div, £200 kHz/Div; 
10 kHz, Frequency Span >200 kHz/Div, <2 MHz/Div; 
100 kHz, Frequency Span >2 MHz/Div, <20 MHz/Div; 
1 MHz, Frequency Span 20 MHz/Div, £200 MHz/Div; 
10 MHz, Frequency Span >200 MHz/Div 

Frequency Span Width: 


Center/Span Function: 

ZERO Span: 

BAND Span: 

FULL Span: 

Start/Stop Function: 


100 Hz (10 Hz/Div) to 22 GHz (2.2 GHz/Div) 
continuously variable 

0 Hz 

2.9 GHz (290 MHz/Div) in Band 0; 

9.1 GHz (910 MHz/Div) in Band 1; 

10.0 GHz (1.0 GHz/Div) in Band 2 

22 GHz (2.2 GHz/Div) 

0 Hz to 22 GHz 


Displayed Linearity: ±5% of indicated Span (±50% of selected Span/Div) 

Readout Accuracy: ±(3% of Frequency Span Width + Frequency Standard 

Accuracy + 50% of RBW) 


Frequency Counter: 

Resolution: 

Accuracy: 

Sensitivity (at 100 MHz with 
0 dB attenuation): 


1 Hz, 10 Hz, 100 Hz, 1 kHz 

±(Frequency Standard Accuracy + Counter Resolution) 


£-85 dBm with 3 kHz RBW, 
£-65 dBm with 5 MHz RBW 
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Stability: 


Residual FM (peak to peak 
in 20 ms) (Spans <1 MHz/Div) 

(100 Hz Video Filter): <10 Hz, below 6 GHz; 

<20 Hz, 6 to 12 GHz; 
<40 Hz, 12 to 22 GHz 


Noise Sidebands 
(Spans <100 kHz/Div): 


System Related Sidebands 
(300 Hz RBW): 


AMPLITUDE 

Frequency Range: 

Average Displayed Noise Level 
(3 Hz RBW, Video Filter N/A) 

(300 Hz RBW, 10 Hz Video Filter): 


1 dB Gain Compression: 


FREQUENCY 

RANGE 

10 kHz OFFSET 

30 kHz OFFSET 

0.1 to 1.0 GHz 

-97 dBc/Hz 

-101 dBc/Hz 

1.0 to 2.8 GHz 

-92 dBc/Hz 

-95 dBc/Hz 

2.8 to 6 GHz 

-93 dBc/Hz 

-100 dBc/Hz 

6 to 12 GHz 

-88 dBc/Hz 

-95 dBc/Hz 

12 to 22 GHz 

-81 dBc/Hz 

-88 dBc/Hz 


<-65 dBc, below 12 GHz; 
<-60 dBc, 12 to 22 GHz 


9 kHz to 22 GHz 


FREQUENCY 

RANGE 

RBW 

3 Hz 

300 Hz 

9 to 100 kHz 

<-115 dBm 

<-95 dBm 

100 kHz to 2.9 GHz _ 

<-135 dBm 

£-115 dBm 

2.9 to 12 GHz 

<-130 dBm 

<-110 dBm 

12 to 22 GHz 

<-125 dBm 

2-105 dBm 


>-5 dBm (0 dB attenuation) 


Displayed Dynamic Range: 80 dB in 10 dB/Div log scale, 

40 dB in 5 dB/Div log scale, 

16 dB in 2 dB/Div log scale, 

8 dB in 1 dB/Div log scale, 

8 divisions with linear amplitude scale, 
120 dB in Enhanced mode. 

Amplitude Units: 

Logarithmic Display Mode: dBmW (dBm), dBmV or dBpV 

Linear Display Mode: Autoscaled with W, pW, V, pV 
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Display Linearity: 


5 or 10 dB/Div: 

1 or 2 dB/Div: 

Linear: 

(<5 MHz RBW): 

(10 MHz and 30 MHz RBW) 
(Attenuation coupled with 
Reference Level): 

Frequency Response 
(10 dB Attenuation) (after 
peaking >2.9 GHz) (referenced to 
REF OUT Connector output and 
to peak of RBW filter response): 


Resolution Bandwidth (RBW): 
Selection: 

Standard: 


±0.15 dB/dB, <±1.5 dB over 8 divisions 
±0.5 dB over 8 divisions 


±2% of Reference Level over 8 divisions 


±10% of Reference Level over 8 divisions 


±1.5 dB, 9 kHz to 2.9 GHz; 
±2.0 dB, 2.9 to 12 GHz; 
±3.0 dB, 12 to 18 GHz; 
±4.0 dB, 18 to 22 GHz 


3 Hz, 10 Hz, 30 Hz, 100 Hz (Digital Resolution); 

300 Hz, 3 kHz, 30 kHz, 300 kHz and 5 MHz (at 3 dB); 

10 and 30 MHz (at 3 dB) (Linear display and FM modes) 


Bandwidth Filters (Option 08): 1 kHz and 1 MHz (at 3 dB); 

200 Hz, 9 kHz and 120 kHz (at 6 dB) 


Accuracy: ±20%, 300 Hz to 30 kHz; 

±30%, 300 kHz to 30 MHz; 

±10%, 200 Hz, 9 kHz and 120 kHz 

Selectivity: 60 dB/3 dB ratio <5:1, 3 kHz, 30 kHz, 300 kHz, 

1 MHz, 5 MHz; 

<12:1, 1 kHz 

60 dB/6 dB ratio <5:1, 9 kHz and 120 kHz 


50 dB/3 dB ratio <10:1, 300 Hz 


50 dB/6 dB ratio <10:1, 200 Hz 


Flatness (referenced to 

Peak Filter response): <1 dBp-p, 200 Hz to 10 MHz 

<3 dBp-p, 30 MHz 


Switching Error (referenced 

to 30 kHz RBW): ±0.5 dB, 1 kHz to 5 MHz; 

±1.0 dB, <1 kHz 

±2.0 dB, 10 MHz, 30 MHz 
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Video Bandwidth (VBW): 

Selection: 10 Hz to 1 MHz in decade steps or Full BW (no Video 

Filter activated [NONE]) 

Attenuator: 

Range: 0 to 60 dB, selected manually or automatically coupled to 

Reference Level 


Resolution: 


10 dB steps 


Accuracy (9 kHz to 2.9 GHz): 
(2.9 to 18 GHz): 

(18 to 22 GHz): 


Greater of ±0.5 dB or ±2% of dB setting 
Greater of ±1 dB or ±4% of dB setting 
Greater of ±1.5 dB or ±7% of dB setting 
(% tolerance is the % of dB setting.) 


Reference Level: 


Range: 


(<10 MHz RBW): -85 to+30 dBm 

(10 MHz or 30 MHz RBW): -50 to+30 dBm 


External Mixer: -85 to -20 dBm 

NOTE: The External Mixer Reference Level is the level required at the EXTERNAL MIXER 
IF Connector to place the signal at the top of the display screen. 

Resolution (<5 MHz RBW): 0.1 dB steps 


Accuracy: Referenced to Frequency Response and REF OUT 

(Calibrator) Specifications with 10 dB Attenuation, 
-30 dBm Reference Level and 30 kHz RBW plus 
±0.25 dB, -59.9 to -40 dBm Reference Level; 

±0.5 dB, -85 to -60 dBm Reference Level; 

±2 dB, 10 MHz or 30 MHz RBW 


External Reference Offset: 


-99.9 to +99.9 dB in 0.1 dB steps 


NOTE: Negative numbers imply an external gain is connected to the ANALYZER INPUT 

Connector. Positive numbers imply an external attenuation is used, or external mixer 
conversion loss. 


External Mixer Attenuation: 

Residual Response (input terminated 
with 50 Q, 0 dB Attenuation): 


Harmonic Distortion (-30 dBm 
input and 10 dB attenuation): 
(-10 dBm input and 10 dB 
Attenuation): 


0 to 99.9 dB (External Mixer function) 

<-90 dBm, 9 to 100 kHz; 

<-100 dBm, 100 kHz to 22 GHz 

<-70 dBc, Band 0; 

<-100 dBc, Bands 1 and 2 
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Intermodulation Distortion 

(3rd order) (-30 dBm input and 

10 dB Attenuation): <-80 dBc 

Other Input Related Spurious 
(-30 dBm input and 10 dB 

Attenuation): S-70 dBc, <18 GHz; 

<-60 dBc, 18 to 22 GHz 


SWEEP 

Time (Frequency Span >200 Hz/Div): 
Frequency Span =0): 

Sweep Rate Accuracy: 

Trigger: 

Source: 

Mode: 

Coupling: 

Bandwidth: 

Level: 

Video: 

External Front: 

External Rear: 

Sensitivity: 

Internal: 

External Front: 

External Rear: 

Delay (Frequency Span =0): 

DISPLAY 

Type: 

Digital Resolution: 


1 ms to 10 s/Div in 1-2-5 sequence 

200 ns/Div to 10 s/Div in 1-2-5 sequence (resolution 

reduced <2 ps/Div) 

±1% of Full Scale, >2ps/Div 


Internal (video), External (front panel), External (rear 
panel) or Line (ac input) 

Free Run, Auto, Normal or Single Sweep 

ac, dc, High-Pass Filter, Low-Pass Filter, TV line or 
TV field 

£5 MHz (-3 dB) (at EXTERNAL INPUT Connector) 


Adjustable over 8 divisions, positive or negative polarity 
-2.5 V, -1.0 V, -0.5 V, 0.0 V, 0.5 V, 1.0 V, 2.5 V; nominal 
+2.5 V nominal 


1 division 
200 mVp 
+2 Vp-p (TTL) 

Lesser of 0 to ±300 divisions at Sweep Time/Div 
(Trigger Delay field setting) or 200 seconds 


=16 cm (6.4 in) color VGA TFT LCD 

640 pixels x 480 (total Display) 

500 pixels x 256 lines (graticule area) 
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Marker Modes: 

Bandwidth: 

Linear display mode: 

Lpgarithmic display mode: 

MEMORY 

Trace Storage Capacity: 

Recall to Display at one time: 
Setup Storage Capacity: 

Macro Storage Capacity: 

INPUTS 

ANALYZER INPUT: 

Connector: 

Impedance (VSWR) 

(Si0 dB input attenuation): 


Maximum Input Level: 


EXTERNAL MIXER IF: 
Connector: 

Signal Characteristics: 

1 dB Gain Compression: 
EXTERNAL INPUT: 
Connector: 

Impedance: 

Coupling: 


Single, Dual, Delta, Peak Search, Peak Track, 

Marker Track, Marker to center, Marker to reference, 
Marker to Start Frequency, Marker to Stop Frequency 


>5 MHz (-3 dB), 30 MHz RBW; 

>2.5 MHz (-3 dB), 5 MHz RBW; 
at S2ps/Div Sweep Time 

>1 MHz (-3 dB), 5 MHz RBW; 
at <10ps/Div Sweep Time 

99 traces (including user defined traces and test limits) 
4 traces 
99 setups 
64 kbytes 


Precision Type N Female Connector, 50 ft nominal 


<1.3:1, <2.9 GHz; 

<1.5:1, 2.9 to 8 GHz; 

<2.0:1, 8 to 18 GHz; 

<2.5:1, 18 to 22 GHz 

0 Vdc, 

+20 dBm, 

+30 dBm CW or +40 dBm peak; 

(<10 ps, <1% duty cycle) with >10 dB input Attenuation 


Type SMA Female, terminated in 50 ft when not in use 
410.7 MHz at -30 dBm (±3 dB) top of screen 
S-5 dBm 


Type BNC Female 
1 Mft and 27 pF nominal 
ac, dc, Ground 
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Time Domain (Scope): 
Amplitude: 

Frequency Range: 
Trigger Use: 

Pulse Width: 

Frequency Domain (FFT): 
Amplitude: 

Gain: 

Attenuation: 

Range: 

Response: 

Display Range: 

Average Noise Level: 
Spurious: 

Frequency Range: 

Span: 

Bandwidths: 

FUNCTION (Auxiliary 
[External] Trigger, pin 8): 

EXT REF IN: 

Connector: 

Signal Characteristics: 

OUTPUTS 

PHONES: 

Connector: 

Signal Characteristics: 


5 mV/Div to 5 V/Div (±3% of Full Scale) in 
1-2-5 sequence (1 kHz input) 

dc to >5 MHz (-3 dB) at <2ps/Div Sweep Time 

Selectable external trigger (time-gate) capabilities 

Si 00 ns 


0 to 20 dB in 0.1 dB steps 

0 to 60 dB in 20 dB steps 

2.23 mV to 22.3 V Full Scale 

(-40 to +40 dBm/50 Cl reference voltage) 

+0/-3 dB (0 Hz to 20 kHz) 

70 dB 

<1 pV 

<7 pV 

0 to 20 kHz 

10 to 200 Hz/Div continuously variable 
3, 10, 30 or 100 Hz 

10 ki2 nominal 

Type BNC Female 

10 MHz at 1 to 10 Vp-p, 1 kQ nominal 


3.5 mm (=1/8") phone jack 

Mono sound applied in parallel to both left and right 
channels 
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EXTERNAL MIXER LO: 


Connector: 

Frequency: 

Amplitude: 

REF OUT (Calibrator): 

Connector: 

Frequency: 

Accuracy: 

Amplitude: 

Accuracy: 

10.7 MHz IF OUT: 

Connector: 

Frequency: 

Active: 

410.7 MHz IF OUT: 

Connector: 

Frequency: 

Active: 

EXT DISPLAY: 

Connector: 

Signal: 

VIDEO OUT: 

Connector: 

Signal Characteristics: 
FUNCTION: 

(Auxiliary Video, pin 7): 
(Sweep, pin 14): 

(Sweep Hold [Pen Lift], pin 6): 


Type SMA, 50 £2 nominal 

(must be terminated when not in use) 

3 to 12 GHz 

>+8 dBm 

Type BNC Female, 50 £2 nominal 
100 MHz 

Same as Frequency Standard 
-30 dBm 
±0.5 dB 

Type BNC Female, 50 £2 nominal 

10.7 MHz nominal 
<5 MHz RBW 

Type BNC Female, 50 £2 nominal 

410.7 MHz nominal 
>5 MHz RBW 

HD-15 pin D-sub 

VESA-VGA color display compatible/31.5 kHz scan rate 

Type BNC Female 

100 mV/Div (±10%) into 1 M£2 

100 mV/Div (±10%) into 1 M£2 
0 to +5 V ramp (±0.5 V) 

TTL Level 
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INTERFACE CONNECTORS 

IEEE-488 GPIB: 

Conforms to: 

Implemented Subsets: 

Compatibility: 

Plotter Output: 

Printer Output: 

RS-232: 

Type: 

Baud Rate (bits per second): 

Handshake Modes: 

Parity Check: 

Data Bits per Word: 

Stop Bits per Word: 

Plotter Output: 

Printer Output: 

PRINTER: 

Operation: 

Compatible Printers: 


IEEE-Standard 488-1987 

SHI, AH1, T1, TEO, L2, LEO, SRI, RL2, PPO, DC1, 
DTI and CO 

IEEE-488.3 Command Set. High Speed waveform 
transfer supported. 

HPGL Compatible 

Epson 24, Epson 9, Thinkjet, Laserjet 

Half-Duplex RS-232 

(operates as slave to controller [DTE]) 

110, 150, 300, 600, 1200, 2400, 4800, 9600, 19200 or 
38400 

XON/XOFF (Software), CTS/RTS (Hardware) 

Odd, Even or None 
7 or 8 
1 or 2 

HPGL Compatible 

Epson 24, Epson 9, Thinkjet, Laserjet 

Parallel 

Epson 24, Epson 9, Thinkjet, Laserjet 
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FREQUENCY STANDARD 

Standard: 


Temperature Stability: ±0.2 ppm 

Aging: 

First Year: ±2 ppm 

Thereafter: ±1 ppm 

High Stability Time Base (Option 09): 

±0.01 ppm 

±0.2 ppm 

±0.1 ppm/yr 
+5 x 10' 1# /day 

Same as Frequency Tuning Range Specification 

Same as Frequency Tuning Resolution Specification 

5 pV at 100 MHz (30 kHz RBW, 3 kHz Video Bandwidth, 
5 kHz deviation FM at 1 kHz rate, 10 dB SINAD) 

(10 dB IF Gain) 


Temperature Stability: 
Aging: 

First Year: 
Thereafter: 

RECEIVER 

Frequency Range: 
Frequency Resolution: 
Sensitivity: 


Bandwidths: 

Demodulation: 

AM Scales (<5 MHz RBW): 

FM Scales (<S5 MHz RBW): 
(>10 MHz RBW) 


Available analyzer RBW between 200 Hz and 30 MHz 
AM, FM (ac or dc) 

10%, 20%, 50% 

1 kHz to 100 kHz 

200 kHz to 5 MHz in 1-2-5 sequence 
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TRACKING GENERATOR (OPTION 02) 


Frequency Range: 
Flatness (at -10 dBm): 

Output Level: 
Attenuator Accuracy: 
Nonharmonic Spurious: 
Harmonics: 


100 kHz to 2.9 GHz 

±2.0 dB, 100 kHz to 1 MHz; 
±1.5 dB, 1 to 2.9 MHz 

0 to -70 dBm in 1 dB steps 

±1 dB or 0.05 dB/dB 

<-30 dBc 

<-20 dBc 


Leakage (Dynamic Range): -120 dBm 

QUASI-PEAK DETECTOR (OPTION 08) 


SELECTED 

RECOMMENDED 

CHARGE 

DISCHARGE 

DISPLAY 

BANDWIDTH 

FREQUENCY RANGE 

TIME (ms) 

TIME (ms) 

TIME (ms) 

200 Hz 

10 to 150 kHz 

45 ±20% 

500 ±20% 

160 ±20% 

9 kHz 

150 kHz to 30 MHz 

1 ±20% 

160 ±20% 

160 ±20% 

120 kHz 

30 MHz to 1 GHz 

1 ±20% 

550 ±20% 

100 ±20% 


GENERAL CHARACTERISTICS 

Dimensions: =406 mm (16") wide (including handle); 

=191 mm (7.5") high 
=559 mm (22") deep 

Weight: £16.6 kg (36.6 lbs) without options, with lid and 

RS-232 cable 


Warm-up Time: 

Operation: 

For Specified Accuracy: 

POWER REQUIREMENTS 

Source Voltage and Frequency: 

Power Consumption: 

Nominal Input Current: 


>1 minute 
>15 minutes 


220 to 240 VAC at 50-60 Hz 
100 to 120 VAC at 50-60/400 Hz 

170 W Maximum 

121 W Nominal at 230 VAC, 50 Hz 
132 W Nominal at 110 VAC, 60 Hz 
138 W Nominal at 110 VAC, 400 Hz 

1.03 A at 230 VAC 
1.85 A at 110 VAC 
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FUSE REQUIREMENTS 

FI and F2: 

220 to 240 VAC: 

100 to 120 VAC: 

ENVIRONMENT 

Use:' 

Temperature/Humidity: 
Operating Temperature: 
Storage Temperature: 
Temperature Change: 
Relative Humidity: 

Vibration/Shock: 


3.15 A, 250 V, Type F 
3.15 A, 250 V, Type F 


Indoors 


0° to 50° C 
-40° to 71° C 

1° C per minute for specified accuracy 

80% at <11° C, <95% (non-condensing) at 11° to 31° C, 
decreasing linearly to 50% at 40° C 

Designed to comply with MIL-T-28800E; 

Type 2, Class 5, Style E 


Altitude: 

Operational: 

Nonoperational: 


3,048 meters (10,000 feet) 
12,192 meters (40,000 feet) 


ELECTRO-MAGNETIC COMPATIBILITY (EMC) 


RF Emissions: 

RF Immunity: 

Power Line Disturbance: 


Complies with EN 55011: 1991 Group 1 Class B 
Complies with EN 50082-1: 1992 
Complies with EN 60555-2: 1987 


SAFETY 


Product Safety: 

Supplemental Environmental 
Conditions: 

Mains Supply Voltage 
Fluctuations: 

Transient Overvoltages: 

Pollution Degree: 


Complies with EN 61010-1 


<±10% of the nominal voltage 
According to Installation Catagory II 
2 
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SECTION 2 - INSTALLATION 


2-1 GENERAL 

This section contains information on preparing the 2390A for use. Also listed are installation and 
operating precautions for safe use of the unit. 

2-2 PRECAUTIONS 

Before operating this instrument, the operator should be thoroughly familiar with all aspects of 
this manual. 

For operator safety and to prevent damage to the instrument, the following operating precautions 
should be observed at all times: 

WARNING: THE 2390A MUST BE CONNECTED TO ELECTRICAL GROUND. CONNECT AC 

POWER CORD TO PROPERLY GROUNDED 3-PIN RECEPTACLE. DO NOT USE A 
THREE-PRONG TO TWO-PRONG ADAPTER PLUG. DOING SO CREATES A 
SHOCK HAZARD BETWEEN THE CHASSIS AND ELECTRICAL GROUND. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR AVERAGE, 
WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER INPUT MUST NOT 
EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH INTERNAL ATTENUATION 
>10 dB. FREQUENCY MUST BE >0 Hz (NO dc VOLTAGE). 

DO NOT APPLY SIGNAL INPUT TO TRACKING GENERATOR CONNECTOR 
(OPTION 02), IF INSTALLED. 

THIS EQUIPMENT CONTAINS PARTS SENSITIVE TO DAMAGE BY 
ELECTROSTATIC DISCHARGE (ESD). 

2-3 LID ASSEMBLY REMOVAL AND REPLACEMENT 

2-3-1 REMOVAL 

STEP _ PROCEDURE __ 

1. Pull Lid Assembly latches away from front panel and toward rear panel. 

2. Remove Lid Assembly latches from front panel slots. 

3. Remove Lid Assembly from 2390A. 

2-3-2 REPLACEMENT 

STEP _ PROCEDURE _ 

1. Hold back latches on Lid Assembly and place bottom edge under 2390A front panel. 

Insure EXTERNAL MIXER IF and LO Connector Cover chains are above bottom edge of Lid 
Assembly. 

2. Rotate Lid Assembly top edge up and over 2390A front panel. Snap into place. 

3. Place Lid Assembly latches into front panel slots. 

4. Pull Lid Assembly latches toward front of Lid Assembly and clip into place. 
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2-4 POWER UP PROCEDURE 

The following procedure is used to apply ac power to the 2390A Spectrum Analyzer. Refer to 
Figures 2-1 and 2-2 for specific controls, connectors and indicators. 

STEP _ PROCEDURE __ 

1. Place 2390A in horizontal operating position. 

2. Verify correct fuses are in AC FUSE Housing according to 2-5. 

3. Connect AC Line Cord to AC IN Connector on rear panel. 

4. Plug AC Line Cord into power source compatible with voltage selected. 

5. Verify MAIN POWER CUTOFF Switch is set to ON (/)• 

6. Verify STAND-BY Indicator illuminates. 

7. Press SUPPLY Switch on front panel. 

8. Verify SUPPLY ON Indicator illuminates. 



Figure 2-1 Rear Panel Power Up Controls, Connectors and Indicators 
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SUPPLY SWITCH 



01907002 


Figure 2-2 Front Panel Power Up Controls and Indicators 


2-5 FUSE VERIFICATION/REPLACEMENT PROCEDURE 

The following procedure should be followed when verifying or replacing the ac fuse in the 2390A 
Spectrum Analyzer. Refer to Figure 2-3 for specific controls, connectors and indicators. 


AC FUSE HOUSING 



Figure 2-3 Fuse Replacement 


01907023 


STEP __ PROCEDURE _ 

1. Remove ac power from 2390A. 

2. Disconnect AC Line Cord from AC IN Connector. 

3. Push tab to left and pull out AC FUSE Housing. 

4. Verify two 3.15 A fast blow ac line fuses are installed. Replace if incorrect or blown. 

5. Insert AC FUSE Housing into Rear Panel until tab locks into place. 















2-6 FACTORY PRESET INITIALIZATION PROCEDURE 

The following procedure resets the 2390A to initial factory preset conditions and may be used 
anytime. Refer to Table 2-1 for initial factory preset conditions. 


PARAMETER 

SETTING 

Center Frequency 

1.45 MHz 

Frequency Span 

289.9 MHz/Div 

Attenuation 

20 dB 

Reference 

0 dBm 

RBW 

5 MHz 

VBW 

100 kHz 

Sweep Time 

10 ms/Div 


Table 2-1 Initial Factory Preset Conditions 


Refer to Figure 3-1 for location of controls. 

STEP _ PROCEDURE 

1. Apply power and activate 2390A. 

2. Press PRESET Key. 

3. If needed, press CONFIRM Soft Function Key F6. 
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SECTION 3 - DESCRIPTION OF CONTROLS, CONNECTORS 

AND INDICATORS 



















































































Controls, Connectors and Indicators 


Location List: 

<r- and -» Keys. 5 

t and i Keys. 4 

10.7 MHz IF OUT Connector. 30 

410.7 MHz IF OUT Connector. 32 

AC FUSE Housing. 24 

AC IN Connector. 25 

AMPLITUDE Keys. 21 

ANALYZER INPUT Connector. 7 

DATA ENTRY Keypad. 22 

DATA SCROLL Spinner. 11 

Display. 18 

EXT DISPLAY Connector. 33 

EXT REF IN Connector. 34 

EXTERNAL INPUT Connector. 10 

EXTERNAL MIXER IF Connector. 8 

EXTERNAL MIXER LO Connector. 9 

FREQUENCY Keys. 20 

FUNCTION Connector. 31 


General Function Keys. 23 

IEEE-488 GPIB Connector. 26 

INTENSITY Control. 1 

MAIN POWER CUTOFF Switch. 34 

MODE Keys. 19 

PHONES Connector. 6 

PRINTER Connector. 28 

REF OUT Connector. 12 

RS-232 Connector. 27 

Soft Function Keys. 14 

SQUELCH Control. 2 

STAND-BY Indicator. 16 

SUPPLY ON Indicator. 15 

SUPPLY Switch. 17 

TRACKING GENERATOR Connector 
(Option 02). 13 

VIDEO OUT Connector. 29 

VOLUME Control. 3 
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3-1 2390A FRONT PANEL 

ITEM 


DESCRIPTION 


1. INTENSITY Control 

Adjusts contrast and brightness of the Display. 

2. SQUELCH Control 

Adjusts squelch level of internal AM/FM receiver. 

3. VOLUME Control 

Adjusts audio output level of internal AM/FM receiver. 

4. T and I Keys 

Steps data within a selected field or selects menu list items. Data increases or decreases 
by a preset amount or next higher or lower data setting appears. 

5. «- and -+ Keys 

Moves data entry cursor to digit position. The digit selected becomes the significant digit 
and is displayed in reverse video on the Display. Digits to the left of the significant digit 
increment or decrement as the significant digit increases past 9 or decreases past 0. 

6. PHONES Connector 


7. 


Provides audio output (<1 W through 8 Q impedance) to external headphones. Requires a 
3.5 mm (=1/8 inch) jack. The 2390A disconnects the audio output to thejnternal speaker 
when using the PHONES Connector. 


ANALYZER INPUT Connector 



CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO dc 
VOLTAGE). 

Receives the RF signal input to the 2390A Spectrum Analyzer. Input impedance is 
nominally 50 Q. 


8 . 


EXTERNAL MIXER IF Connector 




CAUTION: MAXIMUM EXTERNAL MIXER IF INPUT MUST NOT EXCEED -10 dBm. WHEN 
NOT IN USE, EXTERNAL MIXER IF CONNECTOR MUST BE TERMINATED. 


Receives 410.7 MHz IF input from external mixer through 50 Q. Used with EXTERNAL 
MIXER LO Connector to measure signals with frequencies >22 GHz. 
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ITEM 


DESCRIPTION 


9. 


EXTERNAL MIXER LO Connector 



CAUTION: SIGNAL INPUT MUST NOT BE APPLIED TO EXTERNAL MIXER LO 
CONNECTOR. 


10 . 


Sends local oscillator output from 3 to 12 GHz to external mixer. Used with EXTERNAL 
MIXER IF Connector to measure signals with frequencies >22 GHz. 


EXTERNAL INPUT Connector 



CAUTION: MAXIMUM EXTERNAL INPUT MUST NOT EXCEED 40 V PEAK. 

Receives external trigger signal, input to digital oscilloscope or low frequency input to FFT 
circuits. Input impedance is nominally 1 Mft. 


11. DATA SCROLL Spinner 

Increases or decreases data within a selected field or chooses entries from lists. 


12 . 


REF OUT Connector 



CAUTION: SIGNAL INPUT MUST NOT BE APPLIED TO REF OUT CONNECTOR. 


Provides 100 MHz output at -30 dBm (±0.5 dB). Used for calibration purposes. 

13. TRACKING GENERATOR Connector (Option 02) D 

CAUTION: SIGNAL INPUT MUST NOT BE APPLIED TO TRACKING GENERATOR 
CONNECTOR. 

Provides synchronized sweeper output from 100 kHz to 2.9 GHz at 0 to -70 dBm in 1 dB 
steps, when Option 02 is installed. Synchronous detection filters the effect of sweeper 
harmonics. 

14. Soft Function Keys 

Activates or selects various functions depending on operating mode and Display. 

• Non-Numeric Soft Function Keys 

Activates or deactivates selected functions. Pressing a non-numeric Soft Function Key 
to activate causes the label above the Soft Function Key to highlight with reverse 
video. Pressing an activated Soft Function Key deactivates the function and turns off 
the label highlight. Some non-numeric Soft Function Keys are mutually exclusive. For 
example, LOG Soft Function Key FI and LINEAR Soft Function Key F2 for the Scale 
Amplitude Operation Screen are never active at the same time. Pressing either Soft 
Function Key to activate the associated function deactivates the opposing Soft Function 
Key. Other Soft Function Keys may be active at the same time. For example MAX 
HOLD Soft Function Key FI and MIN HOLD Soft Function Key F2 (HOLD functions 
under Display Operation) may be active at the same time. 
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ITEM 


DESCRIPTION 


• Numeric Soft Function Keys 

Accepts data from the DATA ENTRY Keypad, t and 1 Keys, <— and —» Keys or DATA 
SCROLL Spinner. When a numeric Soft Function Key is activated, the label above the 
Soft Function Key is highlighted with reverse video indicating the function is accepting 
numeric entry. Numeric Soft Function Keys remain active until terminated by pressing 
any one of the Soft Function Keys, MODE Keys, FREQUENCY Keys, AMPLITUDE Keys 
or Keys. When a numeric Soft Function Key is terminated, the last entered value is 
retained. 


3 Soft Function Keys 


Provides access to a second level of Soft Function Keys. When pressed, 1 ) Soft 

Function Keys replace current Soft Function Key la bels with Soft Function Key labels 
associated with the function of the sele cted 
Soft Function Key removes the L— 
operation screen Soft Function Key labels. 


3 Soft Function Key. The RETURN 


)soft Function Key labels and returns the current 


• CLEAR Soft Function Key 

Aborts entry in process and restores selected function to current setting. 
15. SUPPLY ON Indicator I 


Green LED illuminates when SUPPLY Switch is pressed On and ac power is supplied to the 
2390A. 


16. STAND-BY Indicator 



Yellow LED illuminates when ac power is applied to 2390A. STAND-BY Indicator 
illuminates whether unit power is On or Off. 


17. SUPPLY Switch 

Connects supplied ac power to unit when pressed On or sets unit to stand by mode when 
pressed Off. Under extreme operating conditions (i.e., high temperature indication), power 
may be switched Off under processor control. 

18. Display 

Provides visual information via a flat panel color VGA screen (=15.5 cm [6.1 in]). 

19. MODE Keys 

Provides for direct entry of marker(s), sweep, tracking generator and auxiliary function 
parameters. 


• MARKER MODE Key 

Accesses Marker Mode Operation Screen. Allows activation and control of on-screen 
marker functions for direct measurement of values on the Display. Refer to 3-3-9 for 
description of the Marker Mode Operation Screen and associated Soft Function Keys. 
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ITEM 


DESCRIPTION 


• SWEEP MODE Key 

Accesses Sweep Mode Operation Screen. Allows direct entry of Sweep Time using 
DATA ENTRY Keypad, t and i Keys or DATA SCROLL Spinner. Refer to 3-3-10 for 
description of the Sweep Mode Operation Screen and associated Soft Function Keys. 

• GEN MODE Key 

Accesses Tracking Generator Mode Operation Screen if Option 02 is installed. Refer to 
3-3-11 for information on Tracking Generator Mode Operation Screen and associated 
Soft Function Keys. 

• AUX MODE Key 

Accesses Auxiliary Mode Operation Screen for activating and controlling auxiliary 
functions. Refer to 3-3-12 for description of the Auxiliary Mode Operation Screen arid 
associated Soft Function Keys. 

20. FREQUENCY Keys 

Provides direct entry of frequencies and frequency ranges. 

• CENTER FREQUENCY Key 

Accesses Center Frequency Operation Screen. Allows direct entry of the Center 
Frequency using the DATA ENTRY Keypad, T and i Keys, <- and Keys or DATA 
SCROLL Spinner. Refer to 3-3-1 for description of the Center Frequency Operation 
Screen and associated Soft Function Keys. 

• SPAN FREQUENCY Key 

Accesses Span Frequency Operation Screen. Allows direct entry of the Frequency 
Span per division using the DATA ENTRY Keypad, T and 1 Keys or DATA SCROLL 
Spinner. Refer to 3-3-2 for description of the Span Frequency Operation Screen and 
associated Soft Function Keys. 

• START FREQUENCY Key 

Accesses Start Frequency Operation Screen. Allows direct entry of the Start 
Frequency for the Start/Stop function using the DATA ENTRY Keypad, T and i Keys, 
and Keys or DATA SCROLL Spinner. Refer to 3-3-3 for description of the Start 
Frequency Operation Screen and associated Soft Function Keys. 

• STOP FREQUENCY Key 

Accesses Stop Frequency Operation Screen. Allows direct entry of the Stop Frequency 
for the Start/Stop function using DATA ENTRY Keypad, t and 1 Keys, <- and Keys or 
DATA SCROLL Spinner. Refer to 3-3-4 for description of the Stop Frequency Operation 
Screen and associated Soft Function Keys. 
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ITEM 


DESCRIPTION 


21. AMPLITUDE Keys 

Provides for direct entry of attenuation, reference, and resolution levels. 

• ATTEN AMPLITUDE Key 

Accesses Attenuation Amplitude Operation Screen. Allows entry of internal RF 
attenuation settings, when uncoupled, using DATA ENTRY Keypad, T and 1 Keys or 
DATA SCROLL Spinner. Refer to 3-3-5 for description of the Attenuation Amplitude 
Operation Screen and associated Soft Function Keys. 

• REF AMPLITUDE Key 

Accesses Reference Amplitude Operation Screen. Allows direct entry of Reference 
Amplitude (top of scale) using DATA ENTRY Keypad, t and i Keys, <- and -» Keys or 
DATA SCROLL Spinner. Refer to 3-3-6 for description of the Reference Amplitude 
Operation Screen and associated Soft Function Keys. 

• BW AMPLITUDE Key 

Accesses Bandwidth Amplitude Operation Screen. Allows entry of the Resolution 
Bandwidth (RBW) or Video Bandwidth (VBW) using DATA ENTRY Keypad, T and i Keys 
or DATA SCROLL Spinner. The BW Key also allows access to the Quasi-Peak 
Detector, if Option 08 is installed. Refer to 3-3-7 for description of the Bandwidth 
Amplitude Operation Screen and associated Soft Function Keys. 

• SCALE AMPLITUDE Key 

Accesses Scale Amplitude Operation Screen. Allows selection of logarithmic or linear 
Amplitude Scales and Units. Refer to 3-3-8 for description of the Scale Amplitude 
Operation Screen and associated Soft Function Keys. 

22. DATA ENTRY Keypad 

Provides direct numeric entry of parameters in selected data field. Pressing a Multiplier 
Key ends data entry. Parameters do not change until a Multiplier Key is pressed. 

• Numeric Keys 

Allows numeric data entry. Numeric keys automatically repeat if held in for more than 
one second and repeat at a rate of approximately two per second. 

• Decimal Point Key 

Places a decimal point at current position in selected data field. 

• - Key 

Toggles selected data entry between a positive (+) and negative (-) value. 

• Multiplier Keys 

Selects G/n (10 9 /10' 9 ), M/p (10 6 /1 O' 6 ), k/m (10 3 /10 3 ) or xl (Hz/dB) as multiplier for 
selected data entry. Keys multiply numeric entry by selected factor. Type of data entry 
determines applicable multipliers. Hz factors are for frequency, dB factor is for 
amplitude and the other factors are for sweep time, k/m and xl Keys also select 
millivolts and volts respectively when operating in Scope mode. 

NOTE: The xl Key also functions the same as the ENTER Soft Function Key to avoid 
wasted movement when using the DATA ENTRY Keypad. 
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ITEM 


DESCRIPTION 


23. General Function Keys 

• COPY Key 

Accesses plotting and printing functions. Refer to 3-3-13 for description of the Copy 
operation and associated Soft Function Keys. 

• PRESET Key 

Resets all parameters to the factory default settings. Refer to 3-3-14 for description of 
PRESET Key operation. 

• DISPLAY Key 

Accesses trace Display functions (Sweep Average, Hold, Alarms and Limits). Refer to 
3-3-15 for description of trace Display operation and associated Soft Function Keys.. 

• DEMOD Key 

Enters the AM/FM Receiver Operation Screen for demodulated signal operation. Refer 
to 3-3-16 for description of the AM/FM Receiver Screen and associated Soft Function 
Keys. 

• STORE Key 

Accesses Store memory functions for storage of waveform traces and control setups. 
Refer to 3-3-17 for description of Store memory operation and associated Soft Function 
Keys. 

• RECALL Key 

Accesses Recall memory functions for recalling stored waveform traces or control 
setups. Allows editing of stored trace or setup memory locations. Refer to 3-3-18 for 
description of Recall memory operation and associated Soft Function Keys. 

• APPS Key 

Accesses Macro program memory and the Bandwidth Application program. Refer to 
3-3-19 for description of Application memory operation and associated Soft Function 
Keys. 

• UTILITY Key 

Accesses the Analyzer Utility Menu. Allows customized changes in certain instrument 
controls and operations. Provides access to instrument calibration and diagnostic 
functions. Refer to 3-3-20 for description of the Analyzer Utility Menu and associated 
Soft Function Keys. 
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3-2 2390A REAR PANEL 

ITEM 


DESCRIPTION 


24. AC FUSE Housing 

Contains two 3.15 A fast blow ac line fuses. 


25. AC IN Connector 

Provides ac power input to unit. 

26. IEEE-488 GPIB Connector 

Provides parallel communication between the 2390A and an external controller. The 
IEEE-Standard 488-1987 format connector allows the 2390A Spectrum Analyzer to upload 
and download parameter sets, transfer test results, drive an HPGL compatible plotter or be 
controlled by an external test controller. The IEEE-488 (GPIB) Screen, accessed from the 
Analyzer Utility Menu, selects the operation mode. 

27. RS-232 Connector 

Provides serial communication between the 2390A and an external controller. The 
RS-232C format connector allows the 2390A Spectrum Analyzer to upload and download 
parameter sets, transfer test results, drive an HPGL compatible plotter or be controlled by 
an external test controller. The RS-232 (Serial) Screen, accessed from the Analyzer Utility 
Menu, selects the operation mode. 

28. PRINTER Connector 

Provides a parallel printer interface for printing out Display information to an external 
printer. The Printer Options Screen, accessed from the Analyzer Utility Menu, selects the 
type of printer. 

29. VIDEO OUT Connector 

Provides demodulated vertical (Y-axis) information from the 2390A detector circuit. Output 
is directly related to Y-axis level (100 mV/Div) on the Display. Recommended load 
impedance is >500 £2. 

30. 10.7 MHz IF OUT Connector 


Allows monitoring of internal 10.7 MHz IF signal. 

31. FUNCTION Connector n 

Provides access to lines used in various functions: 

• Supply Monitor 

Provides the test points to verify the -12 V power supply (pin 1), +5 V power supply (pin 
2) and +12 V power supply (pin 9). Test points provide probe power with current 
limited to approximately 100 mA. 

• Auxiliary Video 

Provides auxiliary video output on pin 7. Refer to VIDEO OUT Connector for signal 
description. 
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ITEM 


DESCRIPTION 


• Sweep 

Provides an analog sweep output signal to drive external devices such as X-Y Monitors 
or Plotters. Voltage range from 0 to +5 V corresponds to the x-axis position of the 
sweep on the Display. The sweep output signal is on pin 14. 

• Sweep Hold 

Provides the TTL level signal to control Pen Lift on pin 6. 

• Auxiliary (external) Trigger 

Receives external trigger on pin 8 when EXT REAR is selected as sweep Trigger 
Source. Internal sweep circuit triggers on positive-going TTL level signal when 
+SLOPE is active or negative-going signal when -SLOPE is active. 

• Relay Drivers n 

CAUTION: MAXIMUM CURRENT RATING OF FUNCTION CONNECTOR, PINS 5 AND 
13 IS 200 mA. MAXIMUM VOLTAGE RATING OF FUNCTION 
CONNECTOR, PINS 5 AND 13 IS 50 V (OPEN) OR 1.2 V (CLOSED). 
EXCEEDING THESE RATINGS MAY RESULT IN DAMAGE TO THE 2390A. 

Relay driving circuits on pins 5 and 13 may be set to activate external relays when 
certain trace limits are exceeded. 

32. 410.7 MHz IF OUT Connector 

Allows monitoring of internal 410.7 MHz IF signal. 

33. EXT DISPLAY Connector 

Allows an external CRT monitor (VGA compatible) to be connected to the 2390A. The 
external CRT monitor echoes the current 2390A Display. 

34. EXT REF IN Connector 

Receives external precision reference. Requires 2 to 5 Vp (TTL) drive level. Internal time 
base circuit phase locks onto the 10 MHz signal applied to the EXT REF IN Connector 
when selected in the General Options Screen, accessed from the Analyzer Utility Menu. 

35. MAIN POWER CUTOFF Switch 

Terminates power to circuits within the 2390A (O). The STAND-BY Indicator illuminates 
when ac power is connected and MAIN POWER CUTOFF Switch is On (/). 
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3-3 OPERATION SCREENS AND SOFT FUNCTION KEY CONFIGURATIONS 

Operation screens and accompanying Soft Function Keys vary according to the type of operation 
screen displayed, current active functions and input source used. 

An operation screen is accessed by pressing one of the FREQUENCY Keys, AMPLITUDE Keys, 
MODE Keys or General Function Keys. Options for each operation screen are accessed by 
pressing Soft Function Keys directly below displayed option labels. Highlighted labels above Soft 
Function Keys indicate displayed options are active. 

NOTE: Some operation screens may differ only in labels for Soft Function Keys and editable 

field. For clarity, each display is considered a separate operation screen because each 
particular operation or field is only editable by pressing a particular key. The cursor 
cannot be moved to each field using T and i Keys or and Keys. 

The DATA ENTRY Keypad, t and i Keys or DATA SCROLL Spinner is used to enter numerical 
data. The «- and —» Keys select individual digits for the t and 1 Keys or DATA SCROLL Spinner 
to change. The T and l Keys or DATA SCROLL Spinner are used to select parameters. The 
message, USE DATA SCROLL appears in the Message field when the DATA ENTRY Keypad 
cannot be used for data entry. Parameters with only two possible settings automatically switch to 
the opposite setting when selected. For memory labeling, the DATA SCROLL Spinner or t and i 
Keys and <- and Keys are used to select specific characters. 

CENTER or START Frequency, Frequency SPAN or STOP Frequency, ATTEN (Attenuation), REF 
(top of scale Reference), RBW (Resolution Bandwidth), VIDEO Bandwidth, SWEEP Time and GEN 
(Tracking Generator Output Level) (if Option 02 is installed) fields appear in most operation 
screens. The fields are manually edited only in the applicable operation screen. The Display 
indicates a field ready for edit in reverse video with the cursor. The information on markers, 
when activated in the Marker Mode Operation Screen, appears below the graticule. The 
Amplitude Scale on the left side of the Display and Units on the upper left side of the Display, 
vary according to the operating mode and the settings in the Attenuation, Reference and Scale 
Amplitude Operation Screens. 

The Message field, located at the top of the Display, indicates invalid entries, errors or other 
information dependent on user input. When invalid data is entered, the message INVALID 
ENTRY is displayed in the Message field and the entry is ignored. 

When the operating (internal) temperature changes according to the TIME CALIBRATION 
temperature change setting in the General Options Screen (accessed from the Analyzer Utility 
Menu), the 2390A conducts an automatic internal calibration of the YIG oscillator. If the YIG 
oscillator fails, the message YIG is displayed in the Message field. If YIG appears in the 
Message field, a more detailed calibration, activated in the User Cals Screen (accessed from the 
Analyzer Utility Menu), should be performed. Refer to 3-3-20H. 

When TIME CALIBRATION is set to ENABLE in the General Options Screen (accessed from the 
Analyzer Utility Menu), internal calibrations are performed every five minutes if the temperature 
changes according to the temperature change setting. CAL appears in the Message field each 
time the 2390A performs an internal calibration. 

Parameters and some numeric data are only changed with the DATA SCROLL Spinner or t and 1 
Keys. If the DATA ENTRY Keypad is used to try and change such data, ONLY appears in the 
Message field. An example is moving x or y axis position lines in the Limits Display Screen. 
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Figure 3-3 Center Frequency Operation Screen 

Pressing the CENTER FREQUENCY Key displays the Center Frequency Operation Screen. The 
Center Frequency Operation Screen provides for direct entry of the Center Frequency and 
operation of the Find function. The Center Frequency ranges from 0 Hz to 22.5 GHz for normal 
operation, 50 Hz to 23 kHz in FFT mode or 3 to 1300 GHz with the External Mixer function 
activated. 

NOTE: If the Tracking Generator (Option 02) is installed and active, the Center Frequency is 
limited according to the Frequency Span and the 2390A does not display frequencies 
above 2.9 GHz. The Tracking Generator must be deactivated to access the full 
frequency range available. 

A. DISPLAY INFORMATION 

The CENTER Frequency field above the left side of the graticule is highlighted and ready 
for edit upon accessing the Center Frequency Operation Screen. CENTER, located on the 
lower right side of graticule, indicates the Center Frequency Operation Screen is 
accessed. The END FREQ field above the CENTER Frequency field, displayed after 
pressing the END FREQ Soft Function Key F5, shows the ending frequency for the Find 
function. The SEARCH field above the Frequency SPAN field indicates the current 
frequency location of the active Find function sweep (SEARCH), a qualifying signal was 
located (FOUND) or the last searched frequency of the now inactive Find function (LAST). 
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B. SOFT FUNCTION KEYS 
KEY 


DESCRIPTION 


FI MKR 1 

Sets Center Frequency to Marker 1 frequency, if Marker 1 is activated. (Refer to 3- 
3-9 for description of Marker Mode Operation Screen.) If Marker 1 is not activated, 
no label appears above FI. 

F2 MKR 2 

Sets Center Frequency to Marker 2 frequency, if Marker 2 is activated. (Refer to 3- 
3-9 for description of Marker Mode Operation Screen.) If Marker 2 is not activated, 
no label appears above F2. 

F3 FIND 

Activates the Find function. Locates signals above the Find Level within the current 
Center Frequency Band (Band 0, Band 1 or Band 2) or until the sweep reaches the 
end frequency selected by the operator (END FREQ field). Starting with the highest 
displayed frequency, the Find function locates the first signal exceeding the Find 
Level and sets that as Center Frequency. The Find function searches signals to the 
right of the current Frequency Span. If a signal exceeding the Find Level is not 
located, the Center Frequency is not changed. The Find Function does not operate if 
Frequency Span is <500 Hz/Div. 

F4 FIND LVL 

Allows edits to the Find Level, used when FIND Soft Function Key F3 is active. The 
Find Level function displays a horizontal dashed line on the graticule indicating the 
current Find Level. The Find Level is adjusted to any displayed amplitude level 
using the DATA SCROLL Spinner or t and i Keys. 

NOTE: The Find function requires a signal level >-85 dBm to operate correctly, 
regardless of Find Level setting. 

F5 END FREQ 

Allows edits to the END FREQ field, setting the last (highest) frequency searched by 
the Find function. 

F6 PREVIOUS/CLEAR 

PREVIOUS restores Center Frequency to the previous Center Frequency entered 
prior to the current entered Center Frequency, not considering frequency set using 
MKR 1 Soft Function Key FI or MKR 2 Soft Function Key F2. 

CLEAR cancels out an edit in progress (restores to current setting) or terminates an 
operation, such as the Find function, in progress. The CLEAR label above F6 only 
appears when editing a parameter. 
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3-3-2 SPAN FREQUENCY OPERATION SCREEN 



Figure 3-4 Span Frequency Operation Screen 
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Pressing the SPAN FREQUENCY Key displays the Span Frequency Operation Screen. The Span 
Frequency Operation Screen provides for direct entry of the Frequency Span per division 
displayed on the Display. Frequency Span varies from 0 Hz/Div to 2.25 GHz/Div, continuously 
using the DATA SCROLL Spinner or in 1-2-5 sequence using the T and 1 Keys. The DATA 
ENTRY Keypad provides direct entry. Frequency Span settings are automatically coupled with 
the Resolution Bandwidth, Video Bandwidth and Sweep settings to maintain a calibrated Display. 
Refer to Appendix B for optimization tables. The Frequency Span selection is limited according 
to the Center Frequency setting to prevent the Display from displaying <-50 MHz or >22.5 GHz. 
Operating in FFT mode through the EXTERNAL INPUT Connector limits the Frequency Span to 
<200 Hz/Div. 


NOTE: Automatic coupling may be disabled in the Resolution Bandwidth Amplitude and/or Sweep 
Mode Operation Screens. 

A. DISPLAY INFORMATION 

The Frequency SPAN field above the right side of the graticule is highlighted and ready for 
edit upon accessing the Span Frequency Operation Screen. SPAN, located on lower right 
side of graticule, indicates Span Frequency Operation Screen is accessed. If the selected 
Frequency Span setting uncalibrates the screen display, the Display indicates UNCAL, 
highlighted in the Message field. The 2390A requires 5 to 10 seconds of delay when 
adjusting the Frequency Span to <200 Hz/Div for the first time after power up. The Display 
indicates the delay with WAIT \n the Message. Readjusting the Frequency Span to 
<200 Hz/Div does not delay operation. 
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B. SOFT FUNCTION KEYS 


KEY DESCRIPTION 


FI ZERO 

Sets Frequency Span to 0 Hz (ZERO Span), enabling operation of time domain 
functions. 

F2 BAND 

Sets Frequency Span to the entire Center Frequency Band (BAND Span). 

• If Center Frequency is in Band 0 (0 Hz to 2.9 GHz), the label above F2 appears 
as BAND 0. BAND 0 function sets Center Frequency to 1.45 GHz and Frequency 
Span to 2.9 GHz (290 MHz/Div). 

• If Center Frequency is in Band 1 (2.9 to 12.0 GHz), the label above F2 appears 
as BAND 1. BAND 1 function sets Center Frequency to 7.45 GHz and Frequency 
Span to 9.1 GHz (910 MHz/Div). 

• If Center Frequency is in Band 2 (12.0 to 22 GHz), the label above F2 appears as 
BAND 2. BAND 2 function sets Center Frequency to 19.25 GHz and Frequency 
Span to 10 GHz (1 GHz/Div). 

F3 FULL 

Sets Frequency Span to 22 GHz (2.2 GHz/Div) and Center Frequency to 11 GHz. 

CAUTION: WHEN THE 2390A IS SET TO FULL SPAN, A MICROWAVE RELAY ON 
THE RF ATTENUATOR SWITCHES THE INPUT FROM RF TO 
MICROWAVE MIXER EACH TIME THE SWEEP PASSES THROUGH 
2.9 GHz. THE 2390A SHOULD NOT BE OPERATED IN FULL SPAN FOR 
EXTENDED PERIODS OF TIME TO PREVENT EXCESSIVE WEAR ON 
RELAY CONTACTS. 

F4 COUPLE 

Causes the Start/Stop and Center/Span functions to track together. The CENTER 
and SPAN FREQUENCY Keys are used in the Center/Span function. The START and 
STOP FREQUENCY Keys are used in the Start/Stop function. With COUPLE 
activated (F4 highlighted), both functions operate together and setting any frequency 
(Center, Span, Start or Stop) automatically adjusts the other frequencies, keeping 
the displays of both functions the same. With COUPLE deactivated, the functions 
are independent of each other. 

F6 CLEAR 

Aborts entry in process and restores Frequency Span to last entered setting. Label 
above F6 appears only when editing a parameter. 
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Figure 3-5 Start Frequency Operation Screen 
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Pressing the START FREQUENCY Key displays the Start Frequency Operation Screen. The Start 
Frequency Operation Screen is used to enter the Start Frequency for the Start/Stop function. 

The Start/Stop function is used to set the Frequency Span, displayed on the Display or Sweep 
Range, from one specific frequency to another specific frequency. The Start/Stop function 
operates independently of the Center/Span function unless both functions are coupled in the 
Span Frequency Operation Screen. The Start Frequency ranges from 0 Hz to 22.5 GHz for 
normal operation or 3 to 1300 GHz with the External Mixer function activated. 

NOTE: Start Frequency must be equal to (ZERO Span) or >10 Hz below Stop Frequency. Setting 
Start Frequency above current Stop Frequency moves the Stop Frequency to equal the 
Start Frequency. 

If Tracking Generator (Option 02) is active, the Start Frequency cannot be set >2.9 GHz. 
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A. DISPLAY INFORMATION 

Start Frequency removes Center Frequency and Frequency Span from the Display, if 
previously displayed. The START Frequency field above the left side of the graticule is 
highlighted and ready for edit upon accessing the Start Frequency Operation Screen. 
START, located on lower right side of graticule, indicates Start Frequency Operation 
Screen is accessed. The STOP Frequency field replaces the Frequency SPAN field above 
the right side of the graticule. 

Center Frequency and Frequency Span settings are restored when either the CENTER or 
SPAN FREQUENCY Key is pressed with the Start/Stop and Center/Span functions not 
coupled together. New Center Frequency and Frequency Span settings reflect new 
Start/Stop Frequency settings when either the CENTER or SPAN FREQUENCY Key is 
pressed with the Start/Stop and Center/Span functions coupled together. 

B. SOFT FUNCTION KEYS 

KEY _ DESCRIPTION _ 

FI MARKER 

Sets Start Frequency to lowest marker frequency, either at Marker 1 or Marker 2, if 
marker(s) are active. No label appears above FI if Marker 1 is not activated. 

F5 PREVIOUS 

Restores Start Frequency to previous Start Frequency entered prior to current Start 
Frequency, not considering frequency set using MARKER Soft Function Key FI. 

F6 CLEAR 

Aborts entry in process and restores Start Frequency to last entered setting. Label 
above F6 appears only when editing a parameter. 


3-19 




3-3-4 


STOP FREQUENCY OPERATION SCREEN 
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Figure 3-6 Stop Frequency Operation Screen 
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Pressing the STOP FREQUENCY Key displays the Stop Frequency Operation Screen. The Stop 
Frequency Operation Screen is used to enter the Stop Frequency for the Start/Stop function. The 
Stop Frequency ranges from the Start Frequency (ZERO Span) to 22.5 GHz for normal operation 
or Start Frequency to 1300 GHz with the External Mixer function activated. 

NOTE: The Stop Frequency cannot be set below Start Frequency or between the Start 
Frequency and the Start Frequency + 10 Hz. 

If Tracking Generator (Option 02) is active, the Start Frequency cannot be set >2.9 GHz. 
A. DISPLAY INFORMATION 

Stop Frequency removes Center Frequency and Frequency Span from the Display, if 
previously displayed. The STOP Frequency field above the right side of the graticule is 
highlighted and ready for edit upon accessing the Stop Frequency Operation Screen. 

STOP, located on lower right side of graticule, indicates the Stop Frequency Operation 
Screen is accessed. 
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B. SOFT FUNCTION KEYS 


KEY _ DESCRIPTION __ 

FI MARKER 

Sets Stop Frequency to highest marker frequency, either at Marker 1 or Marker 2, if 
marker(s) are active. No label appears above FI if Marker 1 is not activated. 

F5 PREVIOUS 

Restores Stop Frequency to previous Stop Frequency entered prior to current Stop 
Frequency, not considering frequency set using MARKER Soft Function Key FI. 

F6 CLEAR 

Aborts entry in process and restores Stop Frequency to last entered setting. Label 
above F6 appears only when editing a parameter. 
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3-3-5 ATTENUATION AMPLITUDE OPERATION SCREEN 
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Figure 3-7 Attenuation Amplitude Operation Screen 

Pressing the ATTEN AMPLITUDE Key displays the Attenuation Amplitude Operation Screen. The 
Attenuation Amplitude Operation Screen provides for direct entry of internal Attenuation when not 
coupled with the reference level. Attenuation ranges from 0 to 60 dB in 10 dB steps (limited to 
20 dB steps in FFT mode). Attenuation cannot be set lower than the MINIMUM ATTENUATION 
(internal) limit set in the General Options Screen, accessed from the Analyzer Utility Menu. 

A. DISPLAY INFORMATION 

After pressing the COUPLE Soft Function Key FI to deselect the couple function (not 
highlighted), the ATTEN (Attenuation) field on the top right side of the Display is 
highlighted and ready for edit. The AM/FM Receiver mode (DEMOD Key) automatically 
uncouples attenuation (reference level not used). ATTEN, located on the lower right side 
of the Display, indicates the Attenuation Amplitude Operation Screen is accessed. 
Attempting to set the internal attenuation below the MINIMUM ATTENUATION limit causes 
INVALID ENTRY to appear in the Message field. 

B. SOFT FUNCTION KEYS 

KEY _ DESCRIPTION _ 

F2 COUPLE 

Highlighted and automatically selected as default for normal operation. Couples 
internal attenuation to the reference level set in the Reference Amplitude Operation 
Screen and prevents edits to internal attenuation when active. Deactivating COUPLE 
allows edits to the Attenuation field. 

F6 CLEAR 

Aborts entry in process and restores attenuation to last entered setting. Label above 
F6 appears only when editing a parameter. 
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3-3-6 REFERENCE AMPLITUDE OPERATION SCREEN 
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Figure 3-8 Reference Amplitude Operation Screen 
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Pressing the REF AMPLITUDE Key displays the Reference Amplitude Operation Screen. The 
Reference Amplitude Operation Screen provides for direct entry of the top of scale reference 
level. The reference level is set from -85.0 to +30.0 dBm in 0.1 dB steps. Internal gain and 
attenuation are automatically adjusted according to reference level setting during normal 
operation. Uncoupling internal attenuation from the reference level in the Attenuation Amplitude 
Operation Screen limits the reference level setting according to the manually adjusted internal 
attenuation level. Refer to Table 3-1. The reference level is limited to -40 to +40 dBm in the FFT 
mode with signals through the EXTERNAL INPUT Connector. 

If the Resolution Bandwidth is >10 MHz, the coupled reference level range is 100 nW to 100 mW 
or 2.2 mV to 7.0 V depending on Linear display mode Units selected in the Scale Amplitude 
Operation Screen. Regular Linear display mode reference level range is 3.1 pW (316.2 fW, 
uncoupled/0 dB attenuation) to 10 W or 12.5 pV (3.9 pV, uncoupled/0 dB attenuation) to 22.3 V. 

In the AM/FM Receiver mode (DEMOD Key), internal gain (not reference level) is set from -10.0 
to 65.0 dB in 0.1 dB steps. 


MANUAL 

ATTENUATION 

REFERENCE 

LEVEL 

MANUAL 

ATTENUATION 

REFERENCE 

LEVEL 

0 dB 

-95 to -20 dBm 

40 dB 

-55 to +20 dBm 

10 dB 

-85 to -10 dBm 

50 dB 

-45 to +30 dBm 

20 dB 

-75 to 0 dBm 

60 dB 

-35 to +30 dBm 

30 dB 

-65 to +10 dBm 



Table 3-1 Reference Level Limitation with Attenuation Uncoupled 
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A. DISPLAY INFORMATION 

The REF field on the right side of the Display is highlighted and ready for edit upon 
accessing the Reference Amplitude Operation Screen. REF, located on the lower right 
side of the Display, indicates the Reference Amplitude Operation Screen is accessed. The 
Amplitude Scale on the left side of the Display, automatically changes to reflect the REF 
field values. Settings in the Attenuation and Scale Amplitude Operation Screens also 
affect the Amplitude Scale. When the AM/FM Receiver mode is active, the GAIN field 
replaces the REF field on the right side of the Display and allows entry of receiver IF gain. 


Letters to the right of the REF field value indicate the linear unit prefix corresponding to 
the units scale, shown as a power of 10 displayed below the Units field (upper left side of 
Display). Refer to Table 3-2. 


LETTER 

PREFIX 

mm 

LETTER 

PREFIX 

10* 

LETTER 

PREFIX 

10 E 

m 

mil li 

E-3 

n 

nano 

E-9 

f 

femto 

E-15 

u 

micro 

E-6 

p 


E-12 

a 

atto 

E-18 


Table 3-2 Scale Unit Prefixes and Display Indications 


B. SOFT FUNCTION KEYS 

KEY DESCRIPTION 


FI OFFSET 

Deactivates INT Soft Function Key F2 and allows edits to the OFFSET field in the 
lower right side of the Display. The offset (from -99.9 to +99.9 dB) adjusts the 
reference level to compensate for the gain or loss of external amplifiers or devices. 
The offset tracks through all subsequent control changes until set to 0.0 dB. An 
external offset factor other than 0.0 dB is indicated with /£ after the Units in the 
upper left side of the Display. 

When operating with the Trace Reference function active (TRACE Soft Function Key 
F5 highlighted) the offset range is -40 to +40 dB in 1 dB steps. 

F2 INT 

Deactivates OFFSET Soft Function Key FI and allows edits to the REF field. The 
REF field value controls internal attenuation and gain to set the top of scale level. 

F3 PS AUTO 

Activates automatic preselector peaking. The preselector function only operates and 
F3 label only appears when the Center or Start Frequency is >2.9 GHz. 

NOTE: The preselector filter allows only a narrow band of frequencies to enter the 
2390A mixers. The preselector eliminates spurious responses and prevents 
unwanted mixing products from appearing on the Display. Peaking moves 
the sweeping preselector filter to provide the maximum response to the input 
signal. Periodic peaking is recommended to obtain an accurate amplitude 
measurement in the microwave frequency bands. 

F4 PS MAN 

Allows manual control of the preselector. The t and i Keys or DATA SCROLL 
Spinner peaks the preselector. The preselector function only operates and F4 label 
only appears when the Center or Start Frequency is >2.9 GHz. 
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KEY 


DESCRIPTION 


F5 TRACE 

Activates or deactivates Trace Reference function. The Trace Reference function 
displays the algebraic difference between the live trace and the top recalled trace or 
itself, if no recalled trace is displayed. All traces are removed and only the algebraic 
difference trace is shown on the Display. The Amplitude Scale and Units are 
changed to show algebraic difference in dB using current Logarithmic display mode 
scale or 10 dB/Div if 2390A is in Linear display mode. Scale, displayed in upper 
right corner of the graticule, indicates the recalled trace has different display and 
scale settings than the live trace. 

F6 CLEAR 

Aborts entry in process and restores gain to last entered setting. Label above F6 
appears only when editing a parameter. 
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Figure 3-9 Bandwidth Amplitude Operation Screen 
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Pressing the BW AMPLITUDE Key displays the Bandwidth Amplitude Operation Screen. The 
Bandwidth Amplitude Operation Screen provides for direct entry of desired Resolution Bandwidth 
(RBW), Video Bandwidth (VBW), automatic coupling control or Quasi-Peak Detector operation (if 
Option 08 is installed). Selected RBW is 3 Hz, 10 Hz, 30 Hz, 100 Hz, 200 Hz (Option 08), 300 
Hz, 1 kHz (Option 08), 3 kHz, 9 kHz (Option 08), 30 kHz, 120 kHz (Option 08), 300 kHz, 1 MHz 
(Option 08), 5 MHz, 10 MHz or 30 MHz. RBW is limited to 3, 10, 30 or 100 Hz in FFT mode. 
Setting the RBW 510 MHz automatically selects the Linear display mode using the Units selected 
in the Scale Amplitude Operation Screen. 

A. DISPLAY INFORMATION 

The RBW (Resolution Bandwidth) field on the right side of the Display is highlighted and 
ready for edit upon accessing the Bandwidth Amplitude Operation Screen. The VBW 
(Video Bandwidth) field on the right side of the Display is highlighted and ready for edit 
upon accessing F3 of the Soft Function Keys. RBW, located on the lower right side of the 
Display, indicates the Bandwidth Amplitude Operation Screen is accessed. The value in 
the SWEEP Time field on the right side of the Display depends on the RBW and VBW 
selections if the Sweep Time Couple function is active (normally active by default). Refer 
to Appendix B for optimization tables. If the selected RBW or VBW setting uncalibrates the 
Display, the screen displays UNCAL, highlighted in the Message field. Increasing the 
RBW greater than or equal to 10 MHz causes the screen to display LINEAR, highlighted in 
the Message field to indicate the active Linear display mode. 
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B. SOFT FUNCTION KEYS 

KEY DESCRIPTION 


FI RBW 

Accesses and highlights RBW field for editing, removing highlight from VBW field. 
Allows entry of the RBW. 

F2 CPLRBW 

Activates automatic optimization algorithm to couple RBW settings to Frequency 
Span controls. The Resolution Bandwidth Couple function is normally activated. 

When the Resolution Bandwidth Couple function is deactivated, the RBW is in 
manual control and not affected by Frequency Span settings. Manual control is 
indicated with an m, displayed to the right of the RBW field title. 

F3 VBW 

Accesses and highlights VBW field for editing, removing highlight from RBW field. 
Activates video filters, allowing entry of the Video Bandwidth (10 Hz, 100 Hz, 1 kHz, 
10 kHz, 100 kHz, 1 MHz or None). Setting the VBW field to NONE deactivates 
internal video filters. The Video Bandwidth cannot be manually adjusted in FFT 
mode. 

F4 CPL VBW 

Activates automatic optimization algorithm to couple VBW settings to Frequency 
Span controls. The Video Bandwidth Couple function is normally activated. When 
the Video Bandwidth Couple function is deactivated, the VBW is in manual control 
and not affected by Frequency Span settings. Manual control is indicated with an m, 
displayed to the right of the VBW field title. 

F5 QPEAK 

Activates Quasi-Peak Detector. Activating the Quasi-Peak Detector function sets the 
2390A to Linear display mode and limits RBW to 200 Hz, 9 kHz or 120 kHz. 
Deactivating the Quasi-Peak Detector function restores the display mode, RBW and 
Amplitude Scale to previous settings. The Quasi-Peak Detector function operates 
and the label above F4 appears only when Option 08 (Quasi-Peak Detector) is 
installed. Refer to 7-2 for Quasi-Peak Detector operation. 

F6 CLEAR 

Aborts entry in process and restores RBW or VBW to last entered setting. Label 
above F6 appears only when editing a parameter. 
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Figure 3-10 Scale Amplitude Operation Screen 
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Pressing the SCALE AMPLITUDE Key displays the Scale Amplitude Operation Screen. The Scale 
Amplitude Operation Screen provides for direct entry of desired Amplitude Display Scales and 
Units. Amplitude Scale selection is 1, 2, 5 or 10 dB per division for normal analyzer operation. 
Amplitude Scale selection is from 5 mV to 5 V in 1-2-5 sequence per division in Scope mode. 

A. DISPLAY INFORMATION 

The SCALE field on the lower right side of the Display is highlighted and ready for edit 
upon accessing the Scale Amplitude Operation Screen. SCALE, located on the lower right 
side of the Display, indicates the Scale Amplitude Operation Screen is accessed. The 
Amplitude Scale on the left side of the Display and Units on the upper left side of the 
Display, change automatically to reflect the display mode and SCALE field value. Settings 
in Attenuation and Reference Amplitude Operation Screens also affect the Amplitude 
Scale. 

B. SOFT FUNCTION KEYS 

KEY DESCRIPTION_ 


FI LOG 

Selects Logarithmic display mode, deactivating Linear or Enhanced Logarithmic 
display modes. Deactivates demodulation Scale field, if active, and allows entry of 
SCALE field setting. 








KEY 


DESCRIPTION 


F2 LINEAR 

Selects Linear display mode. The top of screen reference level (value shown on the 
upper left side of the Display) is adjusted in the Reference Amplitude Operation 
Screen. 

F4 ENHANCED 

Selects Enhanced Logarithmic display mode. Dynamic display range increases to 
120 dB, vertically scaling the graticule to 12 divisions at 10 dB/Div. The Enhanced 
Logarithmic function provides 40 dB extra range by adjusting internal attenuation and 
reference level according to ENHANCE SCALE PRIORITY setting in the General 
Options Screen, accessed from the Analyzer Utility Menu. 

CAUTION: SETTING THE ENHANCE SCALE PRIORITY TO ATTEN ONLY OR 

ATTEN THEN GAIN REMOVES ANY INTERNAL ATTENUATION SET 
<40 dB ABOVE MINIMUM INTERNAL ATTENUATION LIMIT. FOR 
SIGNALS >+20 dBm, MINIMUM INTERNAL ATTENUATION LIMIT MUST 
BE >10 dB OR TOTAL INTERNAL ATTENUATION MUST BE >50 dB. 

SETTING THE ENHANCE SCALE PRIORITY TO ATTEN ONLY OR 
ATTEN THEN GAIN AND INTERNAL ATTENUATION TO >0 dB ABOVE 
MINIMUM INTERNAL ATTENUATION LIMIT CAUSES A RELAY ON THE 
RF ATTENUATOR TO CONTINUALLY OPERATE. THE 2390A SHOULD 
NOT BE OPERATED WITH THOSE SETTINGS FOR EXTENDED 
PERIODS OF TIME TO PREVENT EXCESSIVE WEAR ON RELAY 
CONTACTS. 

The following messages appear in the top right half of the graticule when control 
settings do not allow increasing the dynamic range 40 dB: 

• REF (Reference level too low) 

ENHANCE SCALE PRIORITY is set to GAIN ONLY. The coupled reference level 
is set <-45 dBm or uncoupled reference level is set <-55 dBm. 

• ATTEN (Not enough internal attenuation) 

ENHANCE SCALE PRIORITY is set to ATTEN ONLY. The coupled reference level 
is set <+10 dBm or uncoupled internal attenuation is set <40 dB 

• ATTEN REF (Not enough internal attenuation and reference level too low) 

ENHANCE SCALE PRIORITY is set to ATTEN THEN GAIN. The coupled or 
uncoupled reference level is set <-55 dBm. 

F5 DEMOD 

Allows entry of Demodulation Scale and is available only when the User-Defined 
demodulation mode is selected in the AM/FM Receiver Operation Screen. The AM 
scale sets the percentage of modulation (10%, 20% or 50%) per division. The FM 
scale sets frequency per division from 1 kHz to 5 MHz in 1-2-5 sequence. 
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KEY 


DESCRIPTION 


F3 UNITS/ZERO 



Figure 3-11 Scale Amplitude LOG UNITS Soft Function Keys 
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Enters secondary labels for Soft Function Keys to set scale units according to 
display mode if Demodulation Scale is not active. 

With FM Demodulation Scale active and FM COUPLING set to DC in the General 
Options Screen (accessed from the Analyzer Utility Menu), the ZERO function zeros 
the FM Demodulation Screen (clears any dc offset). 

• Logarithmic or Enhanced Logarithmic display mode: 

FI dBm sets Units to decibels referenced to one mW (milliwatt). 

F2 dBmV sets Units to decibels referenced to one mV (millivolt). 

F3 dBuV sets Units to decibels referenced to one pV (microvolt). 

F6 RETURN returns to primary labels for Soft Function Keys. 



Figure 3-12 Scale Amplitude LINEAR UNITS Soft Function Keys 


• Linear display mode: 

FI WATTS sets Units to Watts. 

F2 uWATTS sets Units to pWatts (uW). 

F3 VOLTS sets Units to Volts. 

F4 uVOLTS sets Units to pVolts (uV). 

F6 RETURN returns primary labels for Soft Function Keys. 

The reference level and offset parameters set in the Reference Amplitude 
Operation Screen determine the power of 10 (E setting underneath the Units 
field) prefix. Refer to 3-3-6 and Table 3-2. 

F6 CLEAR 

Aborts entry in process and restores Scale to last entered setting. Label above F6 
appears only when an entry is in process. 
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Figure 3-13 Marker Mode Operation Screen 
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Pressing the MARKER MODE Key displays the Marker Mode Operation Screen. The Marker Mode 
Operation Screen provides for activation and control of marker(s) to help in various Display 
measurements. Marker positions are only changed when active and applicable edit field (Ml or 
M2) is highlighted (having edit control). The last marker position entered is retained upon 
deactivation. 


A. DISPLAY INFORMATION 

Marker fields, Ml and M2, are located below the graticule. Each marker field has two 
values. The first value indicates the amplitude of the signal at the marker position. The 
second value is the adjustable setting of the horizontal marker position. Ml (Marker 1) 
field, below the left side of the graticule, is activated, highlighted and ready for edit after 
pressing the MKR SEL Soft Function Key FI in the Marker Mode Operation Screen with no 
markers active. The last previously accessed field, Ml or M2 (Marker 2), is highlighted 
and ready for edit after pressing the MKR SEL Soft Function Key FI in the Marker Mode 
Operation Screen with marker(s) active. MARKER, located on lower right side of graticule, 
indicates the Marker Mode Operation Screen is accessed. Marker 1 is shown as a dashed 
line on the Display. Marker 2 is shown as a dotted line on the Display. Marker positions 
out of the Display area are indicated in the amplitude section of the marker field. ««« 
indicates the marker is off screen to the left. »»» indicates the marker is off screen to 
the right. 
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B. SOFT FUNCTION KEYS 

KEY _ DESCRIPTION 

FI MKR SEL 



Figure 3-14 Marker Mode MKR SEL Soft Function Keys 


Activates Marker 1, if inactive, and enters secondary labels for Soft Function Keys to 
provide access to the Marker Select functions. 

FI MKR 1 

Activates or deactivates Marker 1. Returns edit control to Marker 1 if edit 
control was previously with Marker 2. If Marker 1 is deactivated, Marker 2 is 
automatically deactivated, if previously active. 

F2 MKR 2 

Activates or deactivates Marker 2. Returns edit control to Marker 2 if edit 
control was previously with Marker 1. Marker 1, if inactive, is automatically 
activated. 

F3 SIG TRK 

Activates (if not active) and moves Marker 1 to Center Frequency (±1 graticule) 
if there is a signal exceeding the Peak Threshold Level (see F4 PK LVL under 
primary Marker Mode Operation Screen PK FUNC Soft Function Key F5). If 
Marker 1 is already on a displayed signal exceeding the Peak Threshold Level, 
the current Marker 1 signal moves to become the Center Frequency. 

F6 RETURN 

Returns primary Marker Mode Operation Screen labels for Soft Function Keys. 
F2 MKR -► PK 

Activates (if not active) and moves Marker 1 to the highest displayed signal 
exceeding the Peak Threshold Level (see F4 PK LVL under PK FUNC Soft Function 
Key F5). Moving Marker 1 to a located signal also activates the Peak Tracking 
function (see F5 PK TRK under PK FUNC Soft Function Key F5). 

F3 CF -» MKR1 

Sets Marker 1 frequency to Center Frequency. Label above F3 appears only when 
Marker 1 is active. 

F4 MKR REF 

Sets the reference level to the amplitude of Marker 1. Label above F4 appears only 
when Marker 1 is active. 
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KEY 


DESCRIPTION 


F5 PK FUNC 



Figure 3-15 Marker Mode PK FUNC Soft Function Keys 


Enters secondary labels for Soft Function Keys to provide access to Peak Search 
and Peak Tracking functions. No label appears above F5 if Marker 1 is not active or 
the Frequency Span is set to 0 Hz/Div. 

FI NEXT PK 

Moves Marker 1 to the second or next highest displayed signal exceeding the 
Peak Threshold Level and activates the Peak Tracking function. 

F2 <- PEAK 

Activates Left Peak Search function. Positions marker having edit control to the 
first displayed peak exceeding the Peak Threshold Level, left of current 
location. The Peak Search function only locates peaks SI/2 division higher than 
adjacent signal levels. After locating a peak. Peak Tracking starts. If the signal 
changes frequency, the Peak Tracking function repositions marker to the peak. 
Peak Tracking continues until the function is deactivated or signal fails Peak 
Tracking criteria. Pressing <- PEAK Soft Function Key F2 repeatedly, moves 
marker to successively lower frequency signal peaks within the displayed 
Frequency Span. When no signals above the Peak Threshold Level are found, 
the marker retains current position. 

F3 PEAK ->• 

Activates Right Peak Search function. Positions marker having edit control to 
the first displayed peak exceeding the Peak Threshold Level, right of the current 
location. The Peak Search function only locates peaks £1/2 division higher than 
adjacent signal levels. After locating a peak, Peak Tracking starts. If the signal 
changes frequency, the Peak Tracking function repositions marker to the peak. 
Peak Tracking continues until the function is deactivated or signal fails Peak 
Tracking criteria. Pressing PEAK —» Soft Function Key F3 repeatedly, moves 
marker to successively higher frequency signal peaks within the displayed 
Frequency Span. When no signals above the Peak Threshold Level are found, 
the marker retains current position. 

F4 PK LVL 

Allows edits to the Peak Threshold Level used in Peak Search functions. The 
Peak Threshold Level function displays a horizontal dashed line on the graticule 
indicating the current Peak Threshold Level. The Peak Threshold Level is 
adjusted to any displayed amplitude point using the DATA SCROLL Spinner or T 
and 1 Keys. 
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KEY 


DESCRIPTION 


F5 PK FUNC (continued) 


F5 PK TRK 

Manually activates or deactivates Peak Tracking function. Highlights to indicate 
Peak Tracking function is operating when either Left or Right Peak Search 
function is activated. Holds marker having edit control, on peak of displayed 
signal. If marker is positioned manually to a peak, Peak Tracking function is 
activated to keep marker tracking current peak. Peak must remain within 
graticule area for Peak Tracking function to operate. If peak amplitude falls 
below Peak Threshold Level or leaves graticule area, the Peak Tracking 
function is deactivated. Peak Tracking is only used with one marker at a time. 
Peak Tracking also does not function if peak amplitude drifts more than 
1/2 division between sweeps. 

F6 RETURN/CLEAR 


RETURN returns primary Marker Mode Operation Screen labels for Soft 
Function Keys. Active peak functions remain active. 

CLEAR aborts entry in process and restores parameter to last entered setting. 


F6 DELTA 



Figure 3-16 Marker Mode DELTA Soft Function Keys 
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Activates Marker 1, if needed, and a Delta Marker (replacing Marker 2 if displayed). 
Enters secondary labels for Soft Function Keys. The screen indicates the Delta 
Marker with a dotted line same as the replaced Marker 2. The AM field, displayed on 
the right side below the graticule contains two values. The first value indicates the 
difference in amplitude (y axis) between the displayed markers. The second value is 
the difference in frequency or time (x axis) between the displayed markers. Initial 
activation allows edits to the AM second value field. When active, the AM field is 
displayed in other operation screens. 

NOTE: If either marker is repositioned off screen, the amplitude section of the AM 
field displays »»». The frequency or time section of the AM field still 
maintains the current value difference between the markers. 

FI MV MKR1 

Returns edit control to Marker 1. Moving Marker 1 automatically moves the 
Delta Marker position as necessary to maintain a constant x axis separation 
between the markers. 
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KEY 


DESCRIPTION 


F6 DELTA (continued) 

F2 FIXED A 

Sets the current difference in frequency or time (x axis) between the displayed 
markers as a fixed value. The Fixed A function automatically gives edit control 
to the Delta Marker, moving Marker 1 position as necessary to maintain a 
constant x axis separation between the markers. The DATA SCROLL Spinner, 
DATA ENTRY Keypad, t and i Keys and and -> Keys can all be used to move 
the Delta Marker. The AM second value field initially indicates the movement 
factor before returning back to the fixed value. 

F4 A-»SPAN 

Sets the Frequency Span and Center Frequency by setting the Start Frequency 
to the left marker frequency and the Stop Frequency to the right marker 
frequency. The function only works in the frequency domain. If in the time 
domain, pressing the A-»SPAN Soft Function Key F4 automatically enters the 
frequency domain. 

F5 MKR 2/AM 

Deactivates the Delta function and returns edit control to Marker 2 (MKR 2) or 
reactivates the Delta function, allowing edits to the AM second value field (AM). 

F6 RETURN 

Returns primary Marker Mode Operation Screen labels for Soft Function Keys. 
The active Delta function remains active. 
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Figure 3-17 Sweep Mode Operation Screen 
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Pressing the SWEEP MODE Key displays the Sweep Mode Operation Screen. The Sweep Mode 
Operation Screen provides for direct entry of analyzer Sweep Time, automatic coupling control 
and Trigger functions. Sweep Time per division is set from 1 ms to 10 s in 1-2-5 sequence when 
the Frequency Span is >200 Hz/Div. In ZERO Span or during Scope operation. Sweep Time per 
division is adjustable from 200 ns to 10 s in 1-2-5 sequence. The 200 ns, 500 ns and 1 ps 
settings are displayed with reduced resolution. 


A. DISPLAY INFORMATION 

The SWEEP Time field on the right side of the Display indicates the current sweep time 
setting per division. SWEEP, located on the lower right side of the Display, indicates the 
Sweep Mode Operation Screen is accessed. The Sweep Time edit field below SWEEP is 
highlighted and ready for edit upon accessing the Sweep Mode Operation Screen. If 
selected Sweep Time setting uncalibrates the Display, UNCAL appears highlighted in the 
Message field. Also, below the Sweep Time edit field, the Display shows digital 
oversampling with 2 X OS, 4 X OS or 8 X OS indications. Refer to Appendix C for 
information on oversampling. 

B. SOFT FUNCTION KEYS 

KEY DESCRIPTION_ 


FI COUPLE 

Activates automatic optimization algorithm to couple Sweep Time settings to 
Frequency Span, RBW and VBW controls. The Sweep Time Couple function is 
normally activated. Refer to Appendix B for optimization tables. When the Sweep 
Time Couple function is deactivated, Sweep Time is in manual control and not 
affected by Frequency Span, RBW or VBW settings. Manual control is indicated with 
an m, displayed to the right of the SWEEP Time field title. 
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KEY 


DESCRIPTION 


F2 MODE 



Figure 3-18 Sweep Mode MODE Soft Function Keys 


Enters secondary labels for Soft Function Keys to provide access to the Sweep 
Trigger Modes. Sweep Trigger Modes are mutually exclusive. Only one Sweep 
Trigger Mode is active at one time. 

FI FREE 

Causes sweep to free run continuously. Trigger signals are ignored. Labels for 
F3 SOURCE and F4 TRIG in the Sweep Mode Operation Screen do not appear 
when FREE run is active. 

F2 AUTO 

Causes sweep to run when triggered or in the absence of an accepted trigger. 
Accepted triggers exceed the set Trigger Level and provide the correct slope 
according to selected trigger function. If an accepted trigger is not received 
within a time set by the Sweep Time, the 2390A internally triggers a sweep. 

F3 NORMAL 

Causes sweep to run only when triggered by an accepted trigger. The sweep 
runs once when accepted trigger is received. The Display is held until next 
acceptable trigger is received, overwriting data from previous sweep. 

F4 SINGLE 

Activates Single Sweep function. The 2390A runs a single sweep when an 
acceptable trigger signal is received and ARM Soft Function Key F5 is active. 
The Display is held until the Arming function is reactivated and an acceptable 
trigger received or another Sweep Mode is selected. 

F5 ARM 

Activates Arming function. Sets the Single Sweep function to look for an 
acceptable trigger. The Arming function stays active (F5 label highlighted) until 
an acceptable trigger is received or another Sweep Mode is selected. Pressing 
ARM Soft Function Key F5 when Arming function is active generates a manual 
trigger to initiate the sweep. The Arming function operates and the label above 
F5 appears only when SINGLE Soft Function Key F4 is active. 

F6 RETURN 

Returns primary Sweep Mode Operation Screen labels for Soft Function Keys. 
The current Sweep Mode remains active. 
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KEY 


DESCRIPTION 


F3 SOURCE 



Figure 3-19 Sweep Mode SOURCE Soft Function Keys 


Enters secondary labels for Soft Function Keys to provide access to the Trigger 
Sources. Trigger Sources are mutually exclusive. Only one Trigger Source is active 
at one time. 

FI VIDEO 

Sets the signal displayed on the Display as the sweep Trigger Source. 

F2 LINE 

Sets the ac line frequency as the sweep Trigger Source. 

F3 EXT FRNT 

Sets the signal received through the EXTERNAL INPUT Connector on the front 
panel as the sweep Trigger Source. 

NOTE: External front Trigger Source does not function if the EXTERNAL INPUT 
Connector is activated in the Auxiliary Mode Operation Screen (Scope 
or FFT mode). 

F4 EXT REAR 

Sets the signal received on pin 8 of the FUNCTION Connector on the rear panel 
as the sweep Trigger Source. 

F5 FILTER 

Allows selection of the frequency selectivity of the sweep trigger circuit. The 
Filter Select field appears on the lower right side of the Display. The T and i 
Keys or DATA SCROLL Spinner is used to select the filter (AC, DC, TV FIELD, 
LF REJ [low frequency reject], HF REJ [high frequency reject] or TV LINE). 

F6 RETURN 

Returns primary Sweep Mode Operation Screen labels for Soft Function Keys. 
The current Trigger Source and filter remain active. 
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KEY 


DESCRIPTION 


F4 TRIG 
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Figure 3-20 Sweep Mode TRIG Soft Function Keys 

Enters secondary labels for Soft Function Keys to provide access to the trigger 
functions. 

FI LEVEL 

Allows entry of the sweep Trigger Level according to Trigger Source. The 
sweep Trigger Level function operates and the label above FI only appears if 
VIDEO or EXT FRNT is the selected Trigger Source. 

If VIDEO is the Trigger Source, a horizontal dashed line appears on the 
graticule indicating the current Trigger Level. The Trigger Level is adjusted to 
any displayed amplitude point using the DATA SCROLL Spinner or t and I 
Keys. 

If EXT FRNT is the Trigger Source, the Trigger Level field appears on the lower 
right side of the Display. The DATA ENTRY Keypad or DATA SCROLL Spinner 
is used to set the Trigger Level to -2.5, -1.0, -0.5, 0.0, 0.5, 1.0 or 2.5 V. 

If EXT REAR is the Trigger Source, the Trigger Level is set at +2.5 V. 

F2 +SLOPE 

Selects rising edge or positive going signal to trigger sweep and is the normal 
sweep trigger operating mode. Sweep is generated when a positive going 
trigger signal passes through the Trigger Level setting. 

F3 -SLOPE 

Selects falling edge or negative going signal to trigger sweep. Sweep is 
generated when a negative going trigger signal passes through the Trigger 
Level setting. 
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KEY _ DESCRIPTION _ 

F4 TRIG (continued) 

F4 DELAY 

Allows entry of pretrigger or posttrigger delay in the Trigger Delay field, on the 
lower right side of the Display. The Trigger Delay is set from -300 (pretrigger) 
to +300 (posttrigger) divisions of the current Sweep Time units. Refer to Table 
3-2. The Display indicates the first 500 digitized points occurring after the 
Trigger Delay interval. If the Sweep Time is reduced, causing the Trigger Delay 
to go beyond the allowable range of ±300 divisions, the Trigger Delay 
automatically resets to the maximum range for the new Sweep Time. Trigger 
Delay range is limited to ±200 seconds at Sweep Times of 1 s or slower. The 
Trigger Delay function operates and label above F4 appears only when the 
2390A is in ZERO Span or Scope mode. Measurements made with markers are 
relative to the trigger point including Trigger Delay value. 

Continuous storage of digitized data, much wider than the Display window, 
allows precision viewing of the signal at different points in time by moving the 
time reference. Pretrigger sweeps view time before the signal. Posttrigger 
sweeps view signals past the time range of the Display. 


SWEEP 

TIME 

TRIGGER DELAY 
RANGE 

SWEEP 

TIME 

TRIGGER DELAY 
RANGE 

200 ns 

-600.0 to +600.0 ps 

2 ms 

-600.0 to +600.0 ms 

500 ns 

-600.0 to +600.0 ps 

5 ms 

-1.500 to +1.500 s 

1 |iS 

-600.0 to +600.0 ps 

10 ms 

-3.000 to +3.000 s 

2 ps 

-600.0 to +600.0 ps 

20 ms 

-6.000 to +6.000 s 

5 \LS 

-1.500 to +1.500 ms 

50 ms 

-15.00 to +15.00 s 

10 jis 

-3.000 to +3.000 ms 

100 ms 

-30.00 to +30.00 s 

20 jis 

-6.000 to +6.000 ms 

200 ms 

-60.00 to +60.00 s 

50 |is 

-15.00 to +15.00 ms 

500 ms 

-150.0 to +150.0 s 

100 ps 

-30.00 to +30.00 ms 

1 s 

-200.0 to +200.0 s 

200 ps 

-60.00 to +60.00 ms 

2 s 

-200.0 to +200.0 s 

500 [is 

-150.0 to +150.0 ms 

5 s 

-200.0 to +200.0 s 

1 ms 

-300.0 to +300.0 ms 

10 s 

-200.0 to +200.0 s 


Table 3-3 Trigger Delay Ranges 


F6 RETURN 

Returns primary Sweep Mode Operation Screen labels for Soft Function Keys. 
Current trigger functions remain active. 

F6 CLEAR 

Aborts entry in process and restores Sweep Time to last entered setting. Label 
above F6 appears only when an entry is in process. 
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Figure 3-21 Tracking Generator Mode Operation Screen 
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Pressing the GEN MODE Key displays the Tracking Generator Mode Operation Screen. The 
Tracking Generator Mode Operation Screen provides control of the Tracking Generator 
(Option 02) out the TRACKING GENERATOR Connector. The Tracking Generator Output Level is 
set from 0 to -70 dBm in 1 dB steps. The Tracking Generator Output Level is adjustable with the 
Tracking Generator On or Off. The Frequency Sweep Range (100 kHz to 2.9 GHz) of the 
Tracking Generator is controlled in the Frequency Operation Screens. Refer to 7-1 for Tracking 
Generator operation. 

A. DISPLAY INFORMATION 

The GEN (Tracking Generator Output Level) field, on the right side of the Display, is 
highlighted and ready for edit upon accessing the Tracking Generator Mode Operation 
Screen, if Option 02 is installed. GEN, located on the lower right side of the Display, 
indicates the Tracking Generator Mode Operation Screen is accessed. 

NOTE: Pressing the GEN MODE Key on a 2390A not equipped with the Tracking 
Generator Option 02 displays NOT INSTALLED in the Message field. 
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B. SOFT FUNCTION KEYS 

KEY _ DESCRIPTION __ 

FI ON 

Activates Tracking Generator. Highlights FI label and removes highlight from F2 
label. 

F2 OFF 

Deactivates Tracking Generator. Highlights F2 label and removes highlight from FI 
label. 

F3 AUTO 

Automatically tunes the Tracking Generator to correctly track the ANALYZER INPUT 
Connector signal. The Auto Tune function should be used when changing Frequency 
Spans and as needed to keep the Tracking Generator tuned. Label above F3 
appears only when the Tracking Generator is active. 

F4 NORMLZ 

Activates or deactivates Normalization function. The Normalization function, used 
with the TRACKING GENERATOR Connector connected to the ANALYZER INPUT 
Connector, sets the current trace to the top of scale 0 dB reference. The 
Nomalization function cancels out the frequency response of connectors and cables 
before testing a frequency selective device. Label above F4 appears only when the 
Tracking Generator is active. 

F6 CLEAR 

Aborts entry in process and restores Tracking Generator Output Level to last entered 
setting. Label above F6 appears only when editing a parameter. 
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Figure 3-22 Auxiliary Mode Operation Screen 
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Pressing the AUX MODE Key displays the Auxiliary Mode Operation Screen. The Auxiliary Mode 
Operation Screen provides access and control of auxiliary test functions and features: Frequency 
Counter, External Mixer, Low Frequency Spectrum Analyzer (FFT) and Digital Oscilloscope 
operation. 

A. DISPLAY INFORMATION 

AUX, located on lower right side of graticule, indicates the Auxiliary Mode Operation 
Screen is accessed. The Display changes according to auxiliary test functions activated. 

B. SOFT FUNCTION KEYS 

KEY DESCRIPTION 


FI COUNTER 

The Frequency Counter function improves frequency resolution and measurement 
accuracy at wide Frequency Span settings. When a Frequency Counter Resolution is 
selected, the Frequency Counter measurement is displayed in the CTR (Counter) 
field appearing at the top of the Display. If no markers are active, the Frequency 
Counter counts the Center Frequency. If only Marker 1 is active, the Frequency 
Counter counts the frequency of the signal at the Marker 1 position. If both markers 
are active, the Frequency Counter counts the frequency at the position of the marker 
having edit control. 

NOTE: The Frequency Counter gating interval affects the sweep repetition rate. 

If the active marker having edit control is positioned off screen, the Counter 

field displays.. The frequency count can only be made at a marker 

position displayed on the Display. 
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Figure 3-23 Auxiliary Mode Counter Operation Screen 
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F2 CTR RES 

Allows edits to the CTR RES (Counter Resolution) field on the lower right side of the 
Display. A valid entry selects a 1 Hz, 10 Hz, 100 Hz or 1 kHz Frequency Counter 
Resolution. 

F3 MIXER 

Enters secondary labels for Soft Function Keys to control the External Mixer 
function. The External Mixer function allows the 2390A, with an external mixer, to 
measure signals with higher frequencies than the 22 GHz range available through the 
ANALYZER INPUT Connector. The External Mixer function activates the EXTERNAL 
MIXER IF Connector and EXTERNAL MIXER LO Connector, deactivating the 
ANALYZER INPUT Connector and EXTERNAL INPUT Connector. Center Frequency 
ranges from 3 to 1300 GHz. Referencing the Center Frequency and Frequency 
Span, the External Mixer function adjusts the LO output through the EXTERNAL 
MIXER LO Connector to the external mixer, providing a fixed 410.7 MHz input 
through the EXTERNAL MIXER IF Connector. A compatible LO Harmonic, set in the 
External Mixer function, allows the 2390A to display and measure the original signal 
from the mixed down input signal. Activating the External Mixer function 
automatically switches Attenuation to External for setting the external mixer 
conversion loss factor and any other added external attenuation factors. 
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DESCRIPTION 


F3 MIXER (continued) 
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Figure 3-24 Auxiliary Mode External Mixer Operation Screen 
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FI ON +IF 

Activates External Mixer function and sets LO frequency above the receive 
frequency according to the LO Harmonic selected (RF+IF=LO) or deactivates 
External Mixer function. 


F2 ON -IF 

Activates External Mixer function and sets LO frequency below the receive 
frequency according to the LO Harmonic selected (RF+[-IF]=LO) or deactivates 
External Mixer function. 

F3 CON LOSS 

Allows edits to the ATTEN (Attenuation) field on the top right side of the 
Display. External attenuation, from 0 to 99.9 dB in 0.1, 1 or 10 dB steps, 
offsets the amplitude scale to compensate for mixer conversion loss or any 
other external attenuation factors. The offset value tracks through all 
subsequent control changes until external attenuation is set to 0.0 dB. An 
external attenuation factor other than 0.0 dB is indicated with /E after the Units 
in the upper left side of the Display and EXT after the Attenuation field. 
Entering the external conversion loss allows the 2390A to display accurate 
signal levels without having to manually figure in external attenuation. Label 
above F3 appears only when the External Mixer function (ON Soft Function Key 
FI or F2) is active. 
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KEY 


DESCRIPTION 


F4 SCOPE (continued) 

Activates Digital Oscilloscope function (Scope mode) through the EXTERNAL INPUT 
Connector. Enters the Auxiliary Mode Oscilloscope Operation Screen, setting the 
Frequency Span to 0 Hz/Div and Amplitude Scale Units to Volts. Signals received 
through the EXTERNAL INPUT Connector are digitized and displayed as time domain 
data. The Amplitude Scale per division ranges from 5 mV to 5 V in 1-2-5 sequence 
in the Scale Amplitude Operation Screen. Sweep Time ranges from 200 ns to 10 s in 
1-2-5 sequence in the Sweep Mode Operation Screen. Pressing ATTEN, REF or BW 
AMPLITUDE Key or any FREQUENCY Key deactivates Scope mode. 

FI AC 

Sets input coupling to ac. 

F2 DC 

Sets input coupling to dc. 

F3 GND 

Sets input coupling to ground. 

F4 SCOPE 

Deactivates Scope mode and returns to Auxiliary Mode Operation Screen. 

F5 V POS 

Allows edits to Amplitude Scale Offset. The V POS (Vertical Position) field for 
Amplitude Scale Offset appears below AUX\o the right of the graticule. 
Amplitude Scale Offset range is ±6 divisions in 1 division steps. 

F5 FFT 

Activates or deactivates Low Frequency (<24 kHz) Spectrum Analyzer operation (FFT 
mode) through the EXTERNAL INPUT Connector. The FFT mode limits Center 
Frequency range (50 Hz to 23 kHz), Frequency Span (>10 Hz/Div, <200 Hz/Div) and 
RBW (3, 10, 30 or 100 Hz). Center Frequency is limited by Frequency Span to keep 
0 Hz from displaying right of the left edge of the graticule or signals >24 kHz from 
displaying left of the right edge of the graticule. The VBW is not manually 
adjustable. Attenuation is set from 0 to 60 dB in 20 dB steps, if uncoupled. 

Reference level is set from -40 to +40 dBm in 0.1, 1 or 10 dB steps. Pressing 
START or STOP FREQUENCY Key; GEN MODE Key; ZERO Soft Function Key FI, 
BAND Soft Function Key F2 or FULL Soft Function Key F3 in Span Frequency 
Operation Screen or QPEAK Soft Function Key F3 in Bandwidth Amplitude Operation 
Screen deactivates FFT mode. 
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F5 FFT (continued) 


w 


// 


dBm CENTER 1.000 kHz SPAN lOOHz/DIV 

Oi 


-10 

-20 

-30 

-40 

-50 

-60 

-70 

-80 


HH 


b++ 





T 


k 





ATTEN 
20 dB 

REF 
0.0 dB 

RBW 
30 Hz 

VBW 
100 kHz 

SWEEP 

50ms/ 


DC 


FFT 


// 




Figure 3-26 Auxiliary Mode FFT Operation Screen 
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F5 FFT 

Deactivates FFT mode and returns to Auxiliary Mode Operation Screen. 

F6 CLEAR 

Aborts entry in process and restores parameter to last entered setting. Label above 
F6 appears only when editing a parameter. 
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B. SOFT FUNCTION KEYS 


KEY 

FI 


F2 


_ DESCRIPTION ____ 

PRINT 

Prints the current screen with Test Set identification through the RS-232, IEEE-488 
GPIB or PRINTER Connector. The Printer Options Screen, accessed from the 
Analyzer Utility Menu, sets the connector, configuration and type of printer. 

PLOT 



Figure 3-28 Copy Operation PLOT Soft Function Keys 


Enters secondary labels for Soft Function Keys to provide access to the selectable 
items to plot through the RS-232 (Serial) or IEEE-488 (GPIB) Connector. The plotter 
is selected in the RS-232 (Serial) or IEEE-488 (GPIB) Screen, accessed from the 
Analyzer Utility Menu. 

FI ALL 

Sends trace, graticule and scaling (setup parameters) to the plotting device. 

F2 TRACE 

Sends plot of only the trace (without the graticule and scaling) to the plotting 
device. Allows multiple traces to be plotted on previously plotted data. 

F3 GRAT 

Sends plot of only the graticule and scaling (without the trace) to the plotting 
device. 

F6 RETURN/ABORT 

RETURN returns primary Copy Operation Screen labels for Soft Function Keys. 

ABORT stops Plot function in process and resets plotting device. Label above 
F6 appears only when the Plot function has been activated. 
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3-3-15 DISPLAY OPERATION SCREEN 
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Figure 3-30 Display Operation Screen 
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Pressing the DISPLAY Key enters the Display Operation Screen. The Display Operation Screen 
allows changes to how the 2390A displays traces, providing useful measurement information. 
Trace Averaging, Hold functions, Limit Alarms and Limits Trace Creation function are accessed 
from the Display Memory Operation Screen. 

A. DISPLAY INFORMATION 

DSPL, located on the lower right side of the Display, indicates the Display Memory 
Operation Screen is accessed. 

B. SOFT FUNCTION KEYS 

All functions in the Display Memory Operation Screen may operate at the same time. 

KEY DESCRIPTION___ 


FI AVG 

Activates or deactivates the Trace Averaging function. The Trace Averaging function 
displays the average of two to 16 sweeps, depending on Average Number set with 
the AVG NO. Soft Function Key F2. 

F2 AVG NO. 

Allows edits to the AVERAGE Number field on the lower right side of the Display. 

The value from 2 to 16 in the AVERAGE Number field sets the Average Number used 
in the Trace Averaging function. 





KEY 


DESCRIPTION 


F3 HOLD 



Figure 3-31 Display Operation HOLD Soft Function Keys 


Enters secondary labels for Soft Function Keys to provide access to the Hold 
functions. 

FI MAX HOLD 

Activates or deactivates Maximum Hold function. The Maximum Hold function 
displays, in addition to the live trace, a trace representing the maximum signal 
level occurring over the displayed frequency span. The Maximum Hold trace 
continually changes as new maximum levels are set by the live signal. 

F2 MIN HOLD 

Activates or deactivates Minimum Hold function. The Minimum Hold function 
displays, in addition to the live trace, a trace representing the minimum signal 
level occurring over the displayed frequency span. The Minimum Hold trace 
continually changes as new minimum levels are set by the live signal. 

F3 FREEZE 

Freezes the current Maximum and/or Minimum Hold trace(s) (no more updating 
to the live trace) when activated (highlighted). Releases hold traces from 
frozen state when deactivated (not highted). Label above F3 only appears when 
the Maximum and/or Minimum Hold function(s) are active. 

F5 CLEAR 

Deactivates all active Hold functions and clears the Display of any hold traces. 
F6 RETURN 

Returns primary Display Operation Screen labels for Soft Function Keys. Any 
active Hold functions remain active. 

F4 ALARMS 

The Display Limit Alarms Operation Screen provides options for monitoring signal 
limits. The Limit Alarms verify the live signal stays within the limits defined by 
recalled Upper and/or Lower Limit traces. When a signal exceeds or falls below the 
defined limits, one or more Limit Alarms selected are activated. 

The Display indicates recalled limit traces (U for Upper Limit and L for Lower Limit) 
in the Trace Display Stack (see 3-3-18) located in the upper left corner of the 
graticule. If displaying more than one Upper or Lower Limit trace, the Limit Alarms 
use the traces closest to the top of the Trace Display Stack. Scale, displayed in 
upper right corner of the graticule, indicates recalled traces have different display 
and scale settings than the live trace. When Scale is displayed, some limit traces 
may not be shown accurately on the Display. 

Refer to 4-9-2 for recalling Limit trace(s). Refer to 4-9-1 for storing and designating 
traces as Upper or Lower Limit traces. 
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F4 ALARMS (continued) 
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Figure 3-32 Display Limit Alarms Operation Screen 


FI AUDIO 
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Activates or deactivates an audible alarm through the internal speaker when the 
live signal exceeds the displayed Upper Limit trace and/or Lower Limit trace. 


F2 STORE 


Stores live trace with time/date stamp in sequential, unprotected Memory 
Locations when the live signal exceeds the displayed Upper Limit trace and/or 
Lower Limit trace. Storing begins with the lowest unprotected Memory Location 
and terminates when all available Memory Locations are filled. 


F3 RELAY 


□ 


CAUTION: MAXIMUM CURRENT RATING OF FUNCTION CONNECTOR, PINS 
5 AND 13 IS 200 mA. MAXIMUM VOLTAGE RATING OF 
FUNCTION CONNECTOR, PINS 5 AND 13 IS 50 V (OPEN) OR 
1.2 V (CLOSED). EXCEEDING THESE RATINGS MAY RESULT IN 
DAMAGE TO THE 2390A. 

Activates external switching Relay function through FUNCTION Connector on 
rear panel. When the Relay function is active, a live trace exceeding a 
displayed Upper Limit trace causes the RLY DRV2 line on pin 13 to switch from 
high (open collector) to low. A live trace falling below a displayed Lower Limit 
trace causes the RLY DRV1 line on pin 5 to switch from high (open collector) to 
low. The pull down state on pins 13 and/or 5 starts at the end of the sweep that 
the displayed limits were exceeded and holds until the end of the first sweep 
that the live trace stays within the displayed limit trace(s). 
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DESCRIPTION 


F4 ALARMS (continued) 

F4 SRQ 

Generates a Service Request to a remote controller through the IEEE-488 GPIB 
Connector, when the live signal exceeds the displayed Upper Limit trace and/or 
Lower Limit trace. The live signal, exceeding the displayed Upper Limit trace 
and/or Lower Limit trace with SRQ Soft Function Key F4 active, also sets an 
internal status register. The internal status register information is retrieved 
through the IEEE-488 GPIB Connector or RS-232 Connector, when queried. 
Refer to the TMAC Users Manual (1002-2001-600) for more detailed information 
concerning remote operation and programming. 

F5 APPS 

Activates a user definable macro program when the live trace exceeds displayed 
limit trace(s). Label above F5 appears only when a macro program for the limits 
application has been loaded and assigned. Macro programs are loaded and 
assigned remotely. Refer to the TMAC Users Manual (1002-2001-600) for more 
detailed information concerning remote operation and programming. 

F6 RETURN 

Returns primary Display Operation Screen labels for Soft Function Keys. Any 
active Limit Alarms remain active. 
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Figure 3-33 Display Limits Trace Creation Screen 
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Enters the Display Limits Trace Creation Screen and secondary labels for Soft 
Function Keys. The Display Limits Trace Creation Screen allows creation of a new 
trace, using a live trace or previously recalled trace. 
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KEY 


DESCRIPTION 


F5 LIMITS (continued) 

The 2390A performs the Limits Trace Creation function on the live trace, if displayed. 
If not, the 2390A performs the Limits Trace Creation function on the top trace in the 
Trace Display Stack (see 3-3-18). The Limits Trace Creation function removes all 
other traces and markers, if active, from the Display. 

Refer to 4-9-3 for Creating Traces procedure. 

NOTE: Pressing any control causing the live trace to be displayed, overwrites the 
created trace data. Created trace data must be stored to prevent 
overwriting. 

FI YPOS 

Allows adjustments to the y axis position with the DATA SCROLL Spinner. A 
horizontal dashed line on the graticule indicates the current y axis position. 

The Y Axis Position field, first value below the left side of the graticule, displays 
the y axis position value using the current Amplitude Scale Units. 

Pressing YPOS Soft Function Key FI deactivates XPOS Soft Function Key F2, if 
active. The highlighted label for Soft Function Key FI and Y Axis Position field 
indicate a y axis position edit is in progress. 

Initial y axis position is the trace amplitude value at the left edge of the 
graticule. The y axis position automatically tracks the trace amplitude value 
when adjusting the x axis position, unless the y axis position has been adjusted 
off the trace. If the y axis position has been adjusted off the trace, all x axis 
positions have the adjusted y axis position value. Readjusting the y axis 
position to the trace, deactivates the y axis position edit at the intersection 
point with the displayed trace. Subsequent adjustment of the x axis position 
causes the y axis position to track the trace amplitude value. 

F2 XPOS 

Allows adjustments to the x axis position with the DATA SCROLL Spinner. A 
vertical dashed line on the graticule indicates the current x axis position. The X 
Axis Position field, second value below the left side of the graticule, displays 
the x axis position value using the current time or frequency units. 

Pressing XPOS Soft Function Key F2 deactivates YPOS Soft Function Key FI, if 
active. The highlighted label for Soft Function Key F2 and X Axis Position field 
indicate an x axis position edit is in progress. 

Initial x axis position is the left edge of the graticule. 

F3 SET 

Sets the current x and y axis position values into the Create Trace function. An 
intensified dot on the Display indicates the set position. Only one position at a 
time is set before initiating a Draw action. Moving the x and y axis positions 
and pressing the SET Soft Function Key F3 again prior to a Draw action, 
changes the set position and removes the old set position. 
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F5 LIMITS (continued) 

F4 DRAW 

Initiates the Draw action to create new trace data. A Draw action occurs in one 
of two ways depending on the last set x and y axis position values and current x 
and y axis position values. 

If the current x and y axis position values and the last set x and y axis position 
values are equal (same point), the Draw action replaces the trace amplitude 
value at the set x axis position with the new set y axis position value. A new 
trace segment is created by drawing straight lines from the trace amplitude 
value at the x axis position point before the set point (x-1 point) to the set point 
and from the set point to the trace amplitude value at the x axis position after 
the set point (x+1 point). 

If the current x and y axis position values and the last set x and y axis position 
values are not equal (different points), the Draw action replaces the trace 
amplitude values between the last set x axis position and the current x axis 
position with the new y axis position values derived from the straight linear 
interpolation between the set point and current point. A new trace segment is 
created by drawing straight lines from the trace amplitude value at the x axis 
position point before the set (or current) point (x-1 point) to the set (or current) 
point, from the set (or current) to the current (or set) point and from the current 
(or set) point to the trace amplitude value at the x axis position after the current 
(or set) point (x+1 point). 

F5 UNDO 

Undoes the last Draw action, restoring trace to levels displayed before the last 
Draw action was initiated. Label above F5 appears only after a Draw action has 
been initiated. 

F6 RETURN/CLEAR 

RETURN freezes the created limits trace and returns primary Display Operation 
Screen labels for Soft Function Keys. The frozen created limits trace must be 
stored in memory before entering any other operation screen (see 4-9-1 for 
Memory Storage). 

CLEAR aborts x and y axis position adjustments in progress. Aborting 
adjustments in progress resets the x and y axis positions to the last set 
positions. 

Current x and y position edits must be set or aborted and deactivated before a 
return to the Display Operation Screen can be initiated. 
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3-3-16 DEMOD OPERATION SCREEN 



Figure 3-34 Demod AM/FM Receiver Operation Screen 
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Pressing the DEMOD Key enters the Demod AM/FM Receiver Operation Screen. Accessing an 
AM/FM Receiver mode forces the Frequency Span to 0 Hz/Div at the current Center Frequency 
setting. Resolution Bandwidth, Video Bandwidth and Amplitude Scale and Units are set 
according to AM/FM Receiver mode selected. Pressing the active Receiver mode Soft Function 
Key or accessing the Frequency Span Operation Screen deactivates current Receiver mode and 
restores previous Frequency Span, Resolution Bandwidth, Video Bandwidth and Amplitude Scale 
and Unit settings. Accessing the Bandwidth Amplitude Operation Screen in any Receiver mode 
except User-Defined also deactivates current Receiver mode and restores previous control 
settings. If User-Defined mode is selected, the Bandwidth and/or Scale Amplitude Operation 
Screens may be accessed and edited. 

Refer to 4-5 for AM and FM measurements. 
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SOFT FUNCTION KEYS 
KEY 


DESCRIPTION 


FI AMI 

Activates or deactivates narrow band AM demodulation mode. Sets Resolution and Video 
Bandwidths to 3 kHz. Amplitude display indicates percent modulation at 50% per division 
from 0% to +200% for up modulation and 0% to -200% for down modulation. (-100% is 
zero power.) 

F2 AM2 

Activates or deactivates wide band AM demodulation mode. Sets Resolution Bandwidth to 
30 kHz and Video Bandwidth to 10 kHz. Amplitude display indicates percent modulation at 
50% per division from 0% to +200% for up modulation and 0% to -200% for down 
modulation. (-100% is zero power.) 

F3 FM1 

Activates or deactivates narrow band FM demodulation mode. Sets Resolution Bandwidth 
to 30 kHz and Video Bandwidth to 3 kHz. Amplitude display indicates frequency deviation 
at 2 kHz per division from 0 to ±8 kHz. 

F4 FM2 

Activates or deactivates wide band FM demodulation mode. Sets Resolution Bandwidth to 
300 kHz and Video Bandwidth to 10 kHz. Amplitude display indicates FM deviation at 
20 kHz per division from 0 to ±80 kHz. 

F5 USER 

Activates or deactivates User-Defined demodulation mode. Demodulation mode and units 
are selected in the Scale Amplitude Operation Screen. Resolution and Video Bandwidths 
are selected in the Bandwidth Amplitude Operation Screen. 
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Figure 3-35 Store Memory Operation Screen 
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Pressing the STORE Key freezes the current signal and settings on the Display and enters the 
Store Memory Operation Screen. The Store Memory Operation Screen controls storage of 
waveforms (traces) and control settings (setups). Contents in Memory Locations remain intact, 
when power is removed from the 2390A. Pressing any of the FREQUENCY Keys, AMPLITUDE 
Keys or MODE Keys resumes sweep operation. 

SOFT FUNCTION KEYS 

KEY DESCRIPTION____ 


FI TRACE 

Enters Store Trace Directory and secondary labels for Soft Function Keys. The Store 
Trace Directory displays a list of trace Memory Locations with protection designations, 
limit designations, time/date stamps and Storage Labels. The complete Store Memory 
function is accomplished in the Store Directory using the Soft Function Keys. The Memory 
Location is selected using the DATA SCROLL Spinner or T and i Keys. The Store 
Directory contains multiple pages. Selection is indicated by a cursor box around the 
Memory Location number. 

FI ENTER 

Stores currently frozen trace (live or created) in selected Memory Location, if 
unprotected, overwriting previously stored data. Selected protection designation, 
selected limit designation, time/date stamp and created Storage Label are saved with 
the trace. Refer to note under 3-3-13A for storing traces with hold functions active. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 
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DESCRIPTION 


FI TRACE (continued) 



Figure 3-36 Store Trace Directory 


F2 PROTECT 

Protects selected Memory Location from being overwritten by a subsequent Store 
Memory function. Protection designation is indicated with a P displayed before the 
time/date stamp. 

F3 UP LIM 

Designates currently frozen trace (live or created) as an Upper Limit trace for use in 
Limits functions. Memory Location is indicated as containing an Upper Limit trace with 
U displayed after the Memory Location number. 

NOTE: A trace Memory Location cannot be designated simultaneously as an Upper 
and Lower Limit trace. 

F4 LO LIM 

Designates currently frozen trace (live or created) as a Lower Limit trace for use in 
Limits functions. Memory Location is indicated as containing a Lower Limit trace with 
L displayed after the Memory Location number. 

NOTE: A trace Memory Location cannot be designated simultaneously as an Upper 
and Lower Limit trace. 





KEY 


DESCRIPTION 


FI TRACE (continued) 

F5 LABEL/MORE 

LABEL enters the LABEL field located in right half of graticule in the selected Memory 
Location line. Allows entry of up to 20 characters for an optional Storage Label. 
Storage Labels are created from the 26-letter alphabet in upper case, base 10 numbers 
and a space. Storage Labels are entered using the DATA SCROLL Spinner, t and i 
Keys and and -> Keys. Numeric Storage Labels may be entered using the DATA 
ENTRY Keypad. LABEL Soft Function Key F5 is pressed again to exit the LABEL field. 
Storage Labels are saved and trace is stored when ENTER Soft Function Key FI or xl 
Key is pressed. 

MORE, displayed only with Hold function (accessed from the Display Operation Screen) 
active, enters another set of labels for Soft Function Keys. 



Figure 3-37 Store Trace Directory MORE Soft Function Keys 


FI LABEL 

Functions same as LABEL Soft Function Key F5 when Hold function is inactive. 

F2 MAX HOLD 

Selects the displayed Maximum Hold trace to store in the currently selected 
Memory Location. The label above F2 appears only when the Maximum Hold 
function is active and the Display shows a Maximum Hold trace. 

F3 MIN HOLD 

Selects the displayed Minimum Hold trace to store in the currently selected 
Memory Location. The label above F3 appears only when the Minimum Hold 
function is active and the Display shows a Minimum Hold trace. 

F5 MORE 

Returns to the first set of Soft Function Keys in the Store Trace Directory. 

F6 RETURN/CLEAR 

RETURN returns to Store Memory Operation Screen with primary labels for Soft 
Function Keys. 

CLEAR aborts entries in progress. Moving cursor box to another Memory Location 
also aborts entries in process. 

F6 fr^TURN/CLEAR 

RETURN returns to Store Memory Operation Screen with primary labels for Soft 

Function Keys. 

\ 

CLEAR aborts entries in progress. Moving cursor box to another Memory Location also 
aborts entries in process. 
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DESCRIPTION 


F2 SETUP 



Enters Store Setup Directory and secondary labels for Soft Function Keys. The Store 
Setup Directory displays the list of setup Memory Locations with protection designations, 
time/date stamps and Storage Labels. Only basic operation and differences between the 
Soft Function Keys in the Store Trace and Store Setup Directories are described. 
Otherwise, operation is the same. 

FI ENTER 

Stores current control settings in selected Memory Location, if unprotected, overwriting 
previously stored data. Selected protection designation, time/date stamp and created 
Storage Label are saved with the setup. 

F2 PROTECT 

Protects selected Memory Location from being overwritten by a later Store Memory 
function. 

F5 LABEL 

Enters LABEL field, located in right half of graticule, in the selected Memory Location 
line. Allows entry of <20 characters for an optional Storage Label. 

F6 RETURN/CLEAR 

RETURN returns to Store Memory Operation Screen with primary labels for Soft 
Function Keys. 

CLEAR aborts entries in progress. Moving cursor box to another Memory Location also 
aborts entries in process. 
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Figure 3-39 Recall Memory Operation Screen 
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Pressing the RECALL Key displays the Recall Memory Operation Screen. The Recall Memory 
Operation Screen controls recall of stored waveforms (traces) and control settings (setups). 

A. DISPLAY INFORMATION 


The 2390A displays recalled traces with fields set to values as stored. Any protection 
designations ( P ), limit designations (Upper [U] or Lower [L]) and Storage Labels (top trace 
only) are displayed with the recalled Memory Location numbers in the Trace Display Stack. 
The Trace Display Stack is located in the upper left corner of the graticule. The last trace 
recalled or live trace, if displayed, is shown at the top of the Trace Display Stack. Control 
settings for the top trace are active as indicated on the Display. Scale, displayed in upper 
right corner of the graticule, indicates the recalled traces have different Display and scale 
settings. When Scale is displayed, only the top trace is shown accurately on the Display. 
Up to four traces, including the live trace, may be recalled and displayed at one time. 
Recalling a fifth trace removes the bottom trace in the Trace Display Stack. 

The first trace recalled removes the live trace from the Display. Pressing any of the 
FREQUENCY Keys, AMPLITUDE Keys or MODE Keys displays the live trace with current 
control settings and last three recalled traces. If four recalled traces were displayed, the 
bottom trace is removed from the Display. The Trace Display Stack is displayed until 
recalled traces are removed. 
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Figure 3*40 Recall Trace Directory 


Enters Recall Trace Directory and secondary labels for Soft Function Keys. The 
Recall Trace Directory displays the list of trace Memory Locations with protection 
designations, limit designations, time/date stamps and Storage Labels. Memory 
Locations are selected using the DATA SCROLL Spinner or T and X Keys. The 
Recall Directory contains multiple pages. Selection is indicated by a cursor box 
around the Memory Location number. 


FI ENTER 

Recalls selected Memory Location. 

F2 LIVE 

Recalls the current live trace indicated as Memory Location 0. 

F6 RETURN 

Returns to Recall Memory Operation Screen with primary labels for Soft 
Function Keys. 

F2 EDIT T 

Enters Edit Trace Directory and secondary labels for Soft Function Keys to edit 
contents of Memory Locations. The Edit Trace Directory displays the list of trace 
Memory Locations with protection designations, limit designations, time/date stamps 
and Storage Labels. The Soft Function Keys allow moving, copying and deleting the 
contents of Memory Locations. 
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Figure 3-41 Edit Trace Directory 
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FI MOVE 

Moves contents of one trace Memory Location into another Memory Location. 
MOVE Soft Function Key FI is pressed after selecting source Memory Location. 
MOVE FROM X TO (where X is selected source Memory Location) is displayed 
in lower left corner of Display. Selecting an unprotected Memory Location 
finishes the command: MOVE FROM X TO Y (where Y is selected destination 
Memory Location). Pressing highlighted MOVE Soft Function Key FI causes the 
CONFIRM Soft Function Key F4 label to appear. Pressing highlighted CONFIRM 
Soft Function Key F5 completes the Move function. The destination Memory 
Location is overwritten with the contents from the source Memory Location. The 
source Memory Location is cleared after the Move function. 

F2 COPY 

Copies contents of one trace Memory Location into another Memory Location. 
COPY Soft Function Key F2 is pressed after selecting source Memory Location. 
COPY FROM X TO (where X is selected source Memory Location) is displayed 
in lower left corner of Display. Selecting an unprotected Memory Location 
finishes the command: COPY FROM X TO Y (where Y is the selected destination 
Memory Location). Pressing highlighted COPY Soft Function Key FI causes the 
CONFIRM Soft Function Key F5 label to appear. Pressing highlighted CONFIRM 
Soft Function Key F5 completes the Copy function. The destination Memory 
Location is overwritten with the contents from source Memory Location. The 
contents of the source Memory Location are unchanged. 
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DESCRIPTION 


F2 EDIT T (continued) 

F3 DELETE 

Deletes contents of unprotected Memory Location. DELETE Soft Function Key 
F2 is pressed after selecting Memory Location. DELETE FROM X TO (where X 
is selected starting Memory Location) is shown in lower left corner of Display. 
Selecting an unprotected ending Memory Location finishes the command: 
CLEAR FROM X TO Y (where Y is selected ending Memory Location). Pressing 
highlighted DELETE Soft Function Key F3 causes the CONFIRM Soft Function 
Key F5 label to appear. Pressing highlighted CONFIRM Soft Function Key F5 
completes the Delete function. All unprotected Memory Locations between and 
including the selected starting and ending Memory Locations are cleared 
(contents deleted). 

F5 CONFIRM 

Verifies and activates Memory Location edit in progress. Confirm function 
operates and label above F5 appears only as the final step of Memory Location 
edits. 

F6 RETURN/CLEAR 

RETURN returns to Recall Memory Operation Screen with primary labels for 
Soft Function Keys. 

CLEAR aborts Memory Location edits in process. 

F3 SETUP 



Enters Recall Setup Directory and secondary labels for Soft Function Keys. The 
Recall Setup Directory displays the list of setup Memory Locations with protection 
designations, time/date stamps and Storage Labels. 
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KEY _ DESCRIPTION _ 

F3 SETUP (continued) 

FI ENTER 

Recalls selected Memory Location. 

F6 RETURN 

Returns to Setup Recall Memory Operation Screen with primary labels for Soft 
Function Keys. 

F4 EDITS 



Enters Edit Setup Directory and secondary labels for Soft Function Keys to edit 
contents of Memory Locations. The Edit Setup Directory displays the list of trace 
Memory Locations with protection designations, time/date stamps and Storage 
Labels. Soft Function Keys allow moving, copying and deleting the contents of 
Memory Locations. Only basic operation and differences between the Soft Function 
Keys in the Edit Trace and Edit Setup Directories are described. Otherwise, 
operation is the same. 

FI MOVE 

Moves contents of one setup Memory Location into another Memory Location. 
F2 COPY 

Copies contents of one setup Memory Location into another Memory Location. 
F3 DELETE 

Deletes contents of a selected sequential group of unprotected Memory 
Locations. 
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DESCRIPTION 


F3 EDIT S (continued) 

F5 CONFIRM 

Verifies and activates Memory Location edit in progress. 

F6 RETURN/CLEAR 

RETURN returns to Recall Memory Operation Screen with primary labels for 
Soft Function Keys. 

CLEAR aborts Memory Location edits in progress. 

F5 REMOVE 

Removes recalled traces from Display as selected by entering applicable two digit 
Memory Location numbers in the REMOVE TRACE field located in the lower right 
side of the Display. The Trace Display Stack rotates and control settings are 
changed accordingly. Label above F5 only appears when the Display shows one or 
more recalled traces. 

F6 LIVE/CLEAR 

LIVE returns live trace to the Display, removing the Trace Display Stack and all other 
recalled traces. The LIVE label above F6 only appears when the Display shows one 
or more recalled traces. 


CLEAR aborts Memory Location selection in process. 



3-3-19 APPLICATION OPERATION SCREENS 
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Figure 3-44 Application Operation Screen 
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Pressing the APPS Key enters the Application Operation Screen. The Application Operation 
Screen allows recall and operation of application programs from internal user memory and the 
predefined Bandwidth Application program. User-Defined application programs are activated 
using second level Soft Function Keys. The maximum size and number of application programs 
residing in memory at once are limited by the amount of available macro program memory. The 
2390A has 64 kilobytes of macro program memory available. User programs are entered via the 
RS-232 Connector or IEEE-488 GPIB Connector. Refer to the TMAC Users Manual (1002-2001- 
600) for programming application programs. 

A. DISPLAY INFORMATION 

APPS, located on the lower right side of the Display, indicates the Application Memory 
Operation Screen is accessed. 
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Figure 3-45 Macro Directory 
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Enters Macro Directory and secondary labels for Soft Function Keys. The Macro 
Directory displays the list of macro programs currently loaded into memory. 
Numbers from 1 to 5, located between the macro program number and the macro 
program name indicate a Soft Function Key assignment (shown and activated in the 
User-Defined Application Memory Operation Screen). Macro program names above 
the current Soft Function Key labels also indicate actual assignments in the User 
Defined Application Memory Operation Screen. 

The DATA SCROLL Spinner or t and 1 Keys select macro programs. Selection is 
indicated by a cursor box around the macro program number. Macro programs are 
listed in reverse chronological order from the time loaded into memory (most recent 
is 1). 

FI ENTER 


Enters Soft Function Key Assignment field for selected macro program. The 
DATA SCROLL Spinner or T and i Keys assign a Soft Function Key from 1 to 5 
or 0 (removes assignment) to a macro program. Pressing highlighted ENTER 
Soft Function Key FI completes the assignment. Refer to 4-10-1 for Assigning 
Macros From Front Panel procedure. 

F6 RETURN/CLEAR 

RETURN returns to Application Memory Operation Screen with primary labels 
for Soft Function Keys. 

CLEAR aborts macro program assignment in progress. 
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F2 BW 



Figure 3-46 Bandwidth Application Soft Function Keys 
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Enters secondary labels for Soft Function Keys for the Bandwidth Application 
program. The Bandwidth Application program uses Marker 1 and the Delta Marker 
(see 3-3-9) to identify and measure the absolute frequency or frequency separation 
at the 3, 6 or 60 dB points on the displayed signal trace. Measurements are made 
on the live or top recalled trace. The program does not operate on AM/FM Receiver 
or Scope mode traces. Marker status and SLOPE Soft Function Key F4 setting 
determine how the Bandwidth Application program operates. Refer to 4-8-1 for 
Bandwidth Application program operation. 

NOTE: The Bandwidth Application program does not reside in macro program 
memory. 

Continued pressing of Soft Function Key FI, F2 or F3 causes the markers to 
alternately pass over each other to the applicable level as edit control is 
exchanged between the markers. When no applicable level is found, both 
markers are removed from the Display. 

FI 3 dB 

Marker(s) Inactive: Activates and sets marker(s) to first 3 dB points on both 

sides below maximum trace level or above minimum 
trace level (according to +SLOPE/-SLOPE Soft Function 
Key F4 setting). Markers move and are active only when 
3 dB points are found. 

Marker(s) Active: Activates and sets marker without edit control to first 

3 dB point to the right of and above or below (according 
to +SLOPE/-SLOPE Soft Function Key F4 setting) the 
trace level at the marker with edit control position. 
Returns edit control to marker without edit control. If 
3 dB point is not found, marker without edit control is 
removed from the Display. Both markers are removed if 
Marker 1 is without edit control. 



V 


KEY _ DESCRIPTION 

F2 BW (continued) 

F2 6 dB 


Marker(s) Inactive: 

Activates and sets marker(s) to first 6 dB points on both 
sides below maximum trace level or above minimum 
trace level (according to +SLOPE/-SLOPE Soft Function 
Key F4 setting). Markers move and are active only when 
6 dB points are found. 

Marker(s) Active: 

Activates and sets marker without edit control to the first 
6 dB point to the right of and above or below (according 
to +SLOPE/-SLOPE Soft Function Key F4 setting) the 
trace level at the marker with edit control position. 
Returns edit control to marker without edit control. If 

6 dB point is not found, marker without edit control is 
removed from the Display. Both markers are removed if 
Marker 1 is without edit control. 

F3 60 dB 


Marker(s) Inactive: 

Activates and sets marker(s) to first 60 dB points on both 
sides below maximum trace level or above minimum 
trace level (according to +SLOPE/-SLOPE Soft Function 
Key F4 setting). Markers move and are active only when 
60 dB points are found. 

Marker(s) Active: 

Activates and sets marker without edit control to the first 
60 dB point to the right of and above or below (according 
to +SLOPE/-SLOPE Soft Function Key F4 setting) the 
trace level at the marker with edit control position. 
Returns edit control to marker without edit control. If 

60 dB point is not found, marker without edit control is 
removed from the Display. Both markers are removed if 
Marker 1 is without edit control. 

F4 +SLOPE/-SLOPE 



Toggles between +SLOPE and -SLOPE to set Search Slope. Bandwidth 
Application program operation depends on Search Slope setting. 

• +SLOPE 


Marker(s) Inactive: 


Marker(s) Active: 


Bandwidth Application program searches for first 3, 6 
or 60 dB points (according to Soft Function Key FI, 
F2 or F3 selection) on both sides below the maximum 
trace level. 

Bandwidth Application program searches for first 3, 6 
or 60 dB point (according to Soft Function Key FI, F2 
or F3 selection) to the right and above the trace level 
at the marker with edit control position. 
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F2 BW (continued) 

F4 +SLOPE/-SLOPE 
• -SLOPE 


Marker(s) Inactive: 


Marker(s) Active: 


F5 0 dB 


Bandwidth Application program searches for first 3, 6 
or 60 dB points (according to Soft Function Key FI, 
F2 or F3 selection) on both sides above the minimum 
trace level. 

Bandwidth Application program searches for first 3, 6 
or 60 dB point (according to Soft Function Key FI, F2 
or F3 selection) to the right and below the trace level 
at the marker with edit control position. 


Activates and sets marker without edit control to first point to the right of and 
equal to (0 dB point) the trace level at the marker with edit control position. 
Returns edit control to marker without edit control. If 0 dB point is not found, 
marker without edit control is removed from the Display. Both markers are 
removed if Marker 1 is without edit control. The 0 dB function operates and 
label above F5 appears only when one or both markers are active. 

F3 MACRO 

Enters the Macro Operation Screen with secondary labels for Soft Function Keys. 
The Macro Operation Screen provides access to assigned macro programs loaded 
into memory. Pressing assigned Soft Function Keys activate the associated macro 
programs. Refer to 4-10-2 for Operating Macros From Front Panel procedure. Refer 
to the TMAC Users Manual (1002-2001-600) for programming application programs. 

C. APPLICATION NOTES: 


NOTE: Space is provided to note User-Defined application programs and definition of Soft 
Function Keys. 
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3-3-20 ANALYZER UTILITY MENU AND SCREENS 
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Figure 3-47 Analyzer Utility Menu 


Pressing the UTILITY Key removes all displayed traces and enters the Analyzer Utility Menu. 

The Analyzer Utility Menu provides access to connector setups, configuration options, memory 
protection control, time/date edits, calibrations and self tests. Calibrations and self tests are 
entered by pressing Soft Function Keys. Other Analyzer Utility functions are entered through the 
displayed menu list. Menus and menu items are accessed by selecting desired submenu or item 
using t and i Keys, DATA ENTRY Keypad or DATA SCROLL Spinner. A cursor box around the 
menu or item number indicates selection. Pressing ENTER Soft Function Key FI accesses the 
selected menu or item field. Pressing the UTILITY Key or any of the MODE Keys, FREQUENCY 
Keys or AMPLITUDE Keys exits the Analyzer Utility Menu and restores previous settings. 
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Figure 3-48 RS-232 (Serial) Screen 
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The RS-232 (Serial) Screen allows edits to the RS-232 Connector interface settings. Refer 
to Section 6 for operation procedures. The T and i Keys or DATA SCROLL Spinner 
selects interface parameters. The RS-232 (Serial) Screen uses three Soft Function Keys: 

FI ENTER 

Enters or exits (saving the edit) the selected item field. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN/CLEAR 

RETURN returns to the Analyzer Utility Menu. 

CLEAR aborts an interface parameter edit in process. 

ITEM DESCRIPTION 


1. OPERATION MODE 

Selects OFF, HOST (remote control of 2390A) or PLOTTER (to send a plot to HPGL 
compatible plotter) for RS-232 operating mode. 

NOTE: PLOTTER does not appear if PLOTTER (HPGL) is selected for OPERATION 
MODE in Analyzer Utility Menu IEEE-488 (GPIB) Screen. 

2. BAUD RATE 

Selects rates of 110, 150, 300, 600, 1200, 2400, 4800, 9600, 19200 or 38400 bps. 

3. DATA BITS 

Selects number of data bits per word, 7 or 8. 
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DESCRIPTION 


4. STOP BITS 

Selects number of stop bits per word, 1 or 2. 

5. PARITY 

Selects parity check mode. Selection is NONE, ODD or EVEN. 

6. HANDSHAKE 

Selects handshake mode. Selection is NONE, CTS/RTS (hardware) or XON/XOFF 
(software). 

NOTE: HANDSHAKE should be set to NONE or XON/XOFF when nothing is 
connected to RS-232 Connector. 

7. RCI ECHO 

Enables (ON) or disables (OFF) RCI echo. 

8. RCI CONTROL 

Activates (ENABLE) or deactivates (DISABLE) RCI control. 
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Figure 3-49 IEEE-488 (GPIB) Screen 
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The IEEE-488 (GPIB) Screen allows edits to the IEEE-488 GPIB Connector operating 
mode, address settings and RCI Control. Refer to Section 6 for operation procedures. 

The t and I Keys or DATA SCROLL Spinner selects mode, address and RCI Control 
parameters. The IEEE-488 (GPIB) Screen uses three Soft Function Keys: 

FI ENTER 

Enters or exits (saving the edit) the selected item field. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN/CLEAR 

RETURN returns to the Analyzer Utility Menu. 

CLEAR aborts an operating mode or address parameter edit in process. 

ITEM _ DESCRIPTION _ 

1. OPERATION MODE 

Selects OFF, TALK/LISTEN, TALK ONLY, LISTEN ONLY or PLOTTER (HPGL) for 
GPIB operating mode. 

NOTE: PLOTTER (HPGL) does not appear if PLOTTER is selected for OPERATION 
MODE in Analyzer Utility Menu RS-232 (SERIAL) Screen. 

2. ADDRESS 

Selects address from 0 to 31 for GPIB bus operation. 

3. RCI CONTROL 

Activates (ENABLE) or deactivates (DISABLE) RCI control. 


3-80 




C. GENERAL OPTIONS SCREEN 






GENERAL OPTIONS 


n 

FFT WINDOW TYPE 

UNIFORM 

2. 

MINIMUM ATTENUATION 

0 

3. 

ENAHANCE SCALE PRIORITY 

GAIN ONLY 

4. 

AMPLITUDE CORRECTION 

HIGH SPEED 

5. 

TIME CALIBRATION 

ENABLE 

6. 

REFERENCE 

INT 

7. 

GRATICULE MINOR MARKS 

OFF 

8. 

FM COUPLING 

DC 


5 Deg.C 


/4 




Figure 3-50 General Options Screen 
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The General Options Screen allows edits to general operation parameters. The T and 1 
Keys or DATA SCROLL Spinner selects parameters. The General Options Screen uses 
three Soft Function Keys: 

FI ENTER 


Enters or exits (saving the edit) the selected item field. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN/CLEAR 

RETURN returns to the Analyzer Utility Menu. 

CLEAR aborts an operation parameter edit in process. 

ITEM DESCRIPTION 


1. FFT WINDOW TYPE 

Selects data window function used with the 3 to 100 Hz digital RBW filters when 
operating in the FFT mode (see 3-3-12). The data window function selected depends 
on the type of signal and desired display characteristics. Selection is UNIFORM 
(Dirichlet or rectangular), BARTLETT (Fejer or triangular), BLACKMAN, BLACKMAN- 
HARRIS, HAMMING, HANN (Hanning), or NUTTALL. See Appendix D. 

NOTE: The 2390A requires 5 to 10 seconds to display the signal after changing the 
FFT WINDOW TYPE. WAIT in the Message field indicates the delay. 
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ITEM 


DESCRIPTION 


2. MINIMUM ATTENUATION 

Selects the Minimum Internal Attenuation Limit. Internal attenuation, set in the 
Attenuation Amplitude Screen, cannot be adjusted below the Minimum Internal 
Attenuation Limit. Selection range is from 0 to 60 dB in 10 dB steps. 

3. ENHANCE SCALE PRIORITY 

Selects the internal gain and attenuation switching when the Enhanced Logarithmic 
display mode is active (see 3-3-8). Enhanced Logarithmic display mode increases 
dynamic display range to 120 dB at 10 dB/Div by switching in 40 dB of attenuation 
(ATTEN ONLY), 40 dB of gain (GAIN ONLY) or a combination (attenuation first and 
then gain, if needed [ATTEN THEN GAIN]) to provide the additional 40 dB of range. 

4. AMPLITUDE CORRECTION 

Selects digitizer mode of operation (HIGH SPEED or CALIBRATED) for Frequency 
Spans above 200 Hz/Div. HIGH SPEED digitizes trace data using the high speed 
25 MHz flash converter. HIGH SPEED provides a high sweep repetition rate at 
reduced accuracy for Frequency Spans above 1 MHz/Div. CALIBRATED digitizes 
trace data using the high resolution 100 kHz digitizer. CALIBRATED provides 
maximum measurement accuracy at reduced sweep repetition rates. 

5. TIME CALIBRATION 

Activates (ENABLE) or deactivates (DISABLE) internal automatic calibrations. 
Internal automatic calibrations are performed every five minutes when activated. 

Setting TIME CALIBRATION to ENABLE moves the cursor box to the temperature 
change field. The temperature change field determines the amount of internal 
temperature change required to initiate the automatic calibration. The temperature 
change field ranges from 2° to 10° C in 1° increments. 

NOTE: Internal automatic calibrations may interfere with some measurements. In a 
stable temperature environment, deactivating the TIME CALIBRATION may 
be preferable. Manually activating the TIME CALIBRATION periodically is 
strongly recommended for consistent operation. 

The TIME CALIBRATION is manually activated one time by: 

• Entering the General Options Screen, 

• Setting TIME CALIBRATION to ENABLE, 

• Exiting from both the General Options Screen and Analyzer Utility Menu, 

• Waiting for CAL to appear and disappear in the Message field, 

• Reentering the Analyzer Utility Menu General Options Screen, 

• Setting TIME CALIBRATION to DISABLE, 

• Exiting from both the General Options Screen and Analyzer Utility Menu. 

6. REFERENCE 

Selects system time base reference, internal (INT) or external (EXT). The external 
V reference requires a 10 MHz signal applied to the EXT REF IN Connector. 



ITEM 


DESCRIPTION 


7. GRATICULE MINOR MARKS 

Controls activation of the graticule minor marks on the Display. OFF displays no 
minor marks, VERTICAL displays only the y scale minor marks, HORIZONTAL 
displays only the x scale minor marks or BOTH displays x and y scale minor marks. 

8. FM COUPLING 

Selects coupling (AC or DC) when operating in FM demodulation modes. DC 
displays the absolute carrier and is useful for looking at frequency hopping devices 
or FM digital with data rates <10 Hz. AC, the default used for regular FM audio 
signals, displays relative frequency. 
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Figure 3-51 Keyboard Options Screen 

The Keyboard Options Screen allows edits to Keyboard operation parameters. The t and 
1 Keys or DATA SCROLL Spinner selects parameters. The Keyboard Op'tions Screen uses 
three Soft Function Keys: 

FI ENTER 

Enters or exits (saving the edit) the selected item field. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN/CLEAR 

RETURN returns to the Analyzer Utility Menu. 

CLEAR aborts an operation parameter edit in process. 

ITEM _ DESCRIPTION _ 

1. KEYBOARD CLICK 

Enables (ENABLE) or disables (DISABLE) annunciator beep when any front panel 
key is pressed. 

2. SPINNER CLICK 

Enables (ENABLE) or disables (DISABLE) annunciator beep when DATA SCROLL 
Spinner is adjusted. 

3. AUTO REPEAT 

Enables (ENABLE) or disables (DISABLE) ability to press and hold down a key for 
multiple input. 
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ITEM 


DESCRIPTION 


4. REPEAT DELAY 

Sets delay between pressing a key and when input is repeated if key is held down 
with AUTO REPEAT set to ENABLE. The delay is set from 1 to 10 in 200 ms 
increments (200 ms to 2 s). Default 0 is 800 ms. 

5. REPEAT RATE 


Sets time period for each subsequent repetition of key input when key is held down 
with AUTO REPEAT set to ENABLE. The repetition period is set from 0 (100 ms) or 
1 to 10 in 200 ms increments (200 ms to 2 s). The default is 0. 

6. PRESET CONFIRM 

Enables (ENABLE) or disables (DISABLE) the CONFIRM Soft Function Key F5 to 
verify setting the 2390A to the preset factory defaults. 
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E. VERSION NUMBER SCREEN 
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The Version Number Screen displays numbers of firmware versions currently installed in 
the 2390A. The Version Number Screen uses one Soft Function Key: RETURN Soft 
Function Key F5 returns to Analyzer Utility Menu. 

The Version Number Screen displays the following: 

• GSP 

Indicates the version number of the graphics signal processor (GSP) (Video Controller) 
firmware. 


• SYS BIOS 

Indicates the version number of the Basic Input/Output System (BIOS) firmware for the 
System Controller. 

• KBD BIOS 

Indicates the version number of the BIOS firmware for the Keyboard (KBD) Controller. 

• 2390A 

Indicates the version number of the 2390A operation firmware. 

• REF BOARD 

Indicates the version number of the Frequency Reference firmware. 

• Compilation Date and Time 

Indicates the compilation date and time (shown at the bottom of the Display). 
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F. MODIFY MENUS 
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Figure 3-53 Modify Memory Main Menu 
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The Modify Memory Main Menu provides access to the Modify Trace Memory and Modify 
Setup Memory Menus. Modify Memory Menus allow modification of Storage Labels and 
designations without overwriting the stored data. The only way to change protected 
Memory Locations to unprotected is through the Modify Memory Menus. The desired 
submenu is selected using the t and i Keys or DATA SCROLL Spinner. The Modify 
Memory Main Menu uses two Soft Function Keys: 

FI ENTER 


Enters the selected submenu. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN 


Returns to the Analyzer Utility Menu. 

ITEM _ DESCRIPTION 

1. TRACES 

Enters Modify Trace Memory Menu. 

2. SETUPS 


Enters Modify Setup Memory Menu. 
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Figure 3-54 Modify Trace Memory Menu 
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The Modify Trace Memory Menu allows edits to protection designations, limit designations 
and Storage Labels of trace Memory Locations. The Modify Trace Memory Menu displays 
a list of trace Memory Locations with protection designations, limit designations, time/date 
stamps and Storage Labels (same as Store Trace Directory). The Modify Trace Memory 
Menu contains multiple pages. Selection is indicated by a cursor box around the Memory 
Location number. The desired Memory Location is selected using the T and i Keys or 

DATA SCROLL Spinner. The Modify Trace Memory Menu uses four primary Soft Function 
Keys: 


IT EM _ DESCRIPTION 

FI PROT/UNPROT 


Sets Memory Location to Protected to prevent chance of overwriting stored trace. No 
other modifications can be made if Memory Location is Protected. If Protected, 
UNPROT Soft Function Key FI sets Memory Location to Unprotected. 

F2 LIM 


Enters secondary labels for Soft Function Keys, to edit the limit designation: 



Figure 3-55 Modify Trace Memory LIM Soft Function Keys 


FI REMOVE 

Removes limit designation. 

F2 UP LIM 

Designates selected trace as an Upper Limit trace. 


01908013 


3-88 





ITEM 


DESCRIPTION 


F3 LO LIM 

Designates selected trace as a Lower Limit trace. 

F6 RETURN 

Returns primary labels for Modify Trace Memory Menu Soft Function Keys. 
F3 LABEL 

Enters secondary labels for Soft Function Keys to edit the Storage Label: 



Figure 3-56 Modify Trace Memory LABEL Function 

FI REMOVE 

Removes Storage Label. 

F5 LABEL 

Allows edits to the existing Storage Label or allows creation of a Storage Label. 
Storage Labels, up to 20 characters in length, are created from the 26-letter 
alphabet in upper case, base 10 numbers and a space. Storage Labels are entered 
using the T and 4- Keys, <— and —* Keys and DATA SCROLL Spinner. Numeric 
Storage Labels may be entered using the DATA ENTRY Keypad. Pressing the 
LABEL Soft Function Key F5 again saves and exits the LABEL field. 

F6 RETURN/CLEAR 

RETURN returns primary labels for Modify Trace Memory Menu Soft Function Keys. 
CLEAR aborts Storage Label edit in progress. 

F6 RETURN 

Returns to Modify Memory Main Menu. 
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Figure 3-57 Modify Setup Memory Menu 
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The Modify Setup Memory Menu allows edits to protection designations and Storage Labels 
of setup Memory Locations. The Modify Setup Memory Menu displays a list of setup 
Memory Locations with protection designations, time/date stamps and Storage Labels 
(same as Store Setup Directory). The Modify Setup Memory Menu contains multiple 
pages. Selection is indicated by a cursor box around the Memory Location number. The 
desired Memory Location is selected using the T and i Keys or DATA SCROLL Spinner. 
The Modify Setup Memory Menu uses three primary Soft Function Keys: 

• PROT/UNPROT Soft Function Key FI sets Memory Location to Protected to prevent 
chance of overwriting stored trace. No other modifications can be made if Memory 
Location is Protected. If Protected, UNPROT Soft Function Key FI sets Memory 
Location to Unprotected. 

• LABEL Soft Function Key F3 enters same secondary labels as in Modify Trace Memory 
Menu for Soft Function Keys to edit the Storage Label (see Figure 3-52): 

REMOVE Soft Function Key FI removes Storage Label. 

LABEL Soft Function Key F5 allows edits to the existing Storage Label or allows 
creation of a Storage Label. Storage Labels, up to 20 characters in length, are created 
from the 26-letter alphabet in upper case, base 10 numbers and a space. Storage 
Labels are entered using the T and 1 Keys, <- and Keys and DATA SCROLL Spinner. 
Numeric Storage Labels may be entered using the DATA ENTRY Keypad. LABEL Soft 
Function Key F5 is pressed again to exit and save the LABEL field. 

RETURN/CLEAR Soft Function Key F6 returns primary labels for Modify Setup Memory 
Menu Soft Function Keys or aborts Storage Label edit in progress. 

• RETURN Soft Function Key F6 returns to Modify Memory Main Menu. 
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G. REAL TIME CLOCK SET SCREEN 



Figure 3-58 Real Time Clock Set Screen 
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The Real Time Clock Set Screen allows edits to the date/time settings and also displays 
accumulated operating time. Soft Function Keys select data field to edit. Data fields are 
set using the T and 4- Keys or DATA SCROLL Spinner The DATA ENTRY Keypad may be 
used for numeric data. The Real Time Clock Set Screen uses five Soft Function Keys: 

FI ENTER 


Enters current data setting for the selected data field and advances cursor box to the 
next data field. 

F3 PREVIOUS 

Moves cursor box to previous data field. 

F4 NEXT 


Advances cursor box to next data field. 

F6 RETURN/CLEAR 

RETURN returns to Analyzer Utility Menu. 

CLEAR aborts data field edit in process. 

The Real Time Clock Set Screen displays the following data fields: 

• DATE: Three-part data field (each part separately editable) sets current date. The first 
part sets the month from JAN to DEC. The second part sets the day from 01 to 28, 29, 
30 or 31 depending on month and year. The third part sets the year from 1997 to 9999. 

• TIME: Three-part data field (each part separately editable) sets current time to the 
nearest second. The first part sets the hour from 00 to 23. The second part sets the 
minutes from 00 to 59. The third part sets the seconds from 00 to 59. 

• RUN TIME displays the HOURS and MINUTES of accumulated operating time. 
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H. USER CALS SCREEN 
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Figure 3-59 User Cals Screen 


The User Cals Screen allows an operator to perform some internal calibrations as needed 
The T and 4- Keys or DATA SCROLL Spinner selects the specific calibration. The User 
Cals Screen uses three Soft Function Keys: 

FI ENTER 

Performs selected user calibration. 

F3 AUTO 


Performs all user calibrations. 

F6 RETURN/CLEAR 

RETURN returns to Analyzer Utility Menu. 

CLEAR aborts the current calibration in progress. 

ITEM ___ DESCRIPTION __ 

1. MIXER NULL 

Selects the mixer null calibration. Used when displaying low frequencies to provide 
a quiet and stable noise floor. 

2. YIG 


Selects YIG oscillator calibration (more detailed than the automatic calibration 
performed when the internal operating temperature changes). Used when the YIG 
oscillator fail message, YIG, appears in the Message field. 




PRINTER OPTIONS SCREEN 



The Printer Options Screen allows edits to printer operation parameters. The t and I 
Keys or DATA SCROLL Spinner selects parameters. The Printer Options Screen uses two 
Soft Function Keys: 

FI ENTER 

Enters or exits (saving the edit) the selected item field. 

NOTE: The xl Key of the DATA ENTRY Keypad also performs the same function as 
the ENTER Soft Function Key FI. 

F6 RETURN/CLEAR 

RETURN returns to the Analyzer Utility Menu. 

CLEAR aborts an operation parameter edit in process. 

ITEM _ DESCRIPTION _ 

1. PORT 

Selects the output connector for the print screen function accessed from the Copy 
Operation Screen. PARALLEL PORT selects the PRINTER Connector. GPIB selects 
the IEEE-488 GPIB Connector. RS232 selects the RS-232 Connector. 

2. CONFIG 

Selects printer communication configuration, UNI-DIRECTION for receive only 
printers or BI-DIRECTION for transmit-receive capable printers. 

3. TYPE 

Selects the drivers for the type of external printer (EPSON 24, EPSON 9, THINKJET 
or LASERJET) connected to the 2390A. 
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J. ANALYZER UTILITY MENU SOFT FUNCTION KEYS 

KEY _ DESCRIPTION __ 

FI ENTER 

Accesses selected menu or screen. 

F2 RAW CAL 

Manual setting of calibration parameters only accessible by authorized maintenance 
personnel. Refer to 2390A Series Maintenance Manual (1002-2001-400). 

F4 MAN CAL 

Internal manual calibration only accessible by authorized maintenance personnel. 
Refer to 2390A Series Maintenance Manual (1002-2001-400). 

F5 ASTD 

Assisted internal calibration only accessible by authorized maintenance personnel. 
Refer to 2390A Series Maintenance Manual (1002-2001-400). 

F6 DIAG 

Initiates the diagnostic sequence in the 2390A for self test performance evaluation 
and fault isolation (see Section 5). 
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SECTION 4 - OPERATION PROCEDURES 

4-1 GENERAL 

This section contains information for setting up and operating the 2390A. Operation includes 
performing basic measurements and utilizing common applications. Operation Procedures also 
contain instructions for using 2390A special features, such as the Enhanced Logarithmic display 
mode, External Mixer function, FFT mode, trace creation and Bandwidth Application program. 

The Operation Procedures provide general guidelines for using the 2390A. 2390A operation is 
not limited to the procedures given. 

NOTE: All functions are explained in Section 3. Refer to the Figure 3-1 for front panel controls, 
connectors and indicators used in the operation procedures. Refer to Figure 3-2 for rear 
panel controls, connectors and indicators used in the operation procedures. 

Unless specified otherwise: 

• Use T and i Keys, DATA ENTRY Keypad or DATA SCROLL Spinner to enter data or move 
markers. 

• Use <- and Keys to select digits for T and i Keys or DATA SCROLL Spinner to edit in 
numerical data. 

• Use T and i Keys or DATA SCROLL Spinner to select parameters or move horizontal 
reference lines. 

PROCEDURE _ OPERATION _ PAGE 

4-2 Basic Instrument Operation. 4-2 

4-2-1 Spectrum Analyzer. 4-2 

4-2-2 Frequency Counter. 4-5 

4-2-3 Digital Oscilloscope. 4-6 

4-2-4 Enhanced Logarithmic Display Mode. 4-8 

4-3 Harmonic Distortion Measurements. 4-10 

4-4 Intermodulation Distortion Measurements. 4-14 

4-5 Modulation . 4-16 

4-5-1 Demodulating Input Signals. 4-16 

4-5-2 AM Measurements. 4-17 

4-5-3 FM Measurements. 4-21 

4-5-4 Pulsed RF Measurements. 4-25 

4-6 External Mixer Function. 4-30 

4-7 FFT Mode..... 4-33 

4-8 Frequency-Selective Device Measurements. 4-35 

4-8-1 Bandwidth Application Program. 4-35 

4-8-2 Return Loss Bridge (ACCESS NO: AC4101) Measurements. 4-41 

4-9 Memory Operations. 4-44 

4-9-1 Memory Storage. 4-44 

4-9-2 Memory Recall. 4-47 

4-9-3 Limits Trace Creation. 4-49 

4-9-4 Sending Out Plots. 4-50 

4-9-5 Printing Out Screens. 4-52 

4-9-6 Memory Edits... 4-52 

4-10 Macro Operations. 4-52 

4-10-1 Assigning Macros From Front Panel. 4-56 

4-10-2 Operating Macros From Front Panel. 4-56 
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4-2 BASIC INSTRUMENT OPERATION 

4-2-1 SPECTRUM ANALYZER 
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Figure 4-1 Spectrum Analyzer Operation 
PROCEDURE 
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1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect input signal (1 Hz to 22 GHz) to ANALYZER INPUT Connector. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Set reference level as follows: 

• Press REF AMPLITUDE Key. 

• If needed, press INT Soft Function Key F2. 

• Set top of scale reference level from -85.0 to +30.0 dBm. 

• If using external devices with known gain or attenuation, press OFFSET Soft Function 
Key FI to set Offset field from -99.9 to +99.9 dB. 

NOTE: If input signal has known Center Frequency, go to Step 4. If input signal varies 
or is known to be within specific frequency band, go to Step 7. 

4. Press CENTER FREQUENCY Key for Center/Span function. Enter desired Center 
Frequency. 
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STEP 


PROCEDURE 


5. Verify Display shows input signal. If signal is not displayed or frequency is unsure, use 

Find function as follows: 

• Press FIND LVL Soft Function Key F4. Set Find Level slightly below suspected level of 
input signal. 

• If needing to search for signals across bands or desiring narrower search window within 
current band, press END FREQ Soft Function Key F5. Set desired end frequency (Find 
function stops searching for signals at selected frequency). Press END FREQ Soft 
Function Key F5. 

• Press FIND Soft Function Key F3 to set Center Frequency to first signal exceeding Find 
Level. (SEARCH field above Frequency SPAN field indicates current search status.) 

• Continue pressing FIND Soft Function Key F3 until desired signal is found. 

6. Press SPAN FREQUENCY Key. Enter desired Frequency Span per division. Go to Step 9. 

7. Press START FREQUENCY Key for Start/Stop function. Enter desired Start Frequency. 

8. Press STOP FREQUENCY Key. Enter desired Stop Frequency. 

9. Press BW AMPLITUDE Key. 

NOTE: Bandwidth functions are default coupled to Frequency Span for optimum Display 
accuracy and should only be adjusted if necessary. The Display shows UNCAL in 
Message field if adjustment uncalibrates display. 

Adjust bandwidths as follows: 

• Verify RBW field is highlighted. If not, press RBW Soft Function Key FI. Adjust 
Resolution Bandwidth (RBW). Decrease RBW to separate signals appearing as single 
response due to closeness in frequency. 

• Press VBW Soft Function Key F3 to access Video Bandwidth (VBW) field. Adjust Video 
Bandwidth, as required, to view signals mixed with noise. 

10. Press SCALE AMPLITUDE Key. 

• Press LOG Soft Function Key FI for Logarithmic display mode or LINEAR Soft Function 
Key F2 for Linear display mode. 

• Press UNITS Soft Function Key F3 and corresponding secondary Soft Function Key to 
select desired Units. 

• Set Amplitude Scale as desired. 

11. Repeat Steps 3, 9 and 10 as needed, for desired signal display. 

NOTE: Placing signal peak at reference level (top of graticule) provides best 
measurement accuracy. 

Preselector function may be needed to display frequencies >2.9 GHz (see 3-3-6B). 
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STEP 


PROCEDURE 


12. If signal compression is suspected, proceed as follows: 

• Press ATTEN AMPLITUDE Key while observing displayed signal peak. 

• Press COUPLE Soft Function Key FI to deactivate (not highlighted). 

• Press T Key once to increase internal attenuation by 10 dB. Verify signal peak shifts 
with Amplitude Scale to indicate same level. (If peak shifts more than 1 dB from 
original signal level, signal is in compression.) 

• Continue pressing t Key to increase internal attenuation until peak shifts less than 
1 dB from previous level (signal is out of compression). 

• Press i Key once to decrease internal attenuation by one step. 

13. If markers are desired, press MARKER MODE Key. Set markers as follows: 

• Press MKR SEL Soft Function Key FI. 

• Move Marker 1 to desired location on trace display. Verify amplitude and frequency at 
Marker 1 position (displayed in Marker 1 field). 

• If Marker 2 is desired, press MKR 2 Soft Function Key F2. Move Marker 2 to desired 
location on trace display. Verify amplitude and frequency at Marker 2 position 
(displayed in Marker 2 field). 

• Press RETURN Soft Function Key F6. 

14. If Marker 1 is active and Delta function is desired, press DELTA Soft Function Key F6. 

15. With Delta function active, move Delta Marker to desired location on trace display. Verify 

amplitude and frequency difference between displayed markers in AM field. 
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4-2-2 FREQUENCY COUNTER 



Figure 4-2 Frequency Counter Operation 
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STEP _ PROCEDURE _ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect input signal (1 Hz to 22 GHz) to ANALYZER INPUT Connector. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Adjust amplitude and frequency according to 4-2-1, Steps 3 through 11. 

4. Press AUX MODE Key. 

5. Press COUNTER Soft Function Key FI. 

6. Press CTR RES Soft Function Key F2. 

7. Set CTR RES field, as desired to select Frequency Counter Resolution. 

8. Verify frequency (Center Frequency signal) in CTR field. 

9. Press MKR SEL Soft Function Key FI. 

10. If markers are desired, press MARKER MODE Key. 

11. Move Marker 1 to desired location on trace display. 

12. Verify frequency (signal frequency at marker position) in CTR field. 
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1. Apply power and activate 2390A. Allow 15 minute warm-up time. 


2. Connect input signal to EXTERNAL INPUT Connector. 


n 


CAUTION: INPUT MUST NOT EXCEED +40 Vp-p. 


3. Press AUX MODE Key. 

4. Press SCOPE Soft Function Key F4. 

5. Set input coupling: 

• Press AC Soft Function Key FI for ac coupling. 

• Press DC Soft Function Key F2 for dc coupling. 

• Press GND Soft Function Key F3 for ground reference display. 

6. If vertical position of signal requires adjustment, press V POS Soft Function Key F5. 

• Adjust position as desired. 

• Press V POS Soft Function Key F5. 

7. Press SCALE AMPLITUDE Key to adjust voltage scale. 

8. Set desired voltage per division from 5 mV to 5 V. 

9. Press SWEEP MODE Key. 
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STEP 


PROCEDURE 


10. Set desired Sweep Time per division from 200 ns to 10 s. 

NOTE: The maximum usable frequency of the Digital Oscilloscope is a function of Sweep 
Time. Refer to Table 4-1. Input signal components greater than half the sampling 
rate produce aliases at unexpected levels. Decrease Sweep Time to verify 
displayed signal is not an alias. (Aliases change frequency as the Sweep Time 
changes.) _ 


SWEEP 

MAXIMUM 

SWEEP 

MAXIMUM 

SWEEP 

MAXIMUM 

TIME/DIV 

FREQUENCY 

TIME/DIV 

FREQUENCY 

TIME/DIV 

FREQUENCY 

<2 ns 

12.5 MHz 

500 ps 

50 kHz 

100 ms 

250 Hz 

5 ^is 

5 MHz 

1 ms 

25 kHz 

200 ms 

125 Hz 

10 jis 

2.5 MHz 

2 ms 

12.5 kHz 

500 ms 

50 Hz 

20 ps 

1.25 MHz 

5 ms 

5 kHz 

1 s 

25 Hz 

50 jis 

500 kHz 

10 ms 

2.5 kHz 

2 s 

12.5 Hz 

1 00 |iS 

250 kHz 

20 ms 

1.25 kHz 

5 s 

5 Hz 

200 ps 

125 kHz 

50 ms 

500 Hz 

10 s 

2.5 Hz 


Table 4-1 2390A Digital Oscilloscope Maximum Frequency (25/Sweep Time) 


11. Press MODE Soft Function Key F2. Set Sweep Trigger Mode as follows: 

• Press Soft Function Key below desired Sweep Trigger Mode. For trigger control, use 
NORM or SNGL (one sweep). If FREE run or AUTO, go to Step 14. 

• Press RETURN Soft Function Key F6. 

12. Press TRIG Soft Function Key F4. Set Trigger functions as follows: 

• Press LEVEL Soft Function Key FI. Move Trigger Level (horizontal dashed line) to 
desired position. 

• Press +SLOPE Soft Function Key F2 for positive going or -SLOPE Soft Function Key F3 
for negative going signal direction required to trigger sweep. 

• Press DELAY Soft Function Key F4 to delay or advance sweep from trigger position. 

Set delay or advance in current Sweep Time units as desired. 

13. If markers are desired, press MARKER MODE Key. Set markers as follows: 

• Press MKR SEL Soft Function Key FI. 

• Move Marker 1 to desired location on trace display. Verify amplitude and time at 
Marker 1 position (displayed in Marker 1 field). 

• If Marker 2 is desired, press MKR 2 Soft Function Key F2. Move Marker 2 to desired 
location on trace display-. Verify amplitude and time at Marker 2 position (displayed in 
Marker 2 field). 

• Press RETURN Soft Function Key F6. 

14. If Marker 1 is active and Delta function is desired, press DELTA Soft Function Key F6. 

15. With Delta function active, move Delta Marker to desired location on trace display. Verify 

amplitude and time difference between displayed markers in AM field. 
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4-2-4 ENHANCED LOGARITHMIC DISPLAY MODE 


The Enhanced Logarithmic display mode allows inspection of signals with wide amplitude 
differences. 
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Figure 4-4 Enhanced Logarithmic Display Mode Operation 

PROCEDURE 
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1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press UTILITY Key. 

3. Press 3 on DATA ENTRY Keypad to select General Options Menu. 

4. Press ENTER Soft Function Key FI to display General Options Menu. 

5. If total input level is >-5 dBm, set Minimum Internal Attenuation Limit as follows: 

• Press 2 on DATA ENTRY Keypad to select MINIMUM ATTENUATION. 

• Press ENTER Soft Function Key FI to edit MINIMUM ATTENUATION. 

• Use T and i Keys to set MINIMUM ATTENUATION > Maximum input level + 5 dB (to 
stay below 1 dB compression point of analyzer front end circuit). If Tracking Generator 
(Option 02) is used as signal source, set MINIMUM ATTENUATION < Maximum input 
level - 20 dB (to prevent damage if input overloads during sweep). (Using Tracking 
Generator as signal source allows some overload without invalidating displayed data.) 

• Press ENTER Soft Function Key FI. 

6. Press 3 on DATA ENTRY Keypad to select ENHANCE SCALE PRIORITY. 

7. Press ENTER Soft Function Key FI to edit ENHANCE SCALE PRIORITY. 
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STEP 


PROCEDURE 


8. Use T and 4- Keys to select GAIN ONLY (reduces reference level 40 dB every other 

sweep), ATTEN ONLY (removes 40 dB of internal attenuation every other sweep) or 

ATTEN THEN GAIN (removes up to 40 dB of available internal attenuation and/or reduces 

reference level until 40 dB total display range is added every other sweep). 

CAUTION: SETTING THE ENHANCE SCALE PRIORITY TO ATTEN ONLY OR ATTEN 

THEN GAIN REMOVES ANY INTERNAL ATTENUATION SET <40 dB ABOVE 
MINIMUM INTERNAL ATTENUATION LIMIT. FOR SIGNALS >+20 dBm, 
MINIMUM INTERNAL ATTENUATION LIMIT MUST BE >10 dB OR TOTAL 
INTERNAL ATTENUATION MUST BE >50 dB. 

SETTING ENHANCE SCALE PRIORITY TO ATTEN ONLY OR ATTEN THEN 
GAIN, WITH INTERNAL ATTENUATION >0 dB ABOVE MINIMUM INTERNAL 
ATTENUATION LIMIT AND ENHANCED LOGARITHMIC DISPLAY MODE 
ACTIVE, CAUSES A RELAY ON THE RF ATTENUATOR TO CONTINUALLY 
OPERATE. THE 2390A SHOULD NOT BE OPERATED WITH THOSE 
SETTINGS FOR EXTENDED PERIODS OF TIME TO PREVENT EXCESSIVE 
WEAR ON RELAY CONTACTS. 

9. Press CENTER FREQUENCY Key to exit General Options Menu. 

10. Connect input signal (1 Hz to 22 GHz) to ANALYZER INPUT Connector. D 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

11. Press REF AMPLITUDE Key. 

• If ENHANCE SCALE PRIORITY is set to GAIN ONLY, set reference level >-45 dBm. If 
ENHANCE SCALE PRIORITY is set to ATTEN ONLY, set reference level >+10 dBm 

(+ MINIMUM ATTENUATION set in Step 5). If ENHANCE SCALE PRIORITY is set to 
ATTEN THEN GAIN, set reference level >-55 dBm. 

• If using external devices with known gain or attenuation, press OFFSET Soft Function 
Key FI to set Offset field from -99.9 to +99.9 dB. 

12. Adjust frequency and bandwidths according to 4-2-1, Steps 4 through 9. 

13. Press SCALE AMPLITUDE Key. 

14. Press ENHANCED Soft Function Key F4. 

15. If markers are desired, press MARKER MODE Key. 

• Press MKR SEL Soft Function Key FI. 

• Activate desired markers by pressing appropriate Soft Function Keys. 

• Move selected markers to desired locations on trace display. 
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HARMONIC DISTORTION MEASUREMENTS 






dBm START 
-22 


200.0 MHz STOP 


1.200 GHz 


-32 


-42 

-52 

-62 

-72 

-82 

-92 

102 


□ 

1 FUN 

— 

DAME 

-1 

:ntal 


- 





4 




- 

: 






1 


SEC 

HARIV 

I I I 1/ 

- 

OND 

IONIC 

A |_| f 







ii i i 

! 1 1 1 

~i 11 

THI 

HARM 

f 

RD 

IONIC 

I 



1 

Mil 

1 1 1 1 

J 

IN L 

J 1 1 : 1 

TTr 

1 , 

TTt 1 

IT 

m 

m 



(HN 

m 

m 

m 

aw 





: 







i 

i 

i_ 



i 

i 






ATTEN 
10 dB 

REF 

-22.0 dB 

RBW 
5 MHz 

VBW 
100 kHz 

SWEEP 

5ms/ 


MARKER 


£ 


M l -22.8 dB m/ 301.7 MHz 
MKRSEL > 


M2 -67.6 dBm/ [603ltlMHz 


MKR->PK 




Figure 4-5 Harmonic Distortion Measurements 
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STEP 


PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 


2. Connect input signal (1 Hz to 22 GHz) to ANALYZER INPUT Connector. L_J 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION £10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 


3. Adjust amplitude and frequency according to 4-2-1, Steps 3 through 11. Adjust Frequency 
Span for Display to show all desired harmonics. 


NOTE: Placing fundamental or carrier frequency signal peak at reference level (top of 
graticule) provides best measurement accuracy. 

4. Press MARKER MODE Key. 

5. If Markers are not active or Delta function is active, press MKR SEL Soft Function Key FI. 

• Press MKR 2 Soft Function Key to activate Marker 2 (highlighted) (deactivates Delta 
function). 

• Press MKR 1 Soft Function Key to give edit control to Marker 1. 

• Press RETURN Soft Function Key F6. 

6. Press PK FUNC Soft Function Key F5. 
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STEP 


PROCEDURE 


7. 


8 . 


9. 

10 . 

11 . 

12 . 

13. 

14. 

15. 


16. 


17. 

18. 

19. 

20 . 


Press PK LVL Soft Function Key F4 to adjust Peak Threshold Level. Move Peak Threshold 
Level (horizontal dashed line) to desired position (slightly below lowest desired harmonic 
level, but above noise floor). Press PK LVL Soft Function Key F4 to deactivate (not 
highlighted). 

If Marker 1 is left of fundamental signal (displayed left or Ml field indicates «<), press 
PEAK —» Soft Function Key F3. If Marker 1 is right of fundamental signal (displayed right 
or Ml field indicates »>), press <— PK FUNC Soft Function Key F2. Continue pressing 
respective key until Marker 1 is on fundamental signal. 

Press RETURN Soft Function Key F6. 

Press MKR REF Soft Function Key F4. 

Press MKR SEL Soft Function Key FI. 

Press MKR 2 Soft Function Key F2 to give edit control to Marker 2. 

Press RETURN Soft Function Key F6. 

Press PK FUNC Soft Function Key F5. 

If Marker 2 is left of second harmonic (displayed left or M2 field indicates «<), press 
PEAK —» Soft Function Key F2 or if Marker 2 is right of second harmonic signal (displayed 
right or M2 field indicates »>), press PK FUNC Soft Function Key FI. Continue 
pressing until Marker 2 is on second harmonic signal. 

Verify M2 field displays harmonic amplitude referenced to fundamental signal level. Refer 
to Figure 4-6. Note percent of distortion. 


For more precision, use following equation: 



xIOO. 


Press PEAK Soft Function Key F2 to set Marker 2 to next harmonic. 

Repeat Step 16. 

Repeat Steps 17 and 18 until all harmonic distortion percentages have been noted. 
Calculate Total Harmonic Distortion (THD) using following equation: 

THD(%) = VH 2 (%) 2 + H 3 (%) 2 + H 4 (%) 2 + H n (%) 2 

Where: H 2 (%) = Harmonic Distortion Percentage of Second Harmonic 

H3(%) = Harmonic Distortion Percentage of Third Harmonic 
H4(%) = Harmonic Distortion Percentage of Fourth Harmonic 
H n (%) = Harmonic Distortion Percentage of nth Harmonic 

Using Figure 4-7 as an example, THD is calculated as follows: 

• Amplitude Differences: H 2 = -30 dB, H 3 = -42.5 dB, H 4 = -51.6 dB 

• Harmonic Distortion Percentages: H 2 (%)= 3.16, H 3 (%) = 0.75, H 4 (%) = 0.26 

• THD(%) = -^3.16 2 + 0.75 2 + 0.26 2 = V 9 -99 + 0.56 + 0.07 = Vi 0.62 = 3.26 


NOTE: Equation only works when both harmonic sideband levels are equal (<2 dB apart). 
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HARMONIC AMPLITUDE (In dB from FUNDAMENTAL) 
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Figure 4-7 AM with Harmonic Distortion 
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Figure 4-8 Intermodulation Distortion Measurements 
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STEP _ PROCEDURE _ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect input containing two or more signals at different frequencies (two separate RF 
signals, Single Sideband [SSB] modulated by two-tone audio or other multifrequency 

signal) to ANALYZER INPUT Connector. M 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Press CENTER FREQUENCY Key. Enter center of fundamental frequencies. 

4. Press REF AMPLITUDE Key. Set reference level to place fundamental frequency signal 
peaks at or near top of scale for best measurement accuracy. 

5. Press SPAN FREQUENCY Key. Set Frequency Span wide enough to display all distortion 
products (greater than three times amount of separation between both fundamental 
frequencies). 

EXAMPLE: For two fundamental signals, one at 20 MHz and one at 21 MHz, set center 
frequency to 20.5 MHz and frequency span to 500 kHz per division (5 MHz 
display span > (1 MHz x 3). 

NOTE: For SSB, the two fundamentals, modulating tones, are separated by the difference 
in frequency between the two-tone audio (i.e.; 800 Hz and 1800 Hz = 1 kHz 
separation). 
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STEP 


PROCEDURE 


6. To increase visibility of distortion products, press BW AMPLITUDE Key. 

NOTE: UNCAL appears in the Message field if the selected Resolution Bandwidth (RBW) 
is too narrow for the selected Sweep Time or the selected Sweep Time is too fast. 

Adjust bandwidths as follows: 

• Decrease RBW, as necessary and without uncalibrating display, for third order 
distortion products having large amplitude differences (typically 40 dB). 

• Press VBW Soft Function Key F3 to access VBW field. Adjust VBW, as required, for 
best display of distortion products. 

NOTE: Reducing RBW and/or VBW increases Sweep Time. For fastest measurement 
times, use widest possible RBW and VBW settings still allowing resolution of all 
desired signals. 

7. Press MARKER MODE Key. 

8. Activate and/or select Marker 1 for edit control as follows: 

• Press MKR SEL Soft Function Key FI. 

• If Marker 2 has edit control, press MKR 1 Soft Function Key FI. 

• Press RETURN Soft Function Key F6. 

9. Press PK FUNC Soft Function Key F5. 

10. Press PK LVL Soft Function Key F4 to adjust Peak Threshold Level. Move Peak Threshold 
Level (horizontal dashed line) to desired position (slightly below lowest desired distortion 
product level, but above noise floor). 

11. If Marker 1 is left of fundamental signals (displayed left or Ml field indicates «««), 
press PEAK Soft Function Key F3. If Marker 1 is right of fundamental signal (displayed 
right or Ml field indicates »»»), press <— PK FUNC Soft Function Key F2. Continue 
pressing until Marker 1 is on one of fundamental signals. 

12. Press RETURN Soft Function Key F6. 

13. Press DELTA Soft Function Key F6. 

14. Move Delta Marker to distortion product. 

15. Note level difference in AM field. Verify intermodulation distortion: verify frequency in M2 
field equals expected frequency of intermodulation distortion products (second order = Fi 
+ F 2 and F 2 - Fi; third order = 2Fi + F 2 , 2Fi - F 2 , 2 F 2 - Fi and 2 F 2 - Fi; fourth order = 
2Fi+ 2 F 2 , 2 F 2 - 2Fi; fifth order = 3Fi + 2 F 2 , 3Fi - 2 F 2 , 3F2 -2Fi, 3 F 2 -2Fi; etc.). 

EXAMPLE: Third order product shows 2Fi (2 x 20 MHz) - F 2 (21 MHz) = 19 MHz. 
intermodulation distortion level is 42.3 dB below fundamental. 

16. Repeat Steps 14 and 15 for all distortion products to be measured. 


4-15 




4-5 MODULATION 

4-5-1 DEMODULATING INPUT SIGNALS 

STEP _ PROCEDURE __ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect input signal to ANALYZER INPUT Connector ES, using coaxial cable or 
accessory antenna. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION S>10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Press CENTER FREQUENCY Key. Enter desired center frequency. 

4. Press REF AMPLITUDE Key and set desired reference level. 

5. Press DEMOD Key. Select demodulation mode according to input signal: 

• Press AMI Soft Function Key FI for narrow band (3 kHz RBW) AM signals. 

• Press AM2 Soft Function Key F2 for wide band (30 kHz RBW) AM signals. 

• Press FM1 Soft Function Key F3 for narrow band (30 kHz RBW) FM signals. 

• Press FM2 Soft Function Key F4 for wide band (300 kHz RBW) FM signals. 

• Press USER Soft Function Key F5 for User-Defined demodulation mode. 

• Press BW AMPLITUDE Key. Adjust Resolution Bandwidth (RBW) as desired. 

• Press VBW Soft Function Key F3 to access VBW field. Adjust Video Bandwidth 
(VBW) as desired. 

• Press SCALE AMPLITUDE Key. (DEMOD Soft Function Key F5 label is highlighted.) 
Set SCALE field as desired. 

6. If needed, press REF AMPLITUDE Key and adjust internal gain from -10 to 65.0 dB. 

7. Adjust SQUELCH Control as needed. 

8. Adjust VOLUME Control as needed. 

9. Verify audio through external speaker or headphones connected to PHONES Connector. 
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4-5-2 AM MEASUREMENTS 
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Figure 4-9 AM Measurements 
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STEP_ PROCEDURE 


1 . Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect AM input signal to ANALYZER INPUT Connector ^ using coaxial cable or 
accessory antenna. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION £10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Press CENTER FREQUENCY Key. Enter desired Center (carrier) Frequency. 

4. Press SPAN FREQUENCY Key. Set Frequency Span for displaying carrier and modulating 
signals. 
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STEP 


PROCEDURE 


FINDING AM PERCENTAGE 

5. Press DEMOD Key. Select demodulation mode according to input signal: 

• Press AMI Soft Function Key FI for narrow band (3 kHz RBW) AM signals. 

• Press AM2 Soft Function Key F2 for wide band (30 kHz RBW) AM signals. 

• Press USER Soft Function Key F5 for User-Defined demodulation mode. 

• Press BW AMPLITUDE Key. Adjust Resolution Bandwidth (RBW) as desired. 

• Press VBW Soft Function Key F3 to access VBW field. Adjust Video Bandwidth 
(VBW) as desired. 

• Press SCALE AMPLITUDE Key. (DEMOD is highlighted.) Set SCALE field to 10%, 
20% or 50% per division. 

6. If needed, press REF AMPLITUDE Key and set internal gain from -10.0 to 65.0 dB. 

7. Press SWEEP MODE Key. Adjust Sweep Time for best display of modulating signal. 

8. Press MARKER MODE Key and set Marker 1 as follows: 

• Press MKR SEL Soft Function Key FI. 

• If needed, press MKR 1 Soft Function Key FI to give edit control to Marker 1. 

• Move Marker 1 to desired position on Display. 

9. Note AM percentage. Refer to Figure 4-10. 

10. For widely varying modulating signals, press DISPLAY Key and perform Steps 11 and 12. 

11. Press AVERAGE Soft Function Key FI to display average of multiple sweeps. Set Average 
Number as follows: 

• Press AVG NO. Soft Function Key F2 to edit AVERAGE Number field. 

• Set Average Number as desired. 

• Press AVG NO. Soft Function Key F2 (not highlighted). 

12. If desired, press HOLD Soft Function Key F3. 

• Press MAX HOLD Soft Function Key FI to display high levels. 

• Press MIN HOLD Soft Function Key F2 to display low levels. 

• Note and verify AM percentages. 

• Press MAX HOLD Soft Function Key FI to deactivate Maximum Hold function. 

• Press MIN HOLD Soft Function Key F2 to deactivate Minimum Hold function. 

• Press RETURN Soft Function Key F6. 

SPECTRUM ANALYZER AM PERCENTAGE VERIFICATION 

13. Press SPAN FREQUENCY Key for Center/Span function. If necessary, reenter Frequency 
Span to clear uncalibrated display. 
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STEP 


PROCEDURE 
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Figure 4-10 AMI Demodulation Screen 
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14. Press BW AMPLITUDE Key. 

NOTE: UNCAL appears in the Message field if the adjustment uncalibrates the Display. 
Adjust bandwidths as follows: 

• Decrease RBW for best signal resolution. 

• Press VBW Soft Function Key F3. Adjust VBW, as needed, to view signals mixed with 
noise. 

15. Press MARKER MODE Key. 

16. Press PK FUNC Soft Function Key F5. 

17. Press PK LVL Soft Function Key F4 to adjust Peak Threshold Level. Move Peak Threshold 
Level (horizontal dashed line) to desired position (slightly below fundamental sidebands). 

18. If Marker 1 is left of carrier signal (displayed left or Ml field indicates «««), press 
PEAK -» Soft Function Key F3. If Marker 1 is right of carrier signal (displayed right or Ml 

field indicates »»»), press <- PK FUNC Soft Function Key F2. Continue pressing until 
Marker 1 is on carrier signal. 

19. Press RETURN Soft Function Key F6. 

20. Press MKR -> FIEF Soft Function Key F4 to set carrier signal peak as top of scale 
reference. 

21. Press SCALE AMPLITUDE Key. Set SCALE field, as desired, to 1 dB, 2 dB, 5 dB or 10 dB 
per division. 
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STEP 


PROCEDURE 


22. Press DELTA Soft Function Key F6. 

23. Move Delta Marker to one modulating sideband signal. 

NOTE: Unequal amplitudes of lower and upper sidebands indicate incidental FM on the 

input signal. Incidental FM reduces accuracy of modulation depth measurements. 

24. Verify modulating frequency in AM field. 

25. Use amplitude difference indicated in AM field to find AM percentage using chart in 
Figure 4-11. 



NOTE: Figures 4-9 and 4-10 show a 1 kHz tone modulating a 100 MHz carrier. The AMI 
Demodulation Screen (Figure 4-10) indicates 80% modulation. Modulation level is 
8 dB below the carrier level (Figure 4-9). The chart in Figure 4-11 also indicates 
80% modulation for an 8 dB amplitude difference. 
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4-5-3 FM MEASUREMENTS 
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Figure 4-12 FM Measurements 
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STEP_ PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect FMinput signal to ANALYZER INPUT Connector, using coaxial cable or accessory 
antenna. n 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Press CENTER FREQUENCY Key. Enter desired center (carrier) frequency. 

4. Press SPAN FREQUENCY Key. Set Frequency Span for displaying carrier and modulating 
signal peaks. 


4-21 







STEP 


PROCEDURE 


FINDING FREQUENCY DEVIATION 

5. Press DEMOD Key. Select demodulation mode according to input signal: 

• Press FM1 Soft Function Key F3 for narrow band (30 kHz RBW) FM signals (±8 kHz 
deviation). 

• Press FM2 Soft Function Key F4 for wide band (300 kHz RBW) FM signals (±80 kHz 
deviation). 

• Press USER Soft Function Key F5 for User-Defined demodulation mode. 

• Press BW AMPLITUDE Key. Adjust Resolution Bandwidth (RBW) as desired. 

• Press VBW Soft Function Key F3 to access VBW field. Adjust Video Bandwidth 
(VBW) as desired. 

• Press SCALE AMPLITUDE Key. (DEMOD is highlighted.) Set SCALE field to 
desired deviation per division (1 kHz to 5 MHz). 

6 . If needed, press REF AMPLITUDE Key and set internal gain from -10.0 to 65.0 dB. 

7. Press SWEEP MODE Key. Adjust Sweep Time for best display of modulating signal. 

8 . Press MARKER MODE Key and set Marker 1 as follows: 

• Press MKR SEL Soft Function Key FI. 

• If needed, press MKR 1 Soft Function Key FI to give edit control to Marker 1. 

• Move Marker 1 to desired position on Display. 

9. Note FM deviation. Refer to Figure 4-13. 

10 . For widely varying modulating signals, press DISPLAY Key and perform Steps 11 and 12. 

11. Press AVERAGE Soft Function Key FI to display average of multiple sweeps. Set Averaqe 
Number as follows: 

• Press AVG NO. Soft Function Key F2 to edit AVERAGE Number field. 

• Set Average Number as desired. 

• Press AVG NO. Soft Function Key F2 (not highlighted). 

12 . If desired, press HOLD Soft Function Key F3. 

• Press MAX HOLD Soft Function Key FI to display high levels. 

• Press MIN HOLD Soft Function Key F2 to display low levels. 

• Note and verify AM percentages. 

• Press MAX HOLD Soft Function Key FI to deactivate Maximum Hold function. 

• Press MIN HOLD Soft Function Key F2 to deactivate Minimum Hold function. 

• Press RETURN Soft Function Key F6. 

ADJUSTING MODULATION FREQUENCY 

13. Press SPAN FREQUENCY Key for Center/Span function. If necessary, reenter Frequency 
Span to clear uncalibrated display. 
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STEP 


PROCEDURE 
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14. Press BW AMPLITUDE Key. 

NOTE: UNCAL appears in the Message field if the adjustment uncalibrates the Display. 

It may be necessary to adjust modulating frequency to verify carrier (if nulled) and 
modulating signals. 

Adjust bandwidths as follows: 

• Decrease RBW for best resolution of carrier and nearest sideband. 

• Press VBW Soft Function Key F3. Set VBW, as needed, to view signals mixed with 
noise. 

15. Calculate modulation frequency (MF) required for desired frequency deviation (FD) using 
modulation index (Ml) in Table 4-2 and following equation: 

MF = FD + Ml 

Select desired carrier null to be used. Carrier null may depend on frequency and 
amplitude ranges of modulation source. First or second carrier null is recommended for 
easier observation on Spectrum Analyzer. 

The example shown in Figure 4-12 shows first carrier null for ±5 kHz deviation. The 
following equation proves the frequency difference in the Delta field: 

MF = 5000 + 2.405 = 2079 Hz 

The example shown in Figure 4-14 shows second carrier null for ±5 kHz deviation. The 
following equation is used to find the desired modulation frequency: 

MF = 5000 + 5.52 = 905.8 Hz 
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STEP 


PROCEDURE 


1 Step 15. 

ncrease modulation source output level 


16. Set modulation source to calculated frequency fron 

17. Starting with zero output from modulation source, i 
until carrier is at desired null. 

NOTE: Incidental AM on input signal causes frequency nulls to shift, reducing adjustment 
accuracy. 
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Figure 4-14 


FM Adjustments 


CARRIER NULL 

MODULATION INDEX 

First 

2.405 

Second 

5.520 

Third 

8.653 

Fourth 

11.792 

Fifth 

14.931 


Table 4-2 Modulation Index 



4-24 












4-5-4 PULSED RF MEASUREMENTS 
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Figure 4-15 Pulsed RF Measurements 
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STEP 

1 . 


Apply power and activate 2390A. 


PROCEDURE _ 

Allow 15 minute warm-up time. 


2. Connect pulsed RF input signal to ANALYZER INPUT Connector. 



CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION >10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 

3. Press CENTER FREQUENCY Key. Enter desired center (carrier) frequency. 


4. Press REF AMPLITUDE Key and set desired reference level. 

PULSE WIDTH 


NOTE: Frequency Span, RBW and Sweep Time are interactively adjusted in Steps 5 
through 8. It may be necessary to uncouple optimization algorithms for best 
display. RBW and VBW couple functions are deactivated by pressing CPL RBW 
Soft Function Key F2 and CPL VBW Soft Function Key F4 respectively in the 
Bandwidth Amplitude Operation Screen. Sweep Time couple function is 
deactivated by pressing COUPLE Soft Function Key FI in Sweep Mode Operation 
Screen. 

UNCAL appears in the Message field if an adjustment uncalibrates the Display. 



5. 


Press SPAN FREQUENCY Key. Set Frequency Span for displaying pulse modulated RF 
spectrum. Refer to Figure 4-15. 
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STEP 


PROCEDURE 


6. Press BW AMPLITUDE Key. Adjust RBW until Display displays spectrum with side lobe 
nulls having good shape and depth. Use following equation as guide: 

(Pulse Width [PW] x RBW) < 0.1 

7. Press VBW Soft Function Key F3. Set VBW to NONE. 

8. Press SWEEP MODE Key. Increase Sweep Time, as needed, to adequately define 
spectrum shape. Use following equation as guide: 

Sweep Time per division > 10/Pulse Repetition Frequency (PRF) 

9. Repeat Steps 5 through 8, as needed, for desired Display. 

10. For signals with low PRF causing Display to show inadequate spectrum shape, press 
DISPLAY Key. Use Peak Hold function as follows: 

• Press HOLD Soft Function Key F3. 

• Press MAX HOLD Soft Function Key FI. 

• After ample time (£5 minutes) for Display to show spectrum shape, disconnect input 
signal from ANALYZER INPUT Connector. 

11. Press MARKER MODE Key. Set markers as follows: 

• Press DELTA Soft Function Key F6. 

• Press MV MKR1 Soft Function Key FI. 

• Move Marker 1 to center of main lobe. 

• Press AM Soft Function Key F5. 

• Move Delta Marker to either side lobe null next to Marker 1 position. 

• Record frequency difference (AF) between markers indicated in second part of AM field. 

12. Calculate pulse width from reciprocal: PW = 1/AF. (Example in Figure 4-15 is 6.39 ns.) 

NOTE: Measuring one side lobe null to the next side lobe null also indicates pulse width. 

Setting 2390A to ZERO Span, decreasing Sweep Time and using the Bandwidth 
Application program with Delta function provides another method for measuring 
pulse width (Steps 26 through 29). 

13. If Step 10 was performed, reconnect input signal to ANALYZER INPUT Connector. Press 
DISPLAY Key, HOLD Soft Function Key F3 and MAX HOLD Soft Function Key FI (inactive). 

AMPLITUDE LOSS/PULSE DESENSITIZATION 

14. Note amplitude level in Ml field. 

15. Remove pulse modulation. 

16. Press MV MKR1 Soft Function Key FI. 

17. Move Marker 1 to center of carrier signal. Note carrier level indicated in Ml field. 

NOTE: It may be necessary to readjust reference level according to Step 4. 

18. Reapply pulse modulation to RF carrier. 

19. Subtract Step 14 measurement from Step 17 measurement to get amplitude loss. 
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STEP 


PROCEDURE 


20. Verify following equations are true: 

RBW > PRF (Display shows dense spectrum.) 
(PW x RBW) < 0.1 


If so, verify amplitude loss with following applicable equation: 


Amplitude Loss = 20 Log 1.5 RBW x PW (RBW * 200 Hz, 9 kHz or 120 kHz) 
Amplitude Loss = 20 Log 1.06 RBW x PW (RBW = 200 Hz, 9 kHz or 120 kHz) 

PULSE REPETITION FREQUENCY (PRF) 

21. Press SPAN FREQUENCY Key. 

22. Press ZERO Soft Function Key FI to set 2390A to ZERO Span. 

23. Press SWEEP MODE Key. Set Sweep Time and Trigger Delay as follows: 


• Adjust Sweep Time until two pulses or more are displayed on Display. 

• Press TRIG Soft Function Key F4. 

• If Display is unstable or pulses are not shown, press LEVEL Soft Function Key FI. 
Verify Trigger Level is above noise level and positioned so input pulses are able to 
trigger sweep. If not, adjust Trigger Level. 

NOTE: It may be necessary to readjust RBW and VBW according to Steps 6 and 7 for 
accurate display. 


Press DELAY Soft Function Key F4. 


Adjust Trigger Delay until Display shows desired horizontal position of pulses. Refer to 
Figure 4-16. 
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Figure 4-16 PRF Measurement for Dense Spectrum 
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STEP 


PROCEDURE 


24. Press MARKER MODE Key. Set markers as follows: 

• Press DELTA Soft Function Key F6. 

• Move Delta Marker to leading edge of second pulse approximately 3 dB down from peak 
amplitude level. 

• Press MV MKR1 Soft Function Key FI. Move Marker 1 to leading edge of first pulse 
approximately 3 dB down from peak amplitude level. 

• Record time difference (AT) between markers indicated in second part of AM field. 


25. Calculate PRF from reciprocal: PRF = 1/AT (Example in Figure 4-16 is 500 Hz.). 

NOTE: If RBW is adjustable to >PRF, set Frequency Span and RBW to display line 
spectrum for another way of measuring PRF. Refer to Figure 4-17. PRF is 
measured as frequency difference between spectrum line peaks. 
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Figure 4-17 PRF Measurement for Line Spectrum 

PULSE MEASUREMENTS USING BANDWIDTH APPLICATION PROGRAM 


01917051 


26. Press RETURN Soft Function Key F6, MKR SEL Soft Function Key FI and MKR 1 Soft 
Function Key FI in succession to remove markers. 

27. Press SWEEP MODE Key. Adjust Sweep Time until Display shows one measurable pulse. 
Refer to Figure 4-. 
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PROCEDURE 
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Figure 4-18 Bandwidth Application Pulse Measurements 

Press APPS Key. Press BW Soft Function Key F2. Set Bandwidth Application program as 

follows: 

• Verify Soft Function Key F4 is set to +SLOPE. If not, press -SLOPE Soft Function Key 
F4. 

• Press 3 dB Soft Function Key FI to set markers at 50% amplitude points (-3 dB from 
peak amplitude level) on leading and trailing edges. 

• Record pulse width (time difference [AT] between markers) indicated in second part of 
AM field. 

Press MARKER MODE Key. Set markers as follows: 

• Press DELTA Soft Function Key F6. 

• Press MV MKR1 Soft Function Key FI. Move Marker 1 to 10% amplitude point (=10 dB 
down from peak amplitude level) on leading edge. 

• Press AM Soft Function Key F5. Move Marker 2 to 90% amplitude point (=0.5 dB down 
from peak amplitude level) on leading edge. 

• Verify pulse rise time in.second part of AM field. 

• Press MKR 1 Soft Function Key FI. Move Marker 1 to 10% amplitude point (=10 dB 
down from peak amplitude level) on trailing edge. 

• Press AM Soft Function Key F5. Move Marker 2 to 90% amplitude point (=0.5 dB down 
from peak amplitude level) on trailing edge. 

• Verify pulse fall time in second part of AM field. 






1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press AUX MODE Key. 

3. Press MIXER Soft Function Key F3. 

4 . Press ON +IF Soft Function Key FI to activate External Mixer function. 

NOTE: If only the input frequency range is known, go to Step 7. 

5 . Press CENTER FREQUENCY Key. Enter desired Center Frequency from 3 to 1300 GHz, 
according to expected input signal. 

6 . Press SPAN FREQUENCY Key. Set Frequency Span wide enough for displaying expected 
input signal. Go to Step 9. 

7 . Press START FREQUENCY Key. Enter low end of known input frequency range (Start 
Frequency) from 3 to 1300 GHz. 

8 . Press STOP FREQUENCY Key. Enter high end of known input frequency range (Stop 
Frequency) from Start Frequency + 10 Hz to 1300 GHz. 

9. Press AUX MODE Key. 

10. Press MIXER Soft Function Key F3. 

11 . Press CON LOSS Soft Function Key F3. Set external attenuation according to external 
mixer conversion loss and any other added external attenuation factors. 
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STEP 


PROCEDURE 


12 . 


13. 


Enter LO Harmonic according to messages appearing in upper right corner of Display. 
Adjust LO Harmonic until no message appears. 

If L.O. too Low message appears, perform one or more steps as follows: 

• Press HARM Soft Function Key F5 and decrease LO Harmonic. 

• Press SPAN FREQUENCY Key. Reduce Frequency Span. Press AUX MODE Key. 
Press MIXER Soft Function Key F3. 

If L.O. too High message appears, perform one or more steps as follows: 

• Press HARM Soft Function Key F5 and increase LO Harmonic. 

• Press ON -IF Soft Function Key F2. 

Refer to Figure 4-20 and connect external mixer to 2390A as follows: 




Connect IF output from external mixer to EXTERNAL MIXER IF Connector 
CAUTION: MAXIMUM INPUT MUST NOT EXCEED -10 dBm. 



• Connect EXTERNAL MIXER LO Connector 



to LO input on external mixer. 


CAUTION: SIGNAL INPUT MUST NOT BE APPLIED TO EXTERNAL MIXER LO 
CONNECTOR. 


• Connect input signal to RF input on external mixer. 



01903001 

Figure 4-20 External Mixer Function Operation Hook-Up 
14. Press BW AMPLITUDE Key. 

NOTE: UNCAL appears in the Message field if an adjustment uncalibrates the Display. 
Adjust bandwidths as follows: 

• Adjust RBW for desired display. Decrease RBW for better signal to noise response. 

• Press VBW Soft Function Key F3 to access VBW field. Adjust VBW as required to view 
signals mixed with noise. 
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STEP 


PROCEDURE 


15. Set reference level, if needed, as follows: 

• Press REF AMPLITUDE Key. 

• Set top of scale reference level from -85.0 to +30.0 dBm. If needed, press INT Soft 
Function Key F2. 

• Press OFFSET Soft Function Key FI. Set external gain factor, if used or set to 0.0. 

16. Repeat Steps 5 through 8, 14 and 15 as needed, for desired signal display. 

NOTE: Placing signal peak near or at reference level (top of graticule) provides best 
measurement accuracy. 

17. Verify signal display as follows: 

• Press AUX MODE Key. 

• Press MIXER Soft Function Key F3. 

• Press VERIFY Soft Function Key F4. Verify true signal disappears from Display. Press 
VERIFY Soft Function Key F4. 

18. If markers are desired, press MARKER MODE Key. Set markers as follows: 

• Press MKR SEL Soft Function Key FI. 

• Move Marker 1 to desired location on trace display. Verify amplitude and frequency at 
Marker 1 position (displayed in Marker 1 field). 

• If Marker 2 is desired, press MKR 2 Soft Function Key F2. Move Marker 2 to desired 
location on trace display. Verify amplitude and frequency at Marker 2 position 
(displayed in Marker 2 field). 

• Press RETURN Soft Function Key F6. 

19. If Marker 1 is active and Delta function is desired, press DELTA Soft Function Key F6. 

20. With Delta function active, move Delta Marker to desired location on trace display. Verify 
amplitude and frequency difference between displayed markers in AM field. 
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1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect input signal (<24 kHz) to EXTERNAL INPUT Connector, d 
CAUTION: MAXIMUM INPUT MUST NOT EXCEED 40 V PEAK. 

3. Press AUX MODE Key. 

4. Press FFT Soft Function Key F5. 

5. Select input coupling as follows: 

• Press AC Soft Function Key FI for ac coupling. 

• Press DC Soft Function Key F2 for dc coupling. 

• Press GND Soft Function Key F3 for ground reference Display. 

6. Press CENTER FREQUENCY Key. Enter desired Center Frequency from 50 Hz to 23 kHz, 
according to input signal. 

7. Press SPAN FREQUENCY Key. Set Frequency Span from 10 to 200 Hz per division. 
NOTE: Center Frequency and Frequency Span are interactively limited in FFT mode. 
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STEP 


PROCEDURE 


8 . Set reference level as follows: 

• Press REF AMPLITUDE Key. 

• Set top of scale reference level from -40.0 to +40.0 dBm. If needed, press INT Soft 
Function Key F2. 

• If using external devices with known gain or attenuation, press OFFSET Soft Function 
Key FI to set Offset field from -99.9 to +99.9 dB. 

9 . Press BW AMPLITUDE Key. Adjust RBW from 3 to 100 Hz for desired display. 

NOTE: FFT mode sets the fixed Amplitude Scale to 10 dB per division. 

10. Press UTILITY Key to display Analyzer Configuration Screen. Select desired FFT data 
window function as follows: 

• Select 3. GENERAL OPTIONS. 

• Press xl Key to display General Options Menu. 

• Select 1. FFT WINDOW TYPE. 

• Press xl Key. 

• Select desired FFT data window function. Refer to Appendix D for more information on 
FFT and data window functions. 

11 . Press UTILITY Key twice to resume FFT signal display. 
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4-8 FREQUENCY-SELECTIVE DEVICE MEASUREMENTS 


NOTE: The Bandwidth Application program and Return Loss Bridge procedures use the Tracking 
Generator Option 02. When the Tracking Generator Option 02 is installed, no other test 
equipment is necessary to test filters and most other frequency-selective related 
equipment. If the Tracking Generator Option 02 is not installed, an alternate signal 
source is required. The alternate signal source must provide a frequency sweeping 
signal wider than the band specified for the Unit Under Test (UUT). 


Refer to Bandwidth Application program procedures in 4-8-1 to measure frequency response of 
filters and most other frequency-selective devices. Refer to 4-8-2 for procedures on using an 
external Return Loss Bridge to measure frequency response of antennas. 


4-8-1 BANDWIDTH APPLICATION PROGRAM 

The Bandwidth Application program is useful for measuring frequency response in the frequency 
domain or pulse information in the time domain (ZERO Span). Filters and other frequency- 
selective devices are easily verified using the Bandwidth Application program. Pulse information; 
such as rise time, fall time and pulse width; are measured using the Bandwidth Application 
program without having to demodulate the pulsed RF (see 4-5-4). 
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Figure 4-22 Bandwidth Application Filter Measurements 
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A. GENERAL PROCEDURE 

STEP PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 


2 . 


Connect UUT input to TRACKING GENERATOR Connector 



CAUTION: SIGNAL INPUT (UUT OUTPUT) MUST NOT BE APPLIED TO TRACKING 
GENERATOR CONNECTOR. 
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STEP 


PROCEDURE 


3. Connect UUT output to ANALYZER INPUT Connector. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 
AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM 
ANALYZER INPUT MUST NOT EXCEED +30 dBm AVERAGE OR 
+40 dBm PEAK WITH INTERNAL ATTENUATION >10 dB. FREQUENCY 
MUST BE >0 Hz (NO DC VOLTAGE). 

4. Press CENTER FREQUENCY Key. Set Center Frequency to center of expected UUT 
frequency bandwidth. 

5. Press GEN MODE Key. 

6. Press ON Soft Function Key FI. Use DATA SCROLL Spinner to set tracking 
generator output for desired Display level. 

7. Press SPAN FREQUENCY Key. Adjust Frequency Span per division until Display 
shows full frequency response bandwidth of UUT. 

8. Press APPS Key. 

9. Press BW Soft Function Key F2. 

10. Set +SLOPE/-SLOPE Soft Function Key F4 for function according to UUT: 

• +SLOPE for bandpass filters and similar frequency response equipment. 

• -SLOPE for notch filters and similar frequency response equipment. 

11. Set markers for bandwidth measurement: 

• Press 3 dB Soft Function Key FI to measure frequency response at 3 dB points. 

• Press 6 dB Soft Function Key F2 to measure frequency response at 6 dB points. 

• Press 60 dB Soft Function Key F3 to measure frequency response at 60 dB 
points. 

12. Verify UUT frequency response bandwidth in AM field. 
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B. EXAMPLES 

Figure 4-22 shows a bandpass filter with a 39.4 MHz bandwidth (129.5 to 168.9 MHz) at 
the 3 dB points. The maximum value of the trace is -17.7 dBm. 

The Bandpass Application program was set as follows: 


• Markers were initially inactive. 

• +SLOPE/-SLOPE Soft Function Key F4 was set to +SLOPE in Bandwidth Application 
Memory Operation Screen. 

• 3 dB Soft Function Key FI was pressed in Bandwidth Application Memory Operation 
Screen. The Bandwidth Application program activated and positioned markers at 3 dB 
points below maximum trace value, as shown. 



Figure 4-23 -Slope Operation with Markers Inactive 
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Figure 4-23 shows a notch filter with a 1.8 MHz notch (68.0 to 69.8 MHz) at the 3 dB points 
above the minimum trace value. The minimum value of the trace is -75.9 dBm. 

The Bandpass Application program was set as follows: 


• Markers were initially inactive. 

• +SLOPE/-SLOPE Soft Function Key F4 was set to -SLOPE in Bandwidth Application 
Memory Operation Screen. 

• 3 dB Soft Function Key FI was pressed in Bandwidth Application Memory Operation 
Screen. The Bandwidth Application program activated markers at 3 dB points above 
minimum trace level, as shown. 
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Figure 4-24 +Slope Operation with Marker(s) Active 

Figure 4-24 shows a bandpass filter frequency response. The Bandwidth Application 
program was activated to look at specific frequencies and levels at the Itfw end of the 
bandpass. The Display displays a 1.9 MHz difference between the trace at -50 dBm and at 
-44 dBm. 

The Bandpass Application program was set as follows: 

• Markers were initially active. Marker 1 was set at 123.6 MHz for a -50 dBm level. 
Marker 1 had edit control. 

• +S LOPE/-SLOPE Soft Function Key F4 was set to +SLOPE in Bandwidth Application 
Memory Operation Screen. 

• 6 dB Soft Function Key F2 was pressed in Bandwidth Application Memory Operation 
Screen. The Bandwidth Application program positioned Delta Marker to the right of 
Marker 1 at the first 6 dB point above the level at Marker 1, as shown. 










Figure 4-25 -Slope Operation with Marker(s) Active 
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Figure 4-25 shows a bandpass filter frequency response. The Bandwidth Application 
program was activated to look at specific frequencies and levels at the high end of the 
bandpass. The Display displays a 2.7 MHz difference between the trace at the 3 dB point 
and the trace at the 6 dB point. 

The Bandpass Application program was set as follows: 

• Markers were initially active. Markers were set at the 3 dB points below the maximum 
trace level. Delta Marker had edit control. 

• +SLOPE/-SLOPE Soft Function Key F4 was set to -SLOPE in Bandwidth Application 
Memory Operation Screen. 

• 3 dB Soft Function Key FI was pressed in Bandwidth Application Memory Operation 
Screen. The Bandwidth Application program positioned Marker 1 to the right of Delta 
Marker at the first 3 dB point below the level at Marker 1, as shown. 
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Figure 4-26 0 dB Function 

Figure 4-26 shows a bandpass filter frequency response. The Bandwidth Application 

program was activated to look at the dip in the middle of the bandpass. The Display shows 

a 9.7 MHz bandwidth (139.5 to 149.2 MHz) across the dip. 

The Bandpass Application program was set as follows: 

• Markers were initially active. Marker 1 was set to a desired point (level where the dip 
required consideration). Marker 1 had edit control. 

• 0 dB Soft Function Key F5 was pressed in Bandwidth Application Memory Operation 
Screen. The Bandwidth Application program positioned Delta Marker to the right of 
Marker 1 at the first point where the trace was at the same level as at the Marker 1 
position, as shown. 

NOTE: +SLOPE/-SLOPE Soft Function Key F4 setting does not matter when using the 0 dB 
function. 







1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect TRACKING GENERATOR Connector P! to SOURCE Connector of Return Loss 
Bridge (see Figure 4-28). 

CAUTION: SIGNAL INPUT MUST NOT BE APPLIED TO TRACKING GENERATOR 
CONNECTOR. 


IF USING RF SOURCE OTHER THAN INTERNAL TRACKING GENERATOR, 
DO NOT EXCEED MAXIMUM INPUT TO BRIDGE. REFER TO TABLE 4-3 FOR 
SUPPLY LEVEL AND DURATION CYCLE. 


3. Connect ANALYZER INPUT Connector LJ to REFLECTED Connector of Return Loss 
Bridge (see Figure 4-28). 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR 

AVERAGE, WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER 
INPUT MUST NOT EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH 
INTERNAL ATTENUATION 2:10 dB. FREQUENCY MUST BE >0 Hz (NO DC 
VOLTAGE). 
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STEP 


PROCEDURE 


SUPPLY RATING TABLE 

AMBIENT 

TEMPERATURE 

(°C) 

TIME INTERVAL 

5 MINUTES 

4 MINUTES 

3 MINUTES 

2 MINUTES 

1 MINUTE 

0 

2.5 W 

2.5 W 

3.5 W 

5.0 W 

6.0 W 

10 

2.0 W 

2.5 W 

3.0 W 

4.5 W 

5.5 W 

20 

1.8 W 

2.0 W 

2.5 W 

4.0 W 

5.0 W 

30 

1.5 W 

1.8 W 

2.0 W 

3.5 W 

4.5 W 

40 

1.3 W 

1.5 W 

1.8 W 

3.0 W 

3.8 W 

50 

1.3 W 

1.5 W 

1.8 W 

2.5 W 

3.3 W 

60 

1.0 W 

1.3 W 

1.5 W 

2.0 W 

2.8 W 

70 

1.0 W 

1.3 W 

1.5 W 

1.8 W 

2.5 W 


Table 4-3 Power Level and Duration Cycle 



Figure 4-28 Return Loss Bridge Measurements Hook-Up 

4. For Start/Stop function, go to Step 5. For Center/Span operation: 

• Press CENTER FREQUENCY Key. Enter fundamental Center Frequency. 

• Press SPAN FREQUENCY Key. Enter desired Frequency Span per division. Go to 
Step 6. 

5. For Start/Stop function: 

• Press START FREQUENCY Key. Enter desired Start Frequency. 

• Press STOP FREQUENCY Key. Enter desired Stop Frequency. 

6. Press GEN MODE Key. 

7. Press ON Soft Function Key FI. 

8. Set Tracking Generator Output Level to 0 dB using DATA SCROLL Spinner. 


4-42 






STEP 


PROCEDURE 


9. Press AUTO Soft Function Key F3 to peak Tracking Generator Output Level over displayed 
Frequency Span. 

NOTE: Peaking Tracking Generator Output Level is only necessary if procedure is being 
performed over Frequency Spans <10 kHz/Div. 

10. Press NORMLZ Soft Function Key F4 to set current trace to top of scale reference. 

11. Connect unit under test (UUT) to LOAD Connector of Return Loss Bridge (See 
Figure 4-28). 

NOTE: If not possible to connect UUT directly to LOAD Connector of Return Loss Bridge, 
use coaxial cable shorter than 10% wavelength of frequency being tested. 

12. Verify Display shows entire amplitude range of UUT Return Loss trace. If not, offset 
Display as follows: 

• Press REF AMPLITUDE Key. 

• Press OFFSET Soft Function Key FI. 

• Use DATA SCROLL Spinner to adjust Amplitude Scale Offset for desired Display. 

13. Press MARKER MODE Key. 

14. Press MKR SEL Soft Function Key FI. 

15. Move marker having edit control to any point of interest on trace. 

16. Verify UUT Return Loss in applicable marker field. 

17. Determine VSWR and Reflected Power using UUT Return Loss in Step 16 and Table 4-4. 


RET 

LOSS 

VSWR 

REFLD 

PWR 

RET 

LOSS 

VSWR 

REFLD 

PWR 

RET 

LOSS 

VSWR 

REFLD 

PWR 

-1.0 dB 

17.4 

79.4% 

-11.0 dB 

1.78 

7.9% 

-22.0 dB 

1.17 

0.6% 

-2.0 dB 

8.72 

63.1% 

-12.0 dB 

1.67 

6.3% 

-24.0 dB 

1.13 

0.4% 

-3.0 dB 

5.85 

50.1% 

-13.0 dB 

1.58 

5.0% 

-26.0 dB 

1.11 

0.3% 

-4.0 dB 

4.42 

39.8% 

-14.0 dB 

1.49 

4.0% 

-28.0 dB 

1.08 

0.16% 

-5.0 dB 

3.57 

31.6% 

-15.0 dB 

1.43 

3.2% 

-30.0 dB 

1.07 

0.10% 

-6.0 dB 

3.01 

25.1% 

-16.0 dB 

1.38 

2.5% 

-32.0 dB 

1.05 

0.06% 

-7.0 dB 

2.61 

20.0% 

-17.0 dB 

1.33 

2.0% 

-34.0 dB 

1.04 

0.04% 

-8.0 dB 

2.32 

15.8% 

-18.0 dB 

1.29 

1.6% 

-36.0 dB 

1.03 

0.03% 

-9.0 dB 

2.10 

12.6% 

-19.0 dB 

1.25 

1.3% 

-38.0 dB 

1.03 

0.02% 

-10.0 dB 

1.93 

10.0% 

-20.0 dB 

1.22 

1.0% 

-40.0 dB 

1.02 

0.01% 


Table 4-4 Return Loss-VSWR-Reflected Power Conversion 

18. Repeat Steps 15 through 17, as desired, for different frequency positions on UUT Return 
Loss Trace. 
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4-9 MEMORY OPERATIONS 







ATTEN 
10 dB 

REF 
-22.0 dB 

RBW 
300 kHz 

VBW 
10 kHz 

SWEEP 

2ms/ 


Ml-77.0 dBm/ 98.20 MHz M2 -75.2 dBm/ 102.50 MHz 






Figure 4-29 Memory Operations 
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4-9-1 MEMORY STORAGE 

A. TRACE STORAGE 

STEP __ PROCEDURE _ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Set 2390A to display desired signal. Refer to any procedure listed in 4-2 to 4-8. 

3. Press STORE Key to freeze live trace. 

4. Press TRACE Soft Function Key FI to enter Store Trace Directory. 

5. Use DATA SCROLL Spinner, <- and -» Keys (advances or recedes entire Display of 
Memory Locations), and/or T and 4 Keys to select desired unprotected Memory 
Location from 01 to 99. 

6. Set limit and/or protection designations as follows: 

NOTE: A trace cannot be designated as an upper limit and lower limit trace at the 
same time. 

• Press PROTECT Soft Function Key F2 to protect Memory Location from overwrite. 

• Press UP LIM Soft Function Key F3 to designate trace as upper limit trace. 

• Press LO LIM Soft Function Key F4 to designate trace as lower limit trace. 
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STEP 


PROCEDURE 



Figure 4-30 Store Trace Directory Operation 


7. If Storage Label is desired, proceed as follows: 

• Press LABEL Soft Function Key F5. (LABEL is highlighted.) If Hold function is 
active, press MORE Soft Function Key F5 and LABEL Soft Function Key FI in 
sequence. 

• Use t and i Keys or DATA SCROLL Spinner to enter each character, up to 

20 characters, in LABEL field. Use <- and -» Keys to position cursor. If desired, 
use DATA ENTRY Keypad to enter numeric characters. Press CLEAR Soft 
Function Key F6 to abort Storage Label entry and start over, if needed. 

• Press applicable LABEL Soft Function Key F5 or FI. (LABEL is not highlighted.) 

8. If Hold function is active, perform following: 

• To store peak hold trace, if desired, press MAX HOLD Soft Function Key F2 
(Maximum Hold trace) or MIN HOLD Soft Function Key F3 (Minimum Hold trace). 

• Press MORE Soft Function Key F5. 

9. Press ENTER Soft Function Key FI to store desired trace. 

10. Repeat Steps 5 through 9, as desired, to store peak hold and active traces. 

11. Press RETURN Soft Function Key F6. 
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B. SETUP STORAGE 


STEP 

1 . 

2 . 

3. 

4. 


PROCEDURE 


Apply power and activate 2390A. Allow 15 minute warm-up time. 

Set 2390A with desired control settings. Refer to any procedure listed in 4-2 to 4-8. 
Press STORE Key. 

Press SETUP Soft Function Key F2 to enter Store Setup Directory. 



Figure 4-31 Store Setup Directory Operation 
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5. Use DATA SCROLL Spinner, «- and -*• Keys (advances or recedes entire Display of 
Memory Locations), and/or T and i Keys to select desired unprotected Memory 
Location from 01 to 99. 

6. If desired, press PROTECT Soft Function Key F2 to protect Memory Location from 
overwrite. 

7. If Storage Label is desired, proceed as follows: 

• Press LABEL Soft Function Key F5. (LABEL is highlighted.) 

• Use t and i Keys or DATA SCROLL Spinner to enter each character, up to 20 
characters, in LABEL field. Use <— and —> Keys to position cursor. If desired, 
use DATA ENTRY Keypad to enter numeric characters. Press CLEAR Soft 
Function Key F6 to abort Storage Label entry and start over, if needed. 

• Press LABEL Soft Function Key F5. (LABEL is not highlighted.) 

8. Press ENTER Soft Function Key FI to store setup. 

9. Press RETURN Soft Function Key F6. 
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4-9-2 MEMORY RECALL 


A. TRACE RECALL 

STEP _ PROCEDURE _ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press RECALL Key. 

3. Press TRACE Soft Function Key FI to enter Recall Trace Directory. 



Figure 4-32 Recall Trace Directory Operation 
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4. Use DATA SCROLL Spinner, <- and -> Keys (advances or recedes entire Display of 
Memory Locations), and/or T and 4- Keys to select desired trace Memory Location. 

5. Press ENTER Soft Function Key FI to recall selected trace or press LIVE Soft 
Function Key F2 to show live trace without clearing Display. 

6. Repeat Step 3 through 5, as desired, to display up to four traces on Display. 

7. Press REMOVE Soft Function Key F5 to remove trace from Display. Enter Memory 
Location number for trace to be removed (0 for live trace). 


Press LIVE Soft Function Key F6 to clear display of all recalled traces and return to 
live trace. 




SETUP RECALL 
STEP 


PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press RECALL Key. 

3. Press SETUP Soft Function Key FI to enter Recall Setup Directory. 



Figure 4-33 Recall Setup Directory Operation 

4. Use DATA SCROLL Spinner, <- and -» Keys (advances or recedes entire Display of 
Memory Locations), and/or T and i Keys to select desired setup Memory Location. 

5. Press ENTER Soft Function Key FI to recall selected setup. 

6. Press RETURN Soft Function Key F6. (Display shows live trace with recalled control 
settings.) 





4-9-3 LIMITS TRACE CREATION 

NOTE: If the results of a trace creation function are in error or not desired, refer to Table 4-5. 


FUNCTION 

ACTION 

SET 

Reposition x-y axis lines to desired point and press SET Soft Function 
Key F3 again to move set position. 

DRAW 

Press UNDO Soft Function Key F5 to undo last Draw action. 

x-y Axis Position Edit 

Press CLEAR Soft Function Key F6 to return to last set position. 


Table 4-5 Trace Creation Undo Actions 



STEP 


PROCEDURE 

























STEP 


PROCEDURE 


5. Create new trace sections as follows: 

• Adding Single Points 

Press YPOS Soft Function Key FI. Use DATA SCROLL Spinner to move y axis position 
to desired amplitude level of new point. 

Press XPOS Soft Function Key F2. Use DATA SCROLL Spinner to move x axis position 
to desired frequency or time setting of new point. (Intersection of axis lines indicates 
new point position.) 

Press DRAW Soft Function Key F4 to add new point into trace. 

• Adding Line Segments 

Press YPOS Soft Function Key FI. Use DATA SCROLL Spinner to move y axis position 
to desired amplitude level of first point on new line segment. 

Press XPOS Soft Function Key F2. Use DATA SCROLL Spinner to move x axis position 
to desired frequency or time setting of first point on new line segment. (Intersection of 
axis lines indicates first point on new line segment.) 

Press SET Soft Function Key F3 to set first point of line segment. 

Use DATA SCROLL Spinner to move x axis position to desired frequency or time setting 
of second point on new line segment. 

Press YPOS Soft Function Key FI. Use DATA SCROLL Spinner to move y axis position 
to desired amplitude level of second point on new line segment. (Intersection of axis 
lines indicates second point on new line segment.) 

Press DRAW Soft Function Key F4 to add new line segment into trace. 

6. Repeat Step 5, as desired, to complete trace creation. 

7. Press RETURN Soft Function Key F6 to return to Display Operation Screen. 

8. Store trace according to 4-9-1 A. 
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4-9-4 SENDING OUT PLOTS 

STEP 


PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect HPGL compatible plotter to RS-232 Connector for serial operation or IEEE-488 
GPIB Connector for parallel operation. Refer to Figure 4-35 for RS-232 cable 
configuration. Use standard IEEE-488 GPIB cable for GPIB parallel operation. 



PIN 

1 

PIN 

2 

PIN 

3 

PIN 

4 

PIN 

5 

PIN 

6 

PIN 

7 

PIN 

00 

PIN 

li 
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Figure 4-35 RS-232 Plotter Cable Configuration 


3. Set plotter, as desired for compatibility. For GPIB operation, set plotter to Listen Only. 

4. Press UTILITY Key. 

• Select applicable submenu, RS-232 (SERIAL) or IEEE-488 (GPIB). 

• Press ENTER Soft Function Key FI. 

• Set OPERATION MODE to PLOTTER in RS-232 (SERIAL) Menu or PLOTTER (HPGL) in 
IEEE-488 (GPIB) Menu. 

NOTE: If the OPERATION MODE for one connector is set for plotter operation, the 

OPERATION MODE for the other connector cannot be set for plotter operation. 

• Use ENTER Soft Function Key FI and T and 4- Keys to configure applicable connector 
interface according to plotter settings. For RS-232 plotters, set HANDSHAKE to 
CTS/RTS and RCI CONTROL to DISABLE. 


• Press RETURN Soft Function Key F5. 

5. Set 2390A for desired trace or setup. Set operation as desired (use 4-2 to 4-8 procedures 
as guide) or recall according to 4-9-2. 

6. Press COPY Key. 

7. Press PLOT Soft Function Key F2. 


• Press ALL Soft Function Key FI to plot trace, graticule and scaling. 

• Press TRACE Soft Function Key F2 to plot trace only (for plotting multiple traces on 
already plotted graticule and scaling). 

• Press GRAT Soft Function Key F3 to plot graticule and scaling only. 

8. Repeat Steps 5 through 7 as desired. 
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4-9-5 PRINTING OUT SCREENS 

STEP PROCEDURE 


1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Connect compatible printer (EPSON 9, EPSON 24, ThinkJet or LaserJet) to PRINTER 
Connector. 

3. Press UTILITY Key. 

• Select 9. PRINTER OPTIONS. 

• Press ENTER Soft Function Key FI. 

• Set OPERATION MODE to PLOTTER in RS-232 (SERIAL) Menu or PLOTTER (HPGL) in 
IEEE-488 (GPIB) Menu. 

• Use ENTER Soft Function Key FI and t and i Keys to set PORT to PARALLEL PORT, 
CONFIG to UNI-DIRECTION (unless specified otherwise by printer operation manual) 
and TYPE according to connected printer type. 

• Press RETURN Soft Function Key F5. 

4. Set 2390A for desired trace and/or setup. Set operation as desired (use 4-2 to 4-8 
procedures as guide) or recall according to 4-9-2. 

5. Press COPY Key. 

6. Press PRINT Soft Function Key FI. 
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4-9-6 MEMORY EDITS 


A. MOVE FUNCTION 

STEP _ PROCEDURE _ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press RECALL Key. 

3. Press EDIT T Soft Function Key F2 to enter Edit Trace Directory or press EDIT S 
Soft Function Key F4 to enter Edit Setup Directory. 



Figure 4-36 Edit Trace Directory Operation 


4. Use DATA SCROLL Spinner, and -» Keys (advances or recedes entire Display of 
Memory Locations), and/or T and i Keys to select desired Memory Location with 
contents. 

5. Press MOVE Soft Function Key FI (MOVE is highlighted). 

6. Use DATA SCROLL Spinner, <- and Keys (advances or recedes entire Display of 
Memory Locations), and/or T and i Keys to select desired empty or unprotected 
Memory Location. 



Figure 4-37 Move Memory Operation 


7. Press MOVE Soft Function Key FI. 
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STEP 


PROCEDURE 



Figure 4-38 Confirm Memory Operation 
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8. Press CONFIRM Soft Function Key F5. 

B. COPY FUNCTION 

STEP _ PROCEDURE __ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press RECALL Key. 

3. Press EDIT T Soft Function Key F2 to enter Edit Trace Directory or press EDIT S 
Soft Function Key F4 to enter Edit Setup Directory. 

4. Use DATA SCROLL Spinner, <- and Keys (advances or recedes entire Display of 
Memory Locations), and/or T and 4- Keys to select desired Memory Location with 
contents. 

5. Press COPY Soft Function Key F2 (COPY is highlighted). 

6. Use DATA SCROLL Spinner, <- and Keys (advances or recedes entire Display of 
Memory Locations), and/or T and 4- Keys to select desired empty of unprotected 
Memory Location. 



Figure 4-39 Copy Memory Operation 


7. Press COPY Soft Function Key F2. 

8. Press CONFIRM Soft Function Key F5. 
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C. DELETE FUNCTION 


STEP _ PROCEDURE __ 

1. Apply power and activate 2390A. Allow 15 minute warm-up time. 

2. Press RECALL Key. 

3. Press EDIT T Soft Function Key F2 to enter Edit Trace Directory or press EDIT S 
Soft Function Key F4 to enter Edit Setup Directory. 

4. Use DATA SCROLL Spinner, <- and -» Keys (advances or recedes entire Display of 
Memory Locations), and/or T and ! Keys to select desired Memory Location with 
contents. 

5. Press DELETE Soft Function Key F3 (DELETE is highlighted). 

6. If deleting more than one Memory Location contents, use DATA SCROLL Spinner, <- 
and —» Keys (advances or recedes entire Display of Memory Locations), and/or T and 
i Keys to select desired end of sequence Memory Location with contents. (Delete 
function erases contents from first selected Memory Location through the last 
selected Memory Location in sequence.) 


DELETE FROM 13 TO 13 


DELETE 


& 


\\ 


Figure 4-40 Delete Memory Operation 
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7. Press DELETE Soft Function Key F3. 

8. Press CONFIRM Soft Function Key F5. 
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1. Press APPS Key to enter Application Memory Operation Screen. 

2. Press DIR Soft Function Key FI to enter Macro Directory. 

3. Use DATA SCROLL Spinner or t and i Keys to select macro program. 

4. Press ENTER Soft Function Key FI to enter Soft Function Key Assignment field. 

5. Use DATA SCROLL Spinner, DATA ENTRY Keypad or T and 4- Keys to assign macro to 
Soft Function Key FI ( 1 ), F2 (2), F3 (3), F4 (4) or F5 (5). Set to 0 to remove macro 
program assignment. 

6. Press ENTER Soft Function Key FI to exit and save Soft Function Key Assignment field. 

(The Display shows the macro name above the selected Soft Function Key. The number 
entered in the Soft Function Key Assignment field also remains beside the macro name in 
the Macro Directory. If another macro was previously assigned to the selected Soft 
Function Key, the new assignment automatically deletes the previous assignment.) 
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MACRO DIRECTORY 


FI 1 CBLFLT 

2 CN1-23M 

3 5 INCRMT 

4 4 CHAN 

5 3 VSWR 

6 2 CN_1 HZ 

7 NOISE 

8 PULJD 


CBLFLT CNJHZ VSWR CHAN INCRMT 



Figure 4-42 Macro Directory Operation 



Figure 4-43 Assigning Macro to Soft Function Key 
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4-10-2 OPERATING MACROS FROM FRONT PANEL 

ST E P ______ PROCEDURE __ 

1. Press APPS Key to enter Application Memory Operation Screen. 

2. Press MACRO Soft Function Key F3 to enter Macro Operation Screen. 

3. Press applicable Soft Function Key to activate desired macro program. 
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SECTION 5 - PERFORMANCE EVALUATION 


5-1 GENERAL 

This section contains information on test procedures for assessing the performance of the 2390A. 
All tests are self tests performed by the unit. No additional equipment is needed to conduct 
these tests. For maximum benefit, the operator should be thoroughly familiar with all aspects of 
the 2390A Operation Manual before performing these procedures. 

NOTE: The internal self tests only verify operation. The internal self tests do not verify 
specifications. 

Refer to Figure 3-1 for location of controls, connectors and indicators used in Section 5. 

5-2 POWER UP SELF TEST 

When power is switched On to the 2390A, the unit performs a power up self test. (Power up self 
test contains the tests in the CPU Diagnostics Operation Menu.) A normally functioning 2390A 
displays the Marconi Logo Screen briefly before automatically entering the Center Frequency 
Operation Screen. A displayed error message indicates abnormal operation. If an error message 
occurs, switch power Off. Wait approximately 30 seconds and power 2390A On again. If error 
reoccurs, refer 2390A to maintenance for corrective action. 

5-3 DIAGNOSTICS (SELF TEST) 

The Diagnostics Operation Menu is accessed from the Analyzer Utility Menu. A full self test 
incorporates the six individual tests in the Diagnostics Operation Menu and the eleven individual 
tests in the CPU Diagnostics Operation Menu. Each individual test is performed alone or as part 
of a group of selected tests (Loop Test function). 


\V 


// 


□ PHASE NOISE 

2. NOISE FLOOR 

3. RF FREQ COUNTER 

4. PHASE LOCK MONITOR 

5. REFERENCE BOARD 

6. POWER SUPPLY 

7. CPU BOARD 




DIAGNOSTICS 

TEST PASSED 

TEST FAIL 9KHZ-100KHZ 
TEST PASSED 
SKIP PASSED 
TEST PASSED 
TEST PASSED 
PASSED 




Figure 5-1 Diagnostics Operation Screen 
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5-3-1 DIAGNOSTICS OPERATION SCREEN 


A. DISPLAY INFORMATION 

The Diagnostics Operation Menu is divided into three fields: test name, selection status 
and test result. 

The test name field is self explanatory. The selection status field indicates the test is 
(TEST) or is not (SKIP) included in the group of selected tests ran in the Loop Test 
function. The test result field indicates results of latest tests performed since last power 
up. Table 5-1 lists possible test result indications. 


INDICATION 

DEFINITION 

PASSED 

Test Passed. 

FAILED or FAIL 

Test Failed. 

TESTING... 

Test in Progress. 

NOT TESTED 

Not Tested Since Power Up. 

POST 

Tested on Power Up. 


Table 5-1 Test Result Field Indications 


TEST DESCRIPTION 


1. PHASE NOISE 

Verifies phase noise is within tolerance at three offsets from the 100 MHz internal 
reference. Table 5-2 lists phase noise tolerances at the offsets tested. If out of 
tolerance, the test result field indicates a failed condition and the last failed offset. 


OFFSET 

TOLERANCE 

30 kHz 

<-69 dB 

10 kHz 

<-59 dB 

1 kHz 

<-49 dB 


Table 5-2 Phase Noise Tolerances 


2. NOISE FLOOR 

Verifies noise level is within tolerance across five specified bands. If out of 
tolerance, the test result field indicates a failed condition and the last failed band. 
Table 5-3 lists the noise tolerance for each of the five bands tested. 


BAND 

TOLERANCE 

9 to 100 kHz 

£-73 dBm 

100 kHz to 10 MHz 

£-83 dBm 

10 MHz to 2.9 GHz 

£-103 dBm 

2.6 to 12 GHz 

£-93 dBm 

11.5 to 22 GHz 

£-88 dBm 


Table 5-3 Noise Floor Tolerances 
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TEST 


DESCRIPTION 


3. RF FREQ COUNTER 

Verifies Frequency Counter accuracy. The internal counter measures the 100 MHz 
internal reference, present at the REF OUT Connector, and verifies measurement is 
within two counts of actual frequency. 

4. PHASE LOCK MONITOR 

Verifies operation of the phase-locked loop (PLL) synthesizers. Table 5-4 lists 
synthesizers and frequencies tested. The test result field indicates failed 
synthesizers (either or both) and one failed frequency. 


PLL SYNTHESIZER 

OSCILLATOR RANGE 

FREQUENCY 

YIG 

Low 

2.6 GHz 

High 

12.0 GHz 

Offset-Low 

7.000301 GHz 

Offset-High 

7.000799 GHz 

Sampler 

Loop-Low 

2.691 GHz 

Loop-High 

6.192 GHz 

100-200 MHz Low 

91.4 MHz 

117.2 MHz 

100-200 MHz Mid 

117.4 MHz 

150.2 MHz 

100-200 MHz High 

150.4 MHz 

191.2 MHz 


Table 5-4 Phase Lock Monitor Test Frequencies 


5. REFERENCE BOARD 

Checks memory (SRAM, PROM and EEPROM) operation in the Frequency Reference 
Firmware Assembly. 

6. POWER SUPPLY 

Compares the +12 and -12 V power outputs with the +5 V power output. An 
overvoltage (OVER) or undervoltage (UNDER) error is indicated in the test result 
field with the first voltage (-12 or +12 V) having the failure. 

7. CPU BOARD 

Displays the CPU Diagnostics Operation Menu for access to 11 individual CPU Board 
tests. 
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B. SOFT FUNCTION KEYS 

The Soft Function Keys control and activate the Diagnostics test operations. 

KEY _ DESCRIPTION _ 

FI ENTER 

Performs individual test selected or enters CPU Diagnostics Operation Screen if CPU 
Board Test is selected. 

F2 SELECT 

Sets selection status for the Loop Test function. Toggles between TEST (tested as 
part of the selected Loop Test function group) or SKIP (not tested). Enters CPU 
Diagnostics Operation Menu if CPU Board Test is selected. 

F3 LOOP 


Figure 5-2 Diagnostics LOOP Soft Function Keys 
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Enters secondary labels for Soft Function Keys to activate the Loop Test function. 
The Loop Test function performs a controlled series of selected individual tests. The 
selected group of tests are performed once, continuously until aborted or 
continuously until an error is indicated. The secondary Soft Function Keys control 
how the Loop Test function operates. 

FI ONCE 

Activates the Loop Test function. Selected individual tests run one time in 
succession. 


F2 FOREVER 


Activates the Loop Test function. Selected individual tests run in succession 
until aborted by pressing any of the Soft Function Keys. 

F3 TIL ERR 


Activates the Loop Test function. Selected individual tests run in succession 
until a failed condition causes an error indication. 


F5 RETURN 

Returns primary Diagnostics Operation Screen labels for Soft Function Keys. 
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KEY 


DESCRIPTION 


F3 LOOP (Continued) 
F6 OUTPUT 



Figure 5-3 Diagnostics OUTPUT Soft Function Keys 


Enters ternary labels for Soft Function Keys to activate the Print Test function. 
The Print Test function sends the selected test information through the RS-232 
Connector to an external printer. 

FI PRINT 

Activates the Print Test function. 

F2 ALL TSTS 

Selects all tests, passed or failed, and all error indications for each test to 
be printed. 

F3 ERRORS 

Selects only failed tests with all error indications to be printed. 

F5 RETURN 

Returns secondary labels for Loop Test function Soft Function Keys. 

F4 TEST 

Performs individual test selected or enters CPU Diagnostics Operation Menu if CPU 
Board Test is selected. 

F5 RETURN 

Returns to Analyzer Utility Menu. 

F6 OUTPUT 

Enters secondary labels for Soft Function Keys to activate the Print Test function. 
The Print Test function sends the selected test information through the RS-232 
Connector to an external printer. 

FI PRINT 

Activates the Print Test function. 

F2 ALL TSTS 

Selects all tests, passed or failed, and all error indications for each test to be 
printed. 

F3 ERRORS 

Selects only failed tests with all error indications to be printed. 

F5 RETURN 

Returns to primary Diagnostics Operation Screen labels for SOFT FUNCTION 
Keys. 
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5-3-2 CPU DIAGNOSTICS OPERATION SCREEN 


A. DISPLAY INFORMATION 

The CPU Diagnostics Operation Screen contains the same fields for the CPU tests as the 
Diagnostics Operation Screen has for the hardware tests. CPU tests are pass/fail tests 
without error indications. 

TEST ___ DESCRIPTION _ 

1. BIOS CHECKSUM 

Verifies sum of Basic Input/Output System bits. 

2. DRAM TESTS 

Verifies dynamic RAM operation. 

3. HEARTBEAT TICK 

Verifies operating system clock. 

4. REAL TIME CLOCK 
Verifies real time clock. 

5. CMOS RAM 

Verifies non-volatile RAM operation. 


6. RS-232 

Verifies RS-232 driver operation. 

7. KEYBOARD/SPI BUS 

Verifies keyboard and Serial Peripheral Interface (SPI) bus operation. 

8. PARAMETER RAM 



Verifies setup memory operation. 


9. EXTRA RAM 

Verifies Expanded Memory operation. 

10. PROGRAM ROM 

Verifies sum of program ROM bits. 

11. GPIB 

Verifies GPIB status. 

B. SOFT FUNCTION KEYS 


The Soft Function Keys operate the same as in the Diagnostics Operation Screen. 



5-6 



5-4 DIAGNOSTICS PROCEDURES 


\V 


CPU DIAGNOSTICS 


E 

BIOS CHECKSUM 

TEST 

PASSED POST 

2 . 

DRAM TESTS 

TEST 

PASSED POST 

3 . 

HEARTBEAT TICK 

TEST 

PASSED POST 

4. 

REAL TIME CLOCK 

TEST 

PASSED POST 

5. 

CMOS RAM 

TEST 

PASSED POST 

6. 

RS-232 

TEST 

PASSED POST 

7. 

KEYBOARD/SPI BUS 

TEST 

PASSED POST 

8. 

PARAMETER RAM 

TEST 

PASSED POST 

9. 

EXTRA RAM 

TEST 

PASSED POST 

10. PROGRAM ROM 

TEST 

PASSED POST 

11. 

GPIB 

TEST 

PASSED POST 
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Figure 5-4 CPU Diagnostics Operation Screen 

SINGLE TEST PROCEDURE 
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STEP ___ PROCEDURE _ 

1. Disconnect any input from all 2390A external connectors. 

2. Press UTILITY Key to enter Analyzer Utility Menu. 

3. Press DIAG Soft Function Key F6 to enter Diagnostics Operation Screen. 

4. Use T and i Keys or DATA SCROLL Spinner to select desired test. 

5. Press TEST Soft Function Key F4 to run selected test. 

6. Verify result, displayed in test result field. 
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5-4-2 LOOP TEST PROCEDURE 

STEP PROCEDURE 


1. Disconnect any input from all 2390A external connectors. 

2. Press UTILITY Key to enter Analyzer Utility Menu. 

3. Press DIAG Soft Function Key F6 to enter Diagnostics Operation Screen. 

4. Use T and 1 Keys or DATA SCROLL Spinner to select desired test. 

5. Press SELECT Soft Function Key F2 to include (TEST) or exclude test (SKIP) in Loop Test 
group. 

6. Repeat Steps 3 and 4 until all desired tests are included in Loop Test group. 

7. Press LOOP Soft Function Key F3. 

8. Activate Loop Test. Perform one of following steps: 

• Press ONCE Soft Function Key FI to run Loop Test one time through. 

• Press FOREVER Soft Function Key F2 to run Loop Test continuously. 

• Press TIL ERR Soft Function Key F3 to run Loop Test until an error is indicated. 

9. Verify results, displayed in test result field. 

NOTE: Failure of a specific test may lead to failure of other specific tests, though the 
modules being tested may be operating properly. 

10. Press any ABORT Soft Function Key to stop Loop Test. 

5-4-3 PRINT TEST PROCEDURE 

STEP _ PROCEDURE __ 

1. Press UTILITY Key to enter Analyzer Utility Menu. 

2. Press 1 on DATA ENTRY Keypad to select RS-232 (Serial) Menu. 

3. Press ENTER Soft Function Key FI to display RS-232 (Serial) Menu. 

4. Use T and i Keys or DATA SCROLL Spinner and ENTER Soft Function Key FI to select 
and edit menu items. Configure RS-232 according to printer being used. 

5. Press RETURN Soft Function Key F5 to return to Analyzer Utility Menu Screen. 

6. Press DIAG Soft Function Key F6 to enter Diagnostics Operation Screen. 

7. Press OUTPUT Soft Function Key F6. 

8. Select desired information to print. Perform one of following steps: 

• Press ALL TSTS Soft Function Key F2 to print all tests. 

• Press ERRORS Soft Function Key F3 to print only tests with errors. 

9. Press PRINT Soft Function Key FI to print out selected test results. 
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SECTION 6 - REMOTE OPERATION 


6-1 GENERAL 

The 2390A Spectrum Analyzer is designed to operate remotely through an external controller. All 
data available through Front Panel Operation is available through the External Controller. The 
External Controller can generate any command available except Display Intensity Control and 
Power On. 

Refer to Figures 3-1 and 3-2 for location of controls, connectors and indicators used in Section 6. 

Remote Operation is performed using the RS-232 Connector or the IEEE-488 GPIB Connector. 
Refer to Appendix A for pin-out information. 

It is important for the operator to be familiar with the 2390A Operation Manual and front panel 
operation of the 2390A before initiating remote operations. Refer to Section 3 for information 
regarding controls, connectors, indicators, operation screens and menus. For more detailed 
information concerning remote operation, see the TMAC Users Manual (1002-2001-600). 

6-2 OPERATING PROCEDURES 

6-2-1 RS-232 CONFIGURATION FOR DIRECT REMOTE OPERATION 

STEP _ PROCEDURE _ 

1. Refer to Figure 6-1 and connect Host System Comm Connector to 2390A Spectrum 
Analyzer RS-232 Connector on rear panel, using standard 9-pin to 9-pin RS-232 cable 
(provided with 2390A Spectrum Analyzer). For 9-pin to 25-pin operation, refer to Figure 6- 
2. Connect CD and DTR only as needed. 

NOTE: A PC (using Terminal Emulation Software) or RS-232 Terminal can be used as the 
Host System. The Same Host System connections are used when connecting the 
2390A to a printer. 




HOST 

DCD 

RX 

TX 

GND 

DSR 

RTS 

CTS 


01903004 

Figure 6-1 2390A - Host Cable Connections (9-Pin) 
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PROCEDURE 



HOST 


TX 

RX 

RTS 

CTS 

DSR 

GND 

DCD 


Figure 6-2 2390A - Host Cable Connections (25-Pin) 
Press UTILITY Key to enter Analyzer Utility Menu: 






ANALYZER UTILITY MENU 


0] RS-232 (SERIAL) 

2. IEEE-488 (GPIB) 

3. GENERAL OPTIONS 

4. KEYBOARD OPTIONS 

5. VERSION NUMBER 

6. MEMORY MODIFY 

7. REAL TIME CLOCK 

8. USER CALS 

9. PRINTER OPTIONS 


ENTER ■ RAW CAL 


// 


MAN CAL ■ ASTDCAL 




01903005 


01917033 













STEP 


PROCEDURE 


3. Press 1 and xl Keys in sequence on DATA ENTRY Keypad to enter RS-232 (Serial) 
Screen: 

. —A 


r 


RS-232 (SERIAL) 

E 

OPERATION MODE 

HOST 

2. 

BAUD RATE 

9600 

3. 

DATA BITS 

8 

4. 

STOP BITS 

1 

5. 

PARITY 

NONE 

6. 

HANDSHAKE 

CTS/RTS 

7. 

RCI ECHO 

OFF 

8. 

RCI CONTROL 

DISABLE 



4. Press 1 and xl Keys in sequence on DATA ENTRY Keypad to edit OPERATION MODE. 

Use T and i Keys to select HOST for remote control operation. Press xl Key or ENTER 
Soft Function Key FI to save edit. 

5. Press 2 and xl Keys in sequence on DATA ENTRY Keypad to edit BAUD RATE. Use t and 
i Keys to set Baud Rate in bps, as desired according to Host System capabilities. Press 
xl Key or ENTER Soft Function Key FI to save edit. 

6. Press 3 and xl Keys in sequence on DATA ENTRY Keypad to edit DATA BITS. Use T and 
i Keys to set number of data bits per word to 8. Press xl Key or ENTER Soft Function 
Key FI to save edit. 

7. Press 4 and xl Keys in sequence on DATA ENTRY Keypad to edit STOP BITS. Use t and 
i Keys to set number of stop bits per word to 1. Press xl Key or ENTER Soft Function 
Key FI to save edit. 

8. Press 5 and xl Keys in sequence on DATA ENTRY Keypad to edit PARITY. Use t and 1 
Keys to select parity setting of NONE. Press xl Key or ENTER Soft Function Key FI to 
save edit. 

9. Press 6 and xl Keys in sequence on DATA ENTRY Keypad to edit HANDSHAKE. Use T 
and ! Keys to select XON/XOFF (software). Press xl Key or ENTER Soft Function Key FI 
to save edit. 

10. Press 7 and xl Keys in sequence on DATA ENTRY Keypad to edit RCI ECHO. Use t and 
i Keys to select ON for repeating transmissions back to Host System device or OFF. 

Press xl Key or ENTER Soft Function Key FI to save edit. 
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STEP 


PROCEDURE 


11. Press 8 and xl Keys in sequence on DATA ENTRY Keypad to edit RCI CONTROL. Use T 
and Keys to select ENABLE. Press xl Key or ENTER Soft Function Key FI to save edit. 

12. Set Terminal Emulator Software or RS-232 Terminal parameters to match Table 6-1. 


PARAMETER 

SETTING 

Baud Rate 

according to Step 5 

Data Bits 

8 

Stop Bits 

1 

Parity 

None 

Handshaking 

Xon/Xoff 


Table 6-1 Terminal Settings for RS-232 Host Operation 


13. Initiate serial remote operation. 
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6-2-2 RS-232 CONFIGURATION FOR MODEM OPERATION 

STEP _ PROCEDURE _ 

1. Connect Modem to 2390A Spectrum Analyzer RS-232 Connector on rear panel as shown in 
Figure 6-3 for 9-pin to 9-pin operation. A null modem adapter may be used. For 9-pin to 
25-pin operation, connect Modem to 2390A Spectrum Analyzer RS-232 Connector on rear 
panel as shown in Figure 6-4. Connect CD and DTR only as needed. 



MODEM 

DCD 

RX 

TX 

DTR 

GND 

RTS 

CTS 


01903006 


Figure 6-3 2390A - Modem Cable Connections (9-Pin) 




01903007 


Figure 6-4 2390A - Modem Cable Connections (25-Pin) 

2. Press UTILITY Key to enter Analyzer Utility Menu. 

3. Press 1 and xl Keys in sequence on DATA ENTRY Keypad to enter RS-232 (Serial) 

Screen. 

4. Press 1 and xl Keys in sequence on DATA ENTRY Keypad to edit OPERATION MODE. 

Use T and 1 Keys to select HOST for remote control operation. Press xl Key or ENTER 
Soft Function Key FI to save edit. 

5. Press 2 and xl Keys in sequence on DATA ENTRY Keypad to edit BAUD RATE. Use t and 
i Keys to set Baud Rate in bps, as desired according to Modem requirements. Press xl 
Key or ENTER Soft Function Key FI to save edit. 
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STEP 


PROCEDURE 


6. Press 3 and xl Keys in sequence on DATA ENTRY Keypad to edit DATA BITS. Use t and 
i Keys to set number of data bits per word to 8. Press xl Key or ENTER Soft Function 
Key FI to save edit. 

7. Press 4 and xl Keys in sequence on DATA ENTRY Keypad to edit STOP BITS. Use T and 
1 Keys to set number of stop bits per word to 1. Press xl Key or ENTER Soft Function 
Key FI to save edit. 

8. Press 5 and xl Keys in sequence on DATA ENTRY Keypad to edit PARITY. Use T and i 
Keys to select parity setting of NONE. Press xl Key or ENTER Soft Function Key FI to 
save edit. 

9. Press 6 and xl Keys in sequence on DATA ENTRY Keypad to edit HANDSHAKE. Use T 
and i Keys to select NONE. Press xl Key or ENTER Soft Function Key FI to save edit. 

10. Press 7 and xl Keys in sequence on DATA ENTRY Keypad to edit RCI ECHO. Use T and 
I Keys to select OFF. Press xl Key or ENTER Soft Function Key FI to save edit. 

11. Press 8 and xl Keys in sequence on DATA ENTRY Keypad to edit RCI CONTROL. Use T 
and i Keys to select ENABLE. Press xl Key or ENTER Soft Function Key FI to save edit. 

12. Call Modem and 2390A Spectrum Analyzer for originating PC. ' 
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6-2-3 GPIB CONFIGURATION 

STEP 


PROCEDURE 


1. Press UTILITY Key to enter Analyzer Utility Menu. 

2. Press 2 and xl Keys in sequence on DATA ENTRY Keypad to enter IEEE-488 (GPIB) 
Screen: 


1 ^ 




E| OPERATION MODE 

2. ADDRESS 

3. RCI CONTROL 


IEEE-488 (GPIB) 

TALK ONLY 
21 

ENABLE 


w 




0191703S 


3. Press 1 and xl Keys in sequence on DATA ENTRY Keypad to edit OPERATION MODE. 

Use t and i Keys to select TALK/LISTEN for remote control operation or LISTEN ONLY to 
operate Spectrum Analyzer as a slave unit. Press xl Key or ENTER Soft Function Key FI 
to save edit. 

4. Press 2 and xl Keys in sequence on DATA ENTRY Keypad to edit ADDRESS. Use T and i 
Keys to set 2390A GPIB address from 0 to 31. Set address to not conflict with another 
device (30 is advised). Press ENTER Soft Function Key FI to save edit. 

5. Press 3 and xl Keys in sequence on DATA ENTRY Keypad to edit RCI CONTROL. Use T 
and I Keys to select ENABLE for TALK/LISTEN OPERATION MODE (remote control 
operation) or DISABLE for any other OPERATION MODE. 

6. Connect IEEE-488 GPIB Cable to 2390A Spectrum Analyzer IEEE-488 GPIB Connector on 
rear panel. 

7. Initiate parallel remote operation through IEEE-488 GPIB Connector. 
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6-3 TEST MACRO LANGUAGE (TMAC) 

TMAC is the Remote Command Interpreter (RCI) used to remotely operate the 2390A Spectrum 
Analyzer and provide a format to store and perform user defined test sequences. TMAC is based 
on the IEEE-488.2 format and supports the SCPI Standard. 

A main strength of TMAC is the capability to define macro commands. Step by step test 
procedures are developed, stored and remotely implemented through TMAC. Flow control 
commands allow decision making and looping within the macro. TMAC also provides a variety of 
data structures to assist in developing test procedures. Macros can be executed from other 
macros, passing parameters from one macro to the other, allowing complicated procedures to be 
divided into smaller tasks. Multitasking commands allow several macros to alternate command 
execution, giving the appearance of being executed simultaneously. 

Macros declared as programs can be assigned Soft Function Keys by remote operation or in the 
Macro Directory. Macro programs may then be activated through front panel operation in the 
User-Defined Application Memory Operation Screen. 

A full explanation of the TMAC language is beyond the scope of the 2390A Operation Manual. 
Table 6-4 lists the specific instrument commands. For a complete explanation of the TMAC 
language including the use of macros, macro programs, variables, data structures,.flow control 
commands and multitasking commands, see the TMAC Users Manual (1002-2001-600). 

6-4 COMMAND SYNTAX 

TMAC structures commands hierarchically through the use of a colon (:) delimiter. To allow 
access to command paths, the 2390A interpreter keeps track of the current path or command 
level where it expects to find the next command. The current path is determined by using a set 
of rules. On power up or after a *RST command, the current path is set to. the root command 
node, the highest level of the command tree structure. The end of a message or command line 
(pressing Return or Enter on controller keyboard) resets current path to the root node. 

When a colon is used as the delimiter between commands, the current path is moved down one 
level in the command structure (e.g., The colon in FREQ:CENT specifies CENT is one level down 
from FREQ). When a colon is used as the first character of a command, it specifies the 
command is found at the root node. A semicolon is used to separate multiple commands in the 
same message line. A semicolon does not change the current path. The four commands to turn 
the External Mixer function On, set to the fourth harmonic above the 1st LO frequency and verify 
correct signal is displayed; are accomplished in one line as follows: 

MIX ON;MIX:IFT PLUS;HARM 4;VER 

is equivalent to: 

MIX ON 
MIX:IFT PLUS 
MIX:HARM 4 
MIX:VER 
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Commands with multiple parameter fields separate the parameters with a comma (,). An example 
of a multiple parameter command is: TRAC:STOR 1,SAMPLE WAVE (storing current live trace in 
Memory Location 1 with Storage Label). At least one space is needed between commands and 
the first parameter. Other spaces or lack of them do not affect the command. Query commands 
contain a question mark (?) at the end of the command and before any parameters. Query 
commands request data from the 2390A. Various Command Syntax punctuation marks are shown 
in Table 6-2. 


PUNCTUATION MARK 

NAME 

DESCRIPTION 

» 

Message Separator 

Separates commands on same line. 

: 

Compound Command Separator 

Allows hierarchy of command structure. 

» 

Parameter Separator 

Separates parameters in multiple < 

parameter command line. 

? 

Query Command Ending 

Requests return data. 

\ 

End of Line Continuation 

Allows command to continue on next 
line. Command words cannot be 
broken. 


Table 6-2 Command Syntax Punctuation Marks 


Commands are entered using short or long form. The short form is shown in upper case. The 
long form is shown as the upper and lower case together. Brackets [] indicate optional 
parameters. 
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6-5 MANDATORY IEEE 488.3 COMMANDS 

In compliance with IEEE-488.3 1987, Table 6-3 lists reserved commands for remote operations 
When these commands are used, they must include the leading asterisk (*). 


MNEMONIC 

COMMAND 

*CLS 

Clear Status Command 

♦ DDT 

Define Device Trigger Command 

♦ DDT? 

Define Device Trigger Query 

*DMC 

Define Macro Command 

*ESE X 

Standard Event Status Enable Command 
X=0 to 255 

♦ ESE? 

Standard Event Status Enable Query 

*ESR? 

Standard Event Status Register Query 

♦ IDN? 

Identification Query 

*LMC? 

Learn Macro Query 

♦ OPC 

Operation Complete Command 

♦ OPC? 

Operation Complete Query 

♦ OPT? 

Option Identification Query 

♦ PMC 

Purge Macro Command 

♦ RST 

Reset Command 

♦ SRE 

Service Request Enable Command 

♦SRE? 

Service Request Enable Query 

♦STB? 

Read Status Byte Query 

♦TRG 

Trigger Command 

♦TST? 

Self Test Query 

♦WAI 

Wait-to-Continue Command 


Table 6-3 Mandatory GPIB Commands 
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6-6 2390A SPECIFIC COMMAND SET 


COMMAND 

RANGE 

DEFINITION 

FREQUENCY 

FREQuency:MODE? 

0 or 1 (0=Center/Span, 
1=Start/Stop) 

Returns Frequency Mode of 
Operation. 

CENTER FREQUENCY 

FREQuencyiCENTer XU 

Xl/=0Hz to 22.5GHz X=Value 
l/=Units (Hz, kHz, MHz or GHz) 

Sets Center Frequency. Units are 
MHz unless specified. 

FREQuency:CENTer:MARKer 


Sets Center Frequency to Active 
Marker Frequency. 

FREQuencyiCENTeriMARKerl 


Sets Center Frequency to 

Marker 1 Frequency. 

FREQuencyiCENTer: MAR Ker2 


Sets Center Frequency to 

Marker 2 Frequency. 

FREQuencyiCENTer: FIND? 


Returns Peak Value in MHz. 

FREQuencyiCENTeriFLEVel X 

X=0 to 255 

Sets Find Threshold by vertical 
position on display. 

FREQuencyiCENTeriFLEVel? 

0 to 255 

Returns Find Threshold. 

FREQuencyiCENTer:FEND XU 

Xl/=0Hz to 22.5GHz X=Value, 
l/=Units (Hz, kHz, MHz or GHz) 

Sets ending frequency for the Find 
function. 

FREQuencyiCENTer: FEND? 


Returns current ending frequency 
setting in MHz. 

FREQuencyiCENTer: PREVIOUS 


Toggles current Center Frequency 
with previous setting. 

FREQuencyiCENTer? 

0.000000 to 22500 

Returns Center Frequency in MHz. 

SPAN FREQUENCY 

FREQuencyiSPAN XU 

XU=0Hz to 2.2GHz X=Value, 
l/=Units (Hz, kHz, MHz or GHz). 

Sets Frequency Span per division. 
Units are MHz unless specified. 

FREQuencyiSPANiFULL 


Sets Frequency Span to 22 GHz. 

FREQuencyiSPAN:BAND X 

X=0, 1 or 2 

Sets Frequency Span to specific 
Band. 

FREQuency:SPAN:\ 

BANDiDEFault 


Sets Frequency Span to Band 
containing Center Frequency. 

FREQuencyiSPAN: BAND? 

0, 1 or 2 

Returns Frequency Span Band. 

FREQuencyiSPAN? 

0.000000 to 2200 

Returns Span Frequency in 

MHz/Div. 

FREQuencyiSPANiCOUPIe X 

X=ON or OFF or 1 (On) or 0 (Off) 

Couples Center/Span with 

Start/Stop settings. 

FREQuencyiSPANiCOUPIe? 

1 (On) or 0 (Off) 

Return Center/Span-Start/Stop 
Couple status. 




Table 6-4 2390A Specific Commands 
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COMMAND 


RANGE 


DEFINITION 


START FREQUENCY 


FREQuency:STARt XU 


FREQuency:STARt:MARKer 


FREQuency:STARt: PREVious 


FREQuency:STARt? 


FREQuency:STOP XU 


FREQuency:STOP:MARKer 


FREQuency:STOP: PREVious 


FREQuency:STOP? 


XU= OHz to 22.5GHz X=Value, 
U=Units (Hz, kHz, MHz or GHz). 



0.000000 to 22500 


STOP FREQUENCY 


Xl/=0Hz to 22.5GHz X=Value 
U=Units (Hz, kHz, MHz or GHz) 



0.000000 to 22500 


ATTENUATION AMPLITUDE 


INPut:ATTenuation:EXTernal X X=0.0 to 99.9 


INPut:ATTenuation:EXTernal? 


INPut:ATTenuation:INTernal X 


INPut:ATTenuation:INTernal? 


INPut:ATTenuationrAUTO X 


INPut:ATTenuation:AUTO? 


0.0 to 99.9 


X=0, 20, 40 (EXTERNAL INPUT) 
or 0, 10, 20, 30, 40, 50 or 60 
(ANALYZER INPUT) 


0 to 60 


X=ON or OFF or 1 (On) or 0 (Off) 


1 (On) or 0 (Off) 


Sets Start Frequency. Units are 
MHz unless specified. 


Sets Start Frequency to Marker 
Frequency. 


Toggles current Start Frequency 
with previous setting. 


Returns Start Frequency in MHz. 


Sets Stop Frequency. Units are 
MHz unless specified. 


Sets Stop Frequency to Marker 
Frequency. 


Toggles current Stop Frequency 
with previous setting. 


Returns Stop Frequency in MHz. 


Sets External Attenuation Factor 
in dB, only with External Mixer 
function active. 


Returns External Attenuation 
Factor. 


Sets Internal Attenuation in dB, if 
uncoupled. Range depends on 
Input Connector and Minimum 
Internal Attenuation Limit. 


Returns Internal Attenuation in dB. 


Sets internal attenuation/reference 
level coupling On or Off. 


Returns internal attenuation 
reference level coupling status. 


INPut:RLevel XU 


INPut:RLevel? 


REFERENCE AMPLITUDE 


X=(Range varies according to 
display scale and units.) 
L/=Unit prefix (m, u, n, p) (LIN 
display scale only) 



Sets top of scale reference level 
in basic units unless Unit prefix m 
(milli), u (micro), n (nano) or p 
(pico) is specified. 


Returns top of scale reference 
level in dBm or dBmV (LOG 
display scale) or Watts or Volts 
(LIN display scale). 


Table 6-4 2390A Specific Commands (Continued) 



















































COMMAND 

RANGE 

DEFINITION 

INPut:RLevel:OFFset X 

X=-99.9 to +99.9 

Sets reference level Offset value 
in dB (normal). 

INPut:RLevel:OFFset? 

-99.9 to 99.9 

Returns Offset value in dB. 

MODe:REFerence:OFFSet X 

X=-40 to +40 (1 dB steps) 

Offsets Trace Reference function 
Amplitude Scale. 

MODe:REFerence:OFFSet? 

-40 to +40 

Returns Trace Reference function 
Amplitude Scale Offset in dB. 

INPut:GAIN X 

X=0.0 to 20.0 (RBW>5 MHz or 
EXTERNAL INPUT) or -10.0 to 

65.0 (RBW£5 MHz) 

Sets Internal Gain in dB, if 
uncoupled or in AM/FM Receiver 
mode. Range depends on RBW 
setting and Input Connector. 

INPut:GAIN? 

-10.0 to 65.0 

Returns Internal Gain in dB. 

INPut:GAIN:PRESelect:AUTO 


Sets Preselector to Automatic. 

Not valid operating in Band 0. 

INPut:GAIN:PRESelect:\ 

MANual X 

X=0 to 16383 

Sets Preselector to Manual. Not 
valid operating in Band 0. 

MODeiREFerence X 

X=ON or OFF or 1 (On) or 0 (Off) 

Activates or deactivates Trace 
Reference function. 

MODe.REFerence? 

1 (On) or 0 (Off) 

Returns Trace Reference function 
status. 

RESOLUTION BANDWIDTH AMPLITUDE 

BANDwidth:RESolution XU 

Xl/=3kHz, 30kHz, 300kHz, 5MHz, 
10MHz or 30MHz (>200 Hz/Div) 
200Hz, 1kHz, 9kHz, 120kHz or 
1MHz (Option 08,>200 Hz/Div) 
100Hz or 30Hz (£200 Hz/Div) 

3Hz or 10Hz (<20 Hz/Div) 

200Hz, 9kHz or 120kHz (Quasi- 
Peak Selected) 

Sets Resolution Bandwidth (RBW). 
Range depends on Frequency 

Span setting (shown in 
parentheses) and if Option 08 is 
installed. 

BANDwidth:RESolution? 

0.000003 to 30 

Returns RBW setting in MHz. 

BANDwidth:VIDeo XU 

XU=0Hz, 10Hz, 100Hz, 1kHz, 
10kHz, 100kHz or 1MHz 

Sets Video Bandwidth (VBW). 

Units are Hz unless specified. 

BAND width: VI Deo? 

0 to 1000000 

Returns VBW setting in Hz. 

BANDwidth:AUTO X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets RBW coupling On or Off. 

BAND width: AUTO? 

1 (On) or 0 (Off) 

Returns RBW coupling status. 

BANDwidth:QPEak X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Quasi-Peak Detector On or 

Off for selected bandwidth filter. 
Available if Option 07 is installed 
and 200 Hz, 9 kHz or 120 kHz 

RBW filter is selected. 

BANDwidth:QPEak? 

1 (On) or 0 (Off) 

Returns Quasi-Peak Detector 
status. 


Table 6-4 2390A Specific Commands (Continued) 
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COMMAND 

RANGE 

DEFINITION 

SCALE AMPLITUDE 

SCALe XU 

XU=1dB, 2dB, 5dB or 10dB 
(Analyzer Operation) 

Xl/=5mV, lOmV, 20mV, 50mV, 

10OmV, 200mV, 500mV, IV, 2V 
or 5V (Scope Operation) 

Sets vertical Display Scale per 
Division. An error occurs if 
command does not agree with 
current Display Scale mode. 

SCALe? 

1, 2, 5 or 10 (Analyzer Operation) 
100, 200, 500, 1000, 2000 or 

5000 (Scope Operation) 

Returns vertical Display Scale in 
dB/Div for Analyzer Operation or 
mV/Div for Scope Operation. 

SCALe:UNITs X 

X=DBM or DBMV (LOG) or 

WATTS, UWatts, VOLTS or 

UVolts (LIN) or DBUV (QPEAK) 

Sets Scale units. 

SCALe:UNITs? 


Returns Scale units. 

SCALe:DB X 

X=ON or OFF or 1 (On) or 0 (Off) 
(LIN display scale) 

Sets linear unit status (dB-Scale 
unit reference or Scale units). 

SCALe:DB? 

1 (On) or 0 (Off) 

Returns linear unit status. 

SCALe:TYPe X 

LOGarithmic, LINear or 

ENHanced 

Sets display scale mode. 

SCALe:TYPe? 

LOGARITHMIC, LINEAR or 
ENHANCED 

Returns display scale mode. 

SCALeiTOP? 


Returns currenMop of Scale. 

MARKER MODE | 

MARKerl X 

X=ON or OFF or 1 (On) or 0 (Off) 

Activates and/or gives edit control 
to Marker 1. 

MARKerl? 

1 (On) or 0 (Off) 

Returns Marker 1 active status. 

MARKer2 X 

X=ON or OFF or 1 (On) or 0 (Off) 

Activates and/or gives edit control 
to Marker 2. 

MARKer2? 

1 (On) or 0 (Off) 

Returns Marker 2 active status. 

MARKerM:FREQuency XU 

M= 1 or 2 

XU=0Hz to 22.5GHz X=Value, 
l/=Units (Hz, kHz, MHz or GHz). 

Sets Frequency of Marker 1 or 
Marker 2. Valid with Frequency 
Span >0 Hz. Units are MHz unless 
specified. 

MARKerAf. FREQuency? 

M= 1 or 2 

0.000000 to 22500 

Returns Frequency of Marker 1 or 
Marker 2 in MHz. Valid with 
Frequency Span >0 Hz. 

MARKer/W:TIMe X 

M= 1 or 2 

X=0 to 10 times current Sweep 
Rate 

Sets specified marker time in ms. 

MARKerM:TlMe? 

/W=1 or 2 

0 to 10 times current Sweep Rate 

Returns specified marker time in 
ms. 


Table 6-4 2390A Specific Commands (Continued) 
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COMMAND 

RANGE 

DEFINITION 

MARK:TRACe:TRACK? 


Activates and moves Marker 1 to 
Center Frequency signal 
exceeding Peak Threshold Level. 

MARKerM:CENTer 

M= 1 or 2 

Moves specified marker to center. 

MARKerMPOINt X 

At=1 or 2 

X=0 to 100 

Sets Marker 1 or Marker 2 to 
specific horizontal position on 
display in half minor divisions. 

MARKerM: POINt? 

Af=1 or 2 

0 to 100 

Returns position of specified 
marker in half minor divisions. 

MARKer:AMPLitude? 

Range depends on current scale 
and units. 

Returns active marker Amplitude. 

MARKer:UNITs? 


Returns current marker amplitude 

units. 

MARKer:AOFF 


Turns Off both markers. 

MARKer:TRACK X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Marker Tracking On or Off. 

MARKer:TRACK? i 

1 (On) or 0 (Off) 

Returns Marker Tracking State. 

MARKer:DELTa X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Delta function On or Off. 

MARKenDELTa? 

1 (On) or 0 (Off) 

Returns Delta function status. 

MARKer:DELTa:AMPLitude? 

Range depends on current scale 
and units. 

Returns Amplitude difference 
between both markers in dB (LOG 
display scale) or LIN display scale 
units. 

MARKer:DELTa: POINt? 

0 to 100 

Returns horizontal position 
difference between both markers 
in half minor divisions. 

MARKer:DELTa:TIME? 

0 to 10000 

Returns horizontal position 
difference between both markers 
in ms. Valid in ZERO Span or 

Scope Operation. 

MARKer:DELTa:FREQuency? 

0 to 22500 

Returns Frequency difference 
between both markers in MHz. 

Valid with Frequency Span >0 Hz. 

MARKer/W:TRACe:PEAK:\ 

TRACk X 

M= 1 or 2 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Peak Track status for 
specified marker (must have edit 
control and be on peak). 

MARKerM:TRACe:PEAK:TRACk? 

M=1 or 2 

ON or OFF or 1 (On) or 0 (Off) 

Returns Peak Track status for 
specified marker. 

MARK:TRACe:PEAK:NEXT? 


Moves Marker 1 to the second or 
next highest displayed signal 
exceeding Peak Threshold Level. 




Table 6-4 2390A Specific Commands (Continued) 
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COMMAND 

RANGE 

DEFINITION 

MARKer/W:TRACe: PEAK: LEFT 

M= 1 or 2 

Moves specified marker left to 
next peak above Peak Threshold 
and activates Peak Track (must 
have edit control). 

MARKer/W:TRACe:PEAK:RIGHt 

M= 1 or 2 

Moves specified marker right to 
next peak above Peak Threshold 
and activates Peak Track (must 
have edit control). 

MARKeriTRACe: PEAKrLEVel X 

X=0 to 255 

Sets Peak Threshold by vertical 
position on display. 

MARKer:TRACe:PEAK:LEVel? 

0 to 255 

Returns Peak Threshold setting. 

SWEEP MODE 

SWEep:TIME XU 

XL/=1ms, 2ms, 5ms, 10ms, 20ms, 
50ms, 100ms, 200ms, 500ms, Is, 
2s, 5s or 10s (all functions) 

XU= 200ns, 500ns, lus, 5us, 
lOus, 20us, 50us, lOOus, 200us 
or 500us (ZERO Span or Scope 
Operation) 

Sets Sweep Time per division. 

Units are ms unless specified. 

SWEep:TIME? 

0.0002 to 10000 

Returns Sweep Time in ms per 
division. 

SWEep:TIME:AUTO X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets auto coupling On or Off. 

SWEep:TIME:AUTO? 

1 (On) or 0 (Off) 

Returns auto coupling status. 

TRIGger:MODe X 

X=FREE, AUTO, NORMal or 
SINGIeshot 

Sets Sweep Trigger mode. 

TRIGgeriMODe? 

FREE, AUTO, NORM or SING 

Returns Sweep Trigger mode. 

TRIGger:ARM 


Sets Sweep to trigger in 

Singleshot mode. 

TRIGger:SOURce X 

X=VIDeo, LINE, EXTFrnt or 
EXTRear 

Sets Sweep Trigger Source. 

EXTFrnt is not valid when 
EXTERNAL INPUT Connector is 
active (INPut:SCOPe X). 

TRIGger:SOURce? 

VIDeo, LINE, EXTFrnt or 

EXTRear 

Returns Sweep Trigger Source. 

TRIGger:FILTer X 

X=AC, DC, TVLine, TVField, 

LFRej or HFRej 

Sets Sweep Trigger Filter. If 

Sweep Trigger Source is LINE, 
Sweep Trigger Filter is 
automatically set to DC. 

TRIGger:FILT er? 

AC, DC, TVLine, TVField, LFRej 
or HFRej 

Returns Sweep Trigger Filter. 
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COMMAND 

RANGE 

DEFINITION 

TRIGger:LEVel X 

X=0 to 255 (VIDeo) 

X=-2.5, -1.0, -.5, 0.0, 0.5, 1.0 or 
2.5 (EXTFrnt) 

Not valid with LINE or EXTRear. 

Sets Level, according to Sweep 
Trigger Source, required to 

Trigger a Sweep. VIDeo is 
vertical position on display. 

EXTFrnt Level is in volts. 

TRIGger:LEVel? 

0 to 255 

Returns Level Required to Trigger 
a Sweep. 

TRIGger-.SLOPe X 

X=POSitive or NEGative 

Sets Slope for Sweep Trigger 

TRIGger:SLOPe? 

POS or NEG 

Returns Sweep Trigger Slope. 

TRIGger:DELay XU 

XU=- 200s to +200s (depends on 
Sweep Rate) U=Units (s, ms or 
us) 

Sets Trigger to Sweep Delay. 

Units are ms unless specified. 

TRIGger:DELay? 

-200000 to +200000 

Returns Trigger to Sweep Delay in 
ms. 

TRACKING GENERATOR MODE (OPTION 02 INSTALLED) 

TRACKgen X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Tracking Generator status. 

TRACKgen? 

1 (On) or 0 (Off) 

Returns Tracking Generator 
status. 

TRACKgen:LEVel X 

X=0 to -70 (1 dB steps) 

Sets Tracking Generator Output 
Level in dBm. 

TRACKgen: LEVel? 

0 to -70 

Returns Tracking Generator 

Output Level in dBm. 

TRACKgen:AUTo? 

0 (when completed) 

Tunes Tracking Generator. 

TRACKgen:NORMLz[:STATe] X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Normalization function 
status. 

TRACKgen:NORMLz[:STATe]? 

1 (On) or 0 (Off) 

Returns Normalization function 
status. 

AUXILIARY MODE 

COUNter:STATe X 

X=ON or OFF or 1 (On) or 0 (Off) 

Activates Frequency Counter. 

COUNter:STATe? 

1 (On) or 0 (Off) 

Returns Frequency Counter status. 

COUNterrRESolution X 

X— 1 Hz, 10 Hz, 100 Hz or 

1000 Hz 

Sets Frequency Counter 

Resolution. 

COUNter:RESolution? 

1 Hz, 10 Hz, 100 Hz or 1000 Hz 

Returns Frequency Counter 
Resolution. 

COUNter? 


Returns Frequency Counter 
reading in MHz. 

MIXer X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets External Mixer status. 

MIXer? 

1 (On) or 0 (Off) 

Returns External Mixer status. 
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COMMAND 

RANGE 

DEFINITION 

MIXer:HARMonic X 

1 to 100 

Sets LO Harmonic for External 
Mixer. 

MIXer:HARMonic? 

1 to 100 

Returns LO Harmonic setting. 

MIXer:IFToggle X 

PLUS or MINUS 

Toggles LO Harmonic IF above or 
below LO. 

MlXerrl FToggle? 

PLUS or MINUS 

Returns LO Harmonic IF status. 

MIXer:VERify X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Mixer to Verify display by 
increasing LO Harmonic by 1. 

MIXer:VERify? 

1 (On) or 0 (Off) 

Returns Mixer Verify status. 

1N Put: EXTernal :SCOPe X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets EXTERNAL INPUT Connector 
mode for Digital Oscilloscope. 

1N Put: EXTernal: SCOPe? 

1 (On) or 0 (Off) 

Returns Digital Oscilloscope 
status. 

IN Put: EXTernal:COUPling X 

X=AC, DC, GROund or OFF 

Sets EXTERNAL INPUT Connector 
Coupling. 

IN Put: EXTernal:COUPling? 

AC, DC, GROund or OFF 

Returns EXTERNAL INPUT 
Connector Coupling status. 

IN Put:EXTernahANAlyzer X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets EXTERNAL INPUT Connector 
mode for FFT Spectrum Analyzer. 

IN Put: EXTernal: AN Alyzer? 

1 (On) or 0 (Off) 

Returns FFT Spectrum Analyzer 
status. 

TRIGger:VERTical X 

X=-6 to 6 

Sets Amplitude Scale Offset. 

TRIGger:VERTical? 

-6 to 6 

Returns Amplitude Scale Offset. 

COPY 

PLOT X 

X=TRACe, ALL or GRATicule 

Sends trace, entire display or 
graticule and scaling to plotter. 

PRESET 

PRESET:CONFirm 


Sets 2390A to factory preset 
conditions. 

DEMOD 

RECeiver:DEMod:X 

X=AM1, AM2, FM1, FM2, USER 
or OFF 

Sets Receiver Demodulation 
mode. 

RECeiver:DEMod? 

AMI, AM2, FM1, FM2, USER or 
OFF 

Returns Receiver Demodulation 
mode. 

RECeiver:DEMod:SCALE:AM X 

X=10, 20 or 50 

Returns AM % Modulation Display 
Scale per division. 

RECeiver:DEMod:SCALe:FM X 

X=1 kHz, 2 kHz, 5 kHz, 10 kHz, 

20 kHz, 50 kHz, 100 kHz, 

200 kHz, 500 kHz, 1 MHz, 2 MHz 
or 5 MHz 

Returns FM Frequency Deviation 
Scale per division. 
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COMMAND 

RANGE 

DEFINITION 

RECeiver:DEMod:SCALe:ZERO 


Zeros FM Demodulation Screen. 

RECeiver:DEMod:SCALe? 

AM 10, AM 20, AM 50, FM 1 kHz, 
FM 2 kHz, FM 5 kHz, FM 10 kHz, 
FM 20 kHz, FM 50 kHz, 

FM 100 kHz, FM 200 kHz, 

FM 500 kHz, FM 1 MHz, 

FM 2 MHz or FM 5 MHz 

Returns Receiver Demodulation 
Scale and Units. 

DISPLAY 

MODe:AVERage X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Trace Averaging function 
status. 

MODe:AVERage? 

1 (On) or 0 (Off) 

Returns Trace Averaging function 
status. 

MODe:AVERage:COUNt X 

X=2to 8 

Sets number of traces to average 
in Trace Averaging function. 

MODe:AVERage:COUNt? 

2 to 8 

Returns number of traces to 
average in Trace Averaging 
function. 

MODe:PKHold X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Peak Hold function status. 

MODe:PKHold? 

1 (On) or 0 (Off) 

Returns Peak Hold function status. 

MODe:MINhold X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets Minimum Hold function 
status. 

MODe.MINhold? 

1 (On) or 0 (Off) 

Returns Minimum Hold function 
status. > 

LIMITS MEMORY 



TRACe:LIMi»s X 

X=ALARm, STORe, RELAY, SRQ, 
APPS or OFF 

Activates Limits function(s). 

TRACe:DATa X,/,Z,Z,Z.Z 

X=1 to 99 

Y=0 to 499 (horizontal offset or 
start) 

Z=0 to 255 (vertical settings for 
points) 

Creates or modifies trace, pixel by 
pixel (each subsequent point), at 
Memory Location X. 

TRACe:DATa? X, Y,Z 

X=0 to 99 

Y=0 to 499 (horizontal offset or 
start) 

Z=1 to 500 (points) 
y,y,y,..,y (each point=0 to 255) 

Returns position(s) of trace data 
point(s) in Memory Location X or 
live trace (X=0). X=0, if not 
specified. Y=0, if not specified. 
Z=500, if not specified. 

TRACe:MAXimum? X.Y.Z 

X=0 to 99 

Y=0to 499 

Z=1 to 500 

X.Y (position, X=0 to 499, Y=0 to 
255) 

Returns X,Y position of maximum 
vertical point in selected trace 
data point(s) of Memory Location 
or live trace (X=0). X=0, if not 
specified. Y=0, if not specified. 
Z=500, if not specified. 
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COMMAND 


RANGE 


DEFINITION 


TRACe:MINimum? X,Y,Z 

X=0 to 99 

Y=0 to 499 

Z= 1 to 500 

X,Y (position, X=0 to 499, Y=0 to 
255) 

Returns X,Y position of minimum 
vertical point in selected trace 
data point(s) of Memory Location 
or live trace (X=0). X=0, if not 
specified. Y=0, if not specified. 
Z=500, if not specified. 

TRACe:AVERage? X,Y,Z 

X=0 to 99 

Y=0 to 499 

Z= 1 to 500 

Y (position, Y=0 to 255) 

Returns average vertical position 
of selected trace data point(s) of 
Memory Location or live trace 
( X— 0). X=0, if not specified. Y=0, 
if not specified. Z=500, if not 
specified. 

STORE MEMORY 

TRACe:STORe X[,"LABEL”} 

X=1 to 99 

LABEL- 0 to 20 ASCII Character 
Storage Label 

Stores current trace in Memory 
Location X with or without Storage 
Label. 

TRACe:UPPer X 

X=1 to 99 

Designates trace in Memory 

Location X as Upper Limit Trace. 

TRACe:LOWer X 

X— 1 to 99 

Designates trace in Memory 

Location X as Lower Limit Trace. 

TRACe:PROTect X,Y 

X=1 to 99 

Y=ON or OFF or 1 (On) or 0 (Off) 

Sets trace protection status. 

TRACerPROTect? X 

X=1 to 99 

1 (On) or 0 (Off) 

Returns trace protection status. 

SETup:STORe X[,’’LABEL”] 

X— 1 to 99 

LABEL- 0 to 20 ASCII Character 
Storage Label 

Stores current setup in Memory 
Location X with or without Storage 
Label. 

TRACe:STORe:\ 

MAXHId X[,LABEL] 

X=1 to 99 

LABEL= 0 to 20 ASCII Character 
Storage Label 

Stores displayed Maximum Hold 
trace in Memory Location X with or 
without Storage Label. 

TRACe:STORe:\ 

MINHId X[,LABEL] 

X=1 to 99 

LABELED to 20 ASCII Character 
Storage Label 

Stores displayed Minimum Hold 
trace in Memory Location X with or 
without Storage Label. 

SETup:PROTect X,Y 

X=1 to 99 

Y=ON or OFF or 1 (On) or 0 (Off) 

Sets setup protection status. 

SETupiPROTect? X 

X=1 to 99 

1 (On) or 0 (Off) 

Returns setup protection status. 

RECALL MEMORY 

TRACe:DIRectory[:ENTry]? X 

X=0to 99 

Returns Trace Directory Entry 
information on Memory Location X. 

TRACe:RECall X 

X=0 to 99 

Displays trace in Memory Location 
X. X=0 is live trace. 

TRACe:RECall LABEL 

LABEL= 0 to 20 ASCII Character 
Storage Label 

Displays trace in Memory Location 
having Storage Label, LABEL. 
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COMMAND 


TRACe:REMove X 


TRACe:LIVe 


SETup:RECall X 


SETup:RECall LABEL 


RANGE 


X=0 to 99 



X=0 to 99 


DEFINITION 


Removes trace in Memory 
Location 

X from CRT. X=0 is live trace. 


Removes all traces from CRT and 
displays live trace. 


Sets 2390A to setup in Memory 
Location X. X=0 is current setup. 


LABEL =0 to 20 ASCII Character Sets 2390A to setup in Memory 


Storage Label 


Location having Storage Label, 
LABEL. 


PROGram:NAME "NAME",X 


PROGram:NAME? 


APPLICATION 


AM/WE=name of macro 
X=0 to 5 (1 to 5 assign Soft 
Function Keys, 0 removes 
assignment) 


PROGram:CATalog? 


PROGram:CATalog:SELected? 


PROGram:DELete 


PROG ram: DELete: ALL 


APPIication:DBO 



APPIication:DB3 


X=POSitive or NEGative 


Defines and assigns Soft Function 
Key to macro program. 


Returns name of currently active 
macro program. 


Returns list of all macro programs 
(Macro Directory). 


Returns list of all macro programs 
assigned to Soft Function Keys. 


Deletes macro program defined by 
last PROGram:NAME command. 


Deletes all macro programs from 
Macro Directory. 


Finds next 0 dB point from and 
referenced to trace level at marker 
with edit control position. 


Sets markers to 3 dB points from 
maximum or minimum trace level 
or finds next 3 dB point from and 
referenced to trace level at marker 
with edit control position. 


Sets markers to 6 dB points from 
maximum or minimum trace level 
or finds next 6 dB point from and 
referenced to trace level at marker 
with edit control position. 


Sets markers to 60 dB points from 
maximum or minimum trace level 
or find next 60 dB point from and 
referenced to trace level at marker 
with edit control position. 


Sets search slope status. 



6-21 






























COMMAND 

RANGE 

DEFINITION 

APPlicationrSLOPe? 

POSitive or NEGative 

Returns search slope status. 


ANALYZER UTILITY 


SYSTem:COMMunicate:SERial:\ 
BAUD X 

X=110, 150, 300, 600, 1200, 

2400, 4800, 9600, 19200 or 

38400 

Sets RS-232 Baud Rate in bps. 

SYST em:COMMunicate:SERial:\ 
BITS X 

X=7 or 8 

Sets number of data bits per word. 

SYSTem:COMMunicate:SERial:\ 
SBITs X 

X=1 or 2 

Sets number of stop bits per word. 

SYSTem:COMMunicate:SERial:\ 
PARity X 

X=NONE, ODD or EVEN 

Sets parity check mode. 

SYSTem:COMMunicate:SERial:\ 
PACE X 

X=XON or NONE 

Sets software handshake (pacing) 
mode. 

SYSTem:COMMunicate:SERial:\ 
ECHO X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets RCI echo. 

SYSTem:COMMunicate:SERial:\ 
CONTroLRTS X 

X=ON, STANdard or RFR 

Sets hardware handshake (pacing) 
mode. 

SYSTem:COMMunicate:GPIB:\ 
ADDRess X 

X=0 to 31 

Sets address for GPIB bus 
operation. 

WINDOW X 

X=UNIForm, BARTIett, 

BLACkman, HARRis, HAMMing, 
HANNing or NUTTall 

Sets FFT data window function. 

WINDOW? 

UNIFORM, BARTLETT, 

BLACKMAN, HARRIS, HAMMING, 
HANNING or NUTTALL 

Returns FFT data window function. 

INPut:ATTenuation:MINimum X 

X=0, 10, 20, 30, 40, 50 or 60 

Sets Minimum Internal Attenuation 
Limit in dB. 

INPut:ATTenuation:MINimum? 

0, 10, 20, 30, 40, 50 or 60 

Returns Minimum Internal 
Attenuation Limit in dB. 

SCALe:ENHanced X 

X=GAIN, ATTenuation or 

ATTGain 

Sets Enhance Scale Priority. 

SCALe:ENHanced ? 

GAIN ONLY, ATTEN ONLY or 
ATTEN THEN GAIN 

Returns Enhance Scale Priority 
setting. 

CORRection X 

X=ON (Calibrated mode) or OFF 
(High Speed mode) or 1 (On) or 

0 (Off) 

Sets digitizer mode of operation. 

CORRection? 

ON or OFF 

Returns digitizer mode of 
operation. 

CALibration:TIME X 

X=ON or OFF or 1 (On) or 0 (Off) 

Enables or disables internal 
automatic calibrations. 

CALibration:TIME? 

ON or OFF 

Returns operation status of 
internal automatic calibrations. 
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COMMAND 

RANGE 

DEFINITION 

SYSTem:REFerence X 

X=EXTernal or INTernal 

Sets system time base reference. 

SYSTem:REFerence? 

EXTernal or INTernal 

Returns system time base 
reference. 

RECeiver:DEMod:COUPIing X 

X=AC or DC 

Sets FM coupling. 

RECeiver:DE Mod: COUPling? 

AC or DC 

Returns FM coupling. 

SYSTem:KEYBoard X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets keyboard click status. 

SYSTem:KEYBoard? 

1 (On) or 0 (Off) 

Returns keyboard click status. 

SYSTem:SPINner X 

X=ON or OFF or 1 (On) or 0 (Off) 

Sets DATA SCROLL Spinner click 
status. 

SYSTem:SPINner? 

1 (On) or 0 (Off) 

Returns DATA SCROLL Spinner 
click status. 

SYSTem:DATE Y,M,D 

Y=1997 to 9999 (year) 

M=01 to 12 (month) 

£>=01 to 31 (day) 

Sets system date. 

SYST em:DATE? 

1997 to 9999 (year), 01 to 12 
(month), 01 to 31 (day) 

Returns system date set. 

SYSTem:TIME H,M,S 

H= 00 to 23 (hour) 

M=00 to 59 (minute) 

S=00 to 59 (second) 

Sets system time. 

SYSTemrTIME? 

00 to 23 (hour), 00 to 59 
(minute), 00 to 59 (second) 

Returns system time set. 
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SECTION 7 - OPTIONS 


7-1 TRACKING GENERATOR (OPTION 02) 

Refer to Figure 3-1 for controls, connectors and indicators called out in 7-1. 

7-1-1 DESCRIPTION 

The Tracking Generator (Option 02) is used to measure frequency response of filters, amplifiers, 
antennas, couplers and other frequency-selective devices. The Tracking Generator provides an 
output signal through the TRACKING GENERATOR Connector. Output signal frequency, ranging 
from 100 kHz to 2.9 GHz, is synchronous with the signal frequency received through the 
ANALYZER INPUT Connector. Output level is adjustable from -70 to 0 dBm in 1 dB steps. 

Refer to 4-8 for procedures using the Tracking Generator. 

7-1-2 RESPONSE 

Tracking Generator flatness is affected by the AMPLITUDE CORRECTION setting in the Analyzer 
Configuration Screen General Options Menu. Setting the AMPLITUDE CORRECTION to 
CALIBRATED provides the best Tracking Generator response. 

7-2 QUASI-PEAK DETECTOR (OPTION 08) 

Refer to Figure 7-2 for controls, connectors and indicators called out in 7-2. 

7-2-1 PURPOSE 

Quasi-Peak Detection was developed by the Comite Internation Special des Pertubation 
Radioelectroniquis (CISPR) as a way to characterize Electromagnetic Interference (EMI) to 
communications equipment. Quasi-Peak Detection has become a standard measurement method 
recognized by most regulatory agencies for testing digital devices. More information is found in 
CISPR Publication 16 and ANSI Standard C63.2-1980. 

The Quasi-Peak Detector provides an easy and efficient way of measuring EMI. 

The Quasi-Peak Detector also offers a larger dynamic range for measuring pulse modulated 
frequencies. 

NOTE: The Quasi-Peak Detector, Option 08, also includes five extra resolution bandwidth filters 
(200 Hz, 1 kHz, 9 kHz, 120 kHz and 1 MHz). The 200 Hz, 9 kHz and 120 kHz filters are 
used with the Quasi-Peak Detector. All the extra filters are available for RBW selection 
in normal operation, when Option 08 is installed. 

7-2-2 TIME CONSTANTS 

EMI measurements are performed within constraints of Table 7-1. The RBW setting determines 
the Time Constants. The Charge Time Constant is the time required, after application of RF 
voltage at the ANALYZER INPUT Connector, for output voltage to reach 63% of final value. The 
Discharge Time Constant is the time required, after removal of input voltage from the ANALYZER 
INPUT Connector, for output voltage to fall to 37% of initial value. The Indicator Time Constant 
is the time required to indicate the correct level of the input voltage. 
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FREQUENCY RANGE 

BANDWIDTH 

AT 6 dB 

CHARGE TIME 
CONSTANT 

DISCHARGE 
TIME CONSTANT 

INDICATOR 
TIME CONSTANT 

10 to 150 kHz 

200 Hz 

45 ms 

500 ms 

160 ms 

150 kHz to 30 MHz 

9 kHz 

1 ms 

160 ms 

160 ms 

30 MHz to 1 GHz 

120 kHz 

1 ms 

550 ms 

100 ms 


Table 7-1 Quasi-Peak Time Constants 


7-2-3 ANTENNA FACTOR 

The antenna factor is supplied by the antenna manufacturer. The antenna gain is entered into 
the 2390A as part of the external offset factor set in the Reference Amplitude Operation Screen. 
The 2390A uses the antenna gain to correct and display the actual signal field strength. 

7-2-4 LINE IMPEDANCE STABILIZATION NETWORK (LISN) 

Measurements for conducted emissions require a Line Impedance Stabilization Network (LISN) in 
the test circuit. The LISN provides a fixed impedance to the UUT, isolates UUT EMI for 
measurement by the 2390A and prevents power line EMI from entering the test circuit. Refer to 
Figure 7-1 for a diagram of the LISN used for FCC testing. 

CAUTION: DAMAGE TO THE 2390A IS POSSIBLE WHEN SWITCHING LISN LINES 
CONNECTED TO THE 2390A. CHECK UNIT SPECIFICATIONS BEFORE 
CONNECTING THE LISN TO ANALYZER INPUT CONNECTOR. 


POWER SOURCE > 


T 


mm 




<( UUT 



239XA 

TEST 

CIRCUIT (50 Q) 


Figure 7-1 Line Impedance Stabilization Network (LISN) 
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7-2-5 QUASI-PEAK DETECTOR MEASUREMENT PROCEDURE 
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Figure 7-2 Quasi-Peak Measurements 

The following procedure provides one general way to isolate signals and take Quasi-Peak 
measurements. The operator is recommended to consult applicable measurement standards and 
procedures such as the CISPR and ANSI Standards. Advantages of this procedure are: 

• Ambient signals are eliminated before introducing UUT signals. 


• Quasi-Peak testing at all frequencies is not required. 

NOTE: Storing test control settings in a Setup Memory Location is suggested for easier testing 
and faster test times. 

CAUTION: MAXIMUM ANALYZER INPUT MUST NOT EXCEED +20 dBm, PEAK OR AVERAGE, 
WITH INTERNAL ATTENUATION <10 dB. MAXIMUM ANALYZER INPUT MUST NOT 
EXCEED +30 dBm AVERAGE OR +40 dBm PEAK WITH INTERNAL ATTENUATION 
>10 dB. FREQUENCY MUST BE >0 Hz (NO DC VOLTAGE). 


STEP 


PROCEDURE 


1. For radiated EMI testing, go to Step 2. For conducted EMI testing, set up and connect test 
equipment as shown in Figure 7-3: 

• Use High-Pass Filter (with cutoff frequency below UUT frequency range) to prevent 
mixer overload and consequent gain compression and distortion. 

• Use Limiter or carefully monitor peak power to prevent damage to 2390A caused by 
LISN transients. 
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STEP 


PROCEDURE 



Figure 7-3 Conducted EMI Test Hook-Up 




2. For radiated EMI testing, set up and connect equipment as shown in Figure 7-4: 

• Use Preamplifier, as needed, to provide adequate sensitivity. 

• Use Filters, as needed, to eliminate overload and unwanted frequency signals. 

3. Apply power and activate 2390A with UUT Off. Allow 15 minute warm-up time. 

4. Press CENTER FREQUENCY Key. 

5. Use DATA ENTRY Keypad to set Center Frequency to 500 MHz. 

6. Press SPAN FREQUENCY Key. 

7. Use DATA ENTRY Keypad to set Frequency Span to 100 MHz/DIV. 

8. Press REF AMPLITUDE Key. 

9. Use T and i Keys, DATA ENTRY Keypad or DATA SCROLL Spinner to adjust top of scale 
reference level to -30.0 dB. 
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STEP 


PROCEDURE 


10. If needed, set external offset factor as follows: 

• Calculate external offset factor by adding all external gain values (Antenna and 
Preamplifier) and subtracting all external attenuation values (LISN, Attenuator, Loss 
through Filters] and Limiter). 

• Press OFFSET Soft Function Key FI to enter OFFSET field. 

• Use T and ! Keys, DATA ENTRY Keypad or DATA SCROLL Spinner to set external 
offset factor to calculated value. 

11. Verify Display shows relatively flat trace with limited spikes (ambient signals). Refer to 
Figure 7-5. 






dBm CENTER 
-301 


500.0 MHz SPAN ITooT o I MHz/DIV 


-40 

-50 

-60 

-70 

-80 

-90 

-110 

-110 






: 

: 









; 

l 









: 

\ 







i i i i 

i i t t 

\ i j j‘ 

~l NT 

1 H4- 

1 1 1 1 

i l i-L- 

11 n 

lilt-' 

11 I t- 

Hit 

INI 

i rtt 

Jill 

1 t IT 

III! 

1 1 1 1 

1111 







; 









I 

I 






10 dB 
REF 

-30.0 dB 

RBW 
5 MHz 

VBW 
100 kHz 

SWEEP 

5ms/ 


SPAN 


COUPLE 


// 


\\ 


01917061 


Figure 7-5 Ambient Signals 


ELIMINATING AMBIENT SIGNALS 

12. Press TRACE Soft Function Key F5 to activate Trace Reference function. 

13. Activate UUT. 

14. If needed, adjust Trace Reference display Amplitude Scale Offset: 

• Press OFFSET Soft Function Key FI. 

• Use t and i Keys, DATA ENTRY Keypad or DATA SCROLL Spinner to set Trace 
Reference display Amplitude Scale Offset for best display. 

15. Note frequencies of any signals exceeding predetermined limits. 
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STEP 


PROCEDURE 


16. 

17. 

18. 

19. 


20 . 

21 . 

22 . 

23. 

24. 

25. 

26. 
27. 


PEAK DETECTOR (QUICK-LOOK) TEST 

NOTE: When the levels of the signals to the ANALYZER INPUT Connector are determined 
to be within the safe operation of the 2390A according to the Caution on page 7-3, 
the Limiter, if used, should be removed for best accuracy. 

Press TRACE Soft Function Key F5 to deactivate Trace Reference function. 


Press CENTER FREQUENCY Key. 

Use DATA SCROLL Spinner or DATA ENTRY Keypad to set Center Frequency to any 
frequency noted in Step 15. 

Press SPAN FREQUENCY Key. Use DATA SCROLL Spinner or DATA ENTRY Keypad to 
decrease Frequency Span (RBW automatically adjusted) until signal characters are clearly 
visible. 
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Figure 7-8 Normal Peak Detector 


01917064 


Press SCALE AMPLITUDE Key. 

Press LINEAR Soft Function Key F2. 

Press UNITS Soft Function Key F3. 

Press VOLTS Soft Function Key F3. 

Press REF AMPLITUDE Key. 

Use T and i Keys, DATA ENTRY Keypad or DATA SCROLL Spinner to adjust top of scale 
reference level for best display of signal. 

Press MARKER MODE Key. 

Press MKR SEL Soft Function Key FI. 


7-7 


















STEP 


PROCEDURE 


QUASI-PEAK DETECTOR (CLOSE-LOOK) TEST 

35. Press BW AMPLITUDE Key. 

36. Press QPEAK Soft Function Key F4. 

37. Press I Key as needed to set RBW to 200 Hz. 
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Figure 7-10 Quasi-Peak Detector 


01917066 


38. Press SPAN FREQUENCY Key. 

39. Press ZERO Soft Function Key FI. 

40. Verify Marker 1 level is within EMI limits applicable for UUT (and separation distance for 
radiated EMI testing. 

41. Set units as follows: 

• Press SCALE AMPLITUDE Key. 

• Press UNITS Soft Function Key F3. 

• Press uVOLTS Soft Function Key F4 or WATTS Soft Function Key FI. 

42. Verify signal level indicated in Ml second value field. 

43. If dBpV are desired, use one of following formulas to convert signal level: 

20 Log (x pV) = dBpV. where x is the level, in pV, indicated in Step 42. 

10 Log (x mW) + 107 = dBpV. where x is the level, in mW, indicated in Step 42. 

44. Repeat Steps 17 to 33 for other frequencies noted in Step 15. 


7-9/7-10 Blank 




APPENDICES 


APPENDIX A - CONNECTOR PIN-OUT TABLES 

A-1 TABLE OF I/O CONNECTORS 


CONNECTOR 

NUMBER 

TYPE 

IN/OUT 

SIGNAL 

10.7 MHz IF OUT 

19A1J2A 

BNC 

OUT 

10.7 MHz Reference 

410.7 MHz IF OUT 

19A1J3A 

BNC 

OUT 

410.7 MHz 

AC IN 

19A1A21J6 

ac Plug 

IN 

ac Power 

ANALYZER INPUT 

19A1A9J1 

N 

IN 

RF 

EXT DISPLAY 

19A1W47J1 

15-Pin, D 
Receptacle 

OUT 

Video, VESA-VGA Color 
Display Compatible, 

See Pin-Out (Table A-2). 

EXTERNAL INPUT 

19A1A12J2 

BNC 

IN 

<40 V Trigger, Oscilloscope 
Input or Low Frequency FFT 
Input 

EXTERNAL MIXER IF 

19A1W6J1 

SMA 

IN 

410.7 MHz IF 

EXTERNAL MIXER LO 

19A1W9J1/ 

W10J1 

SMA 

OUT 

3 to 12 GHz 

EXT REF IN 

19A1J4A 

BNC 

IN 

10 MHz, 2 to 5 Vp TTL 

FUNCTION 

19A1W40J1 

15-Pin, D 
Receptacle 

IN/OUT 

See Pin-Out (Table A-3). 

IEEE-488 GPIB 

19A1W39J1 

24-Pin Champ 

IN/OUT 

See Pin-Out (Table A-4). 

PHONES 

19A1A12J3 

1/8“ (3.2 mm) 
Phone Jack 

OUT 

Audio (<1 W through 8 Q 
impedance) 

PRINTER 

19A1W49J1 

25-Pin, DB 
Receptacle 

OUT 

Screen Print Data, 

See Pin-Out (Table A-6). 

REF OUT 

19A1A12J1A 

BNC 

OUT 

100 MHz at -30 dBm (±0.5 
dB) 

RS-232 

19A1W39J2 

9-Pin, D Plug 

IN/OUT 

See Pin-Out (Table A-5). 

TRACKING GENERATOR 
(Option 02) 

19A1W12J1 

N 

OUT 

100 kHz to 2.9 GHz at 

0 to -70 dBm 

VIDEO OUT 

19A1J1A 

BNC 

OUT 

Demodulated Video 


Table A-1 I/O Connectors 


) 


A-1 



A-2 EXT DISPLAY CONNECTOR 


PIN NUMBER 

SIGNAL 

1 

Red 

2 

Green 

3 

Blue 

4 

Ground 

5 

Not Connected 

6 

Ground 

7 

Ground 

8 

Ground 

9 

Not Connected 

10 

Ground 

11 

Ground 

12 

Not Connected 

13 

EHSYNC 

14 

EVSYNC 

15 

Not Connected 


Table A-2 Pin-Out for EXT DISPLAY Connector 


5 _ 1 

o®o 

15 11 

EXT DISPLAY 

01918001 

Figure A-1 EXT DISPLAY Connector 


A-2 






A-3 FUNCTION CONNECTOR 


PIN NUMBER 

SIGNAL 

1 

-12 V 

2 j 

+ 5 V 

3 

SER-CLK 

4 

SER-CNTRL 

5 

RLY DRV 1 

6 

SWEEP HOLD 

7 

AUX VIDEO 

8 

AUX TRIGGER 

9 

+ 12 V 

10 

IRQ-SER 

11 

SER-STATUS 

12 

SLAVE - SELECT 

13 

RLY DRV 2 

14 

SWEEP 

15 

Ground 


Table A-3 Pin-Out for FUNCTION Connector 



Figure A-2 FUNCTION Connector 


01918002 




A-4 IEEE-488 GPIB CONNECTOR 

The IEEE-488 GPIB Connector complies with ANSI/IEEE Standard 488.2-1987. 


PIN NUMBER 

SIGNAL 

PIN NUMBER 

SIGNAL 

1 

DIO 1 

13 

DIO 5 

2 

DIO 2 

14 

DIO 6 

3 

DIO 3 

15 

DIO 7 

4 

DIO 4 

16 

DIO 8 

5 

EQI 

17 

REN 

6 

DAV 

18 

Ground 

7 

NRFD 

19 

Ground 

8 

NDAC 

20 

Ground 

9 

IFC 

21 

Ground 

10 

SRQ 

22 

Ground 

11 

ATN 

23 

Ground j 

12 

Ground 

24 

Ground 


Table A-4 Pin-Out for IEEE-488 GPIB Connector 


IEEE-488 
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24 13 

Figure A-3 IEEE-488 GPIB Connector 


01918003 
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SIGNAL 

STB 

PDO 

PD1 

PD2 

PD3 

PD4 

PD5 

PD6 

PD7 

ACK 

BUSY 

PE 

SLOT 

AFP 

ERROR 

INIT 

SUN 

Ground 

Ground 

Ground 

Ground 

Ground 

Ground 

Ground 

Ground 


j i 


for PRINTER C 


PRINTER 























































APPENDIX B - OPTIMIZATION TABLES 


FREQUENCY SPAN 
(PER DIVISION) 

RBW 

V.BW 

SWEEP TIME 
(PER DIVISION) 

10 Hz 

3 Hz 

100 kHz 

50 ms 

20 Hz 

10 Hz 

100 kHz 

50 ms 

50 Hz 

30 Hz 

100 kHz 

50 ms 

100 Hz 

30 Hz 

100 kHz 

50 ms 

200 Hz 

30 Hz 

100 kHz 

50 ms 

500 Hz 

300 Hz (200 Hz-Option 08) 

100 Hz 

50 ms 

1 kHz 

300 Hz 

1 kHz 

50 ms 

2 kHz 

300 Hz 

1 kHz 

100 ms 

5 kHz 

3 kHz (1 kHz-Option 08) 

1 kHz 

5 ms 

(20 ms-Option 08) 

10 kHz 

3 kHz 

1 kHz 

5 ms 

20 kHz 

3 kHz 

1 kHz 

10 ms 

50 kHz 

3 kHz 

1 kHz 

20 ms 

100 kHz 

30 kHz (9 kHz-Option 08) 

10 kHz 

5 ms 

(10 ms-Option 08) 

200 kHz 

30 kHz 

10 kHz 

20 ms 

500 kHz 

30 kHz 

10 kHz 

50 ms 

1 MHz 

300 kHz (120 kHz-Option 08) 

10 kHz 

2 ms 

2 MHz 

300 kHz (120 kHz-Option 08) 

10 kHz 

5 ms 

5 MHz 

300 kHz 

10 kHz 

5 ms 

10 MHz 

300 kHz 

10 kHz 

10 ms 

20 MHz 

5 MHz (1 MHz-Option 08) 

100 kHz 

2 ms 

50 MHz 

5 MHz (1 MHz-Option 08) 

100 kHz 

2 ms 

(5 ms [4 X OS]-Option 08) 

100 MHz 

5 MHz 

100 kHz 

5 ms 

200 MHz 

5 MHz 

100 kHz 

5 ms 

500 MHz 

5 MHz 

100 kHz 

5 ms (2 X OS) 

1 GHz 

5 MHz 

100 kHz 

10 ms (4 X OS) 

2 GHz 

5 MHz 

100 kHz 

10 ms (4 X OS) 

2.2 GHz 

5 MHz 

100 kHz 

10 ms (4 X OS) 


Table B-1 Signal Display Optimization 


B-1 









































































































FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

DISPLAY | 

10 Hz 

3 to 10 Hz 

100 kHz 

50 ms 

Normal * 

20 Hz 

3 to 10 Hz 

100 kHz 

50 ms 

Normal 

50 Hz 

30 to 100 Hz 

100 kHz 

50 ms 

Normal 

100 Hz 

30 to 100 Hz 

100 kHz 

50 ms 

Normal 

200 Hz 

30 to 100 Hz 

100 kHz 

50 ms 

Normal i 

500 Hz 

200 Hz to 5 MHz 

100 Hz 

50 ms 

Normal 


>10 MHz 

100 Hz 

50 ms 

Linear 


200 Hz 

1 kHz 

100 ms 

Normal 

1 kHz 

300 Hz to 5 MHz 

1 kHz 

50 ms 

Normal 


>10 MHz 

1 kHz 

50 ms 

Linear 


200 Hz 

1 kHz 

200 ms 

Normal 

2 kHz 

300 Hz to 5 MHz 

1 kHz 

100 ms 

Normal 


>10 MHz 

1 kHz 

100 ms 

Linear 


200 Hz 

1 kHz 

500 ms 

Normal 

5 kHz 

300 Hz 

1 kHz 

100 ms 

Normal 


1 kHz to 5 MHz 

1 kHz 

20 ms 

Normal 


>10 MHz 

1 kHz 

20 ms 

Linear 


200 Hz 

1 kHz 

500 ms (2 X OS) 

Normal 


300 Hz 

1 kHz 

200 ms 

Normal ^ 

10 kHz 

1 kHz 

1 kHz 

50 ms 

Normal ® 


3 kHz to 5 MHz 

1 kHz 

5 ms 

Normal 


>10 MHz 

1 kHz 

5 ms 

Linear 


200 Hz 

1 kHz 

500 ms (4 X OS) 

Normal 


300 Hz 

1 kHz 

200 ms (2 X OS) 

Normal 

20 kHz 

1 kHz 

1 kHz 

100 ms 

Normal 


3 kHz to 5 MHz 

1 kHz 

10 ms 

Normal 


£10 MHz 

1 kHz 

10 ms 

Linear 


200 Hz 

1 kHz 

500 ms (8 X OS) 

Uncalibrated 


300 Hz 

1 kHz 

500 ms (4 X OS) 

Normal 

50 kHz 

1 kHz 

1 kHz 

100 ms (2 X OS) 

Normal 


3 kHz to 5 MHz 

1 kHz 

20 ms 

Normal 


>10 MHz 

1 kHz 

20 ms 

Linear 


<300 Hz 

10 kHz 

100 ms (8 X OS) 

Uncalibrated 


1 kHz 

10 kHz 

100 ms (4 X OS) 

Normal 

100 kHz 

3 kHz 

10 kHz 

50 ms 

Normal 


9 kHz to 5 MHz 

10 kHz 

10 ms 

Normal 


>10 MHz 

10 kHz 

10 ms 

Linear 


Table B-2 RBW Adjustment Optimization 


B-2 















































































































FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

DISPLAY 


<300 Hz 

10 kHz 

100 ms (8 X OS) 

Uncalibrated 


1 kHz 

10 kHz 

100 ms (8 X OS) 

Normal 

200 kHz 

3 kHz 

10 kHz 

50 ms (2 X OS) 

Normal 


9 kHz to 5 MHz 

10 kHz 

20 ms 

Normal 


>10 MHz 

10 kHz 

20 ms 

Linear 


<1 kHz 

10 kHz 

50 ms (8 X OS) 

Uncalibrated 


3 kHz 

10 kHz 

50 ms (8 X OS) 

Normal 

500 kHz 

9 kHz 

10 kHz 

50 ms (2 X OS) 

Normal 


30 kHz to 5 MHz 

10 kHz 

50 ms 

Normal 


>10 MHz 

10 kHz 

50 ms 

Linear 


<3 kHz 

10 kHz 

50 ms (8 X OS) 

Uncalibrated 


9 kHz 

10 kHz 

50 ms (4 X OS) 

Normal 

1 MHz 

30 kHz 

10 kHz 

50 ms 

Normal 


120 kHz to 5 MHz 

10 kHz 

2 ms 

Normal 


>10 MHz 

10 kHz 

2 ms 

Linear 


<3 kHz 

10 kHz 

50 ms (8 X OS) 

Uncalibrated 


9 kHz 

10 kHz 

50 ms (8 X OS) 

Normal 

2 MHz 

30 kHz 

10 kHz 

100 ms (2 X OS) 

Normal 


120 kHz to 5 MHz 

10 kHz 

5 ms 

Normal 


>10 MHz 

10 kHz 

5 ms 

Linear 


<9 kHz 

10 kHz 

100 ms (8 X OS) 

Uncalibrated 


30 kHz 

10 kHz 

200 ms (4 X OS) 

Normal 

5 MHz 

120 kHz 

10 kHz 

5 ms (2 X OS) 

Normal 


300 kHz to 5 MHz 

10 kHz 

5 ms 

Normal 


>10 MHz 

10 kHz 

5 ms 

Linear 


<9 kHz 

10 kHz 

200 ms (8 X OS) 

Uncalibrated 


30 kHz 

10 kHz 

200 ms (8 X OS) 

Normal 

10 MHz 

120 kHz 

10 kHz 

10 ms (4 X OS) 

Normal 


300 kHz to 5 MHz 

10 kHz 

10 ms 

Normal 


>10 MHz 

10 kHz 

10 ms 

Linear 


<130 kHz 

100 kHz 

5 ms (8 X OS) 

Uncalibrated 


120 kHz 

100 kHz 

5 ms (8 X OS) 

Normal 

20 MHz 

300 kHz 

100 kHz 

2 ms (2 X OS) 

Normal 


1 to 5 MHz 

100 kHz 

2 ms 

Normal 


>10 MHz 

100 kHz 

2 ms 

Linear 


Table B-2 RBW Adjustment Optimization (Continued) 

















































































































































FREQUENCY SPAN 
(PER DIVISION) 










RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

<120 kHz 

100 kHz 

5 ms (8 X OS) 

300 kHz 

100 kHz 

5 ms (8 X OS) 

1 MHz 

100 kHz 

5 ms (4 X OS) 

5 MHz 

100 kHz 

5 ms 

>10 MHz 

100 kHz 

5 ms 

<120 kHz 

100 kHz 

5 ms (8 X OS) 

300 kHz 

100 kHz 

5 ms (8 X OS) 

1 MHz 

100 kHz 

5 ms (4 X OS) 

5 MHz 

100 kHz 

5 ms 

>10 MHz 

100 kHz 

5 ms 

<120 kHz 

100 kHz 

5 ms (8 X OS) 

300 kHz to 1 MHz 

100 kHz 

5 ms (8 X OS) 

5 MHz 

100 kHz 

5 ms 

>10 MHz 

100 kHz | 

5 ms 

<300 kHz 

100 kHz 

5 ms (8 X OS) 

1 MHz 

100 kHz 

5 ms (8 X OS) 

5 MHz 

100 kHz 

5 ms (2 X OS) 

>10 MHz 

100 kHz 

5 ms 

<30 kHz 

100 kHz 

500 ms (4 X OS) 

j 120 kHz 

100 kHz 

500 ms (4 X OS) 

300 kHz 

100 kHz 

50 ms (4 X OS) 

1 to 5 MHz 

100 kHz 

10 ms (4 X OS) 

>10 MHz 

100 kHz 

10 ms (4 X OS) 

<30 kHz 

100 kHz 

500 ms (8 X OS) 

120 kHz 

100 kHz 

500 ms (4 X OS) or 

200 ms (8 X OS) 

300 kHz 

100 kHz 

50 ms (4 X OS) 

1 to 5 MHz 

100 kHz 

10 ms (4 X OS) 

>10 MHz 

100 kHz 

10 ms (4 X OS) 

<30 kHz 

100 kHz 

500 ms (4 X OS) 

120 kHz 

100 kHz 

500 ms (4 X OS) 

300 kHz 

100 kHz 

50 ms (4 X OS) 

1 to 5 MHz 

100 kHz 

10 ms (4 X OS) 

>10 MHz 

100 kHz 

10 ms (4 X OS) 


Table B-2 RBW Adjustment Optimization (Continued) 


DISPLAY 


Uncalibrated 


Normal 


Normal 


Normal 


Normal 


Uncalibrated 


Normal 


Normal 


Normal 


Linear 


Uncalibrated 


Normal 


Normal 


Linear 


Uncalibrated 


Normal 


Normal 


Linear 


Uncalibrated 


Normal 


Normal 


Normal 


Linear 


Uncalibrated 


Normal 


Normal 


Normal 


Linear 


Uncalibrated 


Normal 


Normal 


Normal 


Linear 


















































































































































FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

10 Hz 

3 Hz 

100 kHz 

50 ms 

20 Hz 

10 Hz 

100 kHz 

50 ms 

50 Hz 

30 Hz 

100 kHz 

50 ms 

100 Hz 

30 Hz 

100 kHz 

50 ms 

200 Hz 

30 Hz 

100 kHz 

50 ms 


200 Hz (Option 08) 

10 Hz 

500 ms 

500 Hz 


NONE, 100 Hz to 1 MHz 

50 ms 


300 Hz 

10 Hz 

200 ms 



NONE, 100 Hz to 1 MHz 

50 ms 

1 kHz 

300 Hz 

10 Hz 

500 ms 



NONE, 100 Hz to 1 MHz 

50 ms 

2 kHz 

300 Hz 

10 Hz 

1 s 



NONE, 100 Hz to 1 MHz 

100 ms 



10 Hz 

2 s 


1 kHz (Option 08) 

100 Hz 

100 ms 

5 kHz 


NONE, 1 kHz to 1 MHz 

20 ms 


3 kHz 

10 Hz 

200 ms 



NONE, 100 Hz to 1 MHz 

20 ms 



10 Hz 

500 ms 

10 kHz 

3 kHz 

100 Hz 

50 ms 



NONE, 1 kHz to 1 MHz 

5 ms 



10 Hz 

1 s 

20 kHz 

3 kHz 

100 Hz 

100 ms 



NONE, 1 kHz to 1 MHz 

10 ms 



10 Hz 

2 s 

50 kHz 

3 kHz 

100 Hz 

200 ms 



NONE, 1 kHz to 1 MHz 

20 ms 



10 Hz 

2 s 


9 kHz (Option 08) 

100 

200 ms 



1 kHz 

20 ms 

100 kHz 


NONE, 10 kHz to 1 MHz 

10 ms 



10 Hz 

500 ms 


30 kHz 

100 Hz 

50 ms 



NONE, 1 kHz to 1 MHz 

10 ms 



10 Hz 

1 s 

200 kHz 

30 kHz 

100 Hz 

100 ms 



NONE, 1 kHz to 1 MHz 

20 ms 


Table B-3 VBW Adjustment Optimization 


































































































FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

500 kHz 

30 kHz 

10 Hz 

5 s 

100 Hz 

500 ms 

NONE, 1 kHz to 1 MHz 

50 ms 

1 MHz 

120 kHz (Option 08) 

10 Hz 

1 s 

100 Hz 

100 ms 

1 kHz 

10 ms 

NONE, 10 kHz to 1 MHz 

2 ms 

300 kHz 

10 Hz 

500 ms 

100 Hz 

50 ms 

1 kHz 

5 ms 

NONE, 10 kHz to 1 MHz 

2 ms 

2 MHz 

120 kHz (Option 08) 

10 Hz 

2 s 

100 Hz 

200 ms 

1 kHz 

20 ms 

NONE, 10 kHz to 1 MHz 

5 ms 

300 kHz 

10 Hz 

1 s 

100 Hz 

1 00 ms 

1 kHz 

10 ms 

NONE, 10 kHz to 1 MHz 

5 ms 

5 MHz 

300 kHz 

10 Hz 

5 s 

100 Hz 

500 ms 

1 kHz 

50 ms 

NONE, 10 kHz to 1 MHz 

5 ms 

10 MHz 

300 kHz 

10 Hz 

5 s 

100 Hz 

500 ms 

1 kHz 

50 ms 

NONE, 10 kHz to 1 MHz 

10 ms 

20 MHz 

1 MHz (Option 08) 

10 Hz 

2 s 

100 Hz 

200 ms 

1 kHz 

20 ms 

NONE, 10 kHz to 1 MHz 

2 ms 

5 MHz 

10 Hz 

500 ms 

100 Hz 

50 ms 

1 kHz 

5 ms 

NONE, 10 kHz to 1 MHz 

2 ms 


Table B-3 VBW Adjustment Optimization (Continued) 
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FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 



10 Hz 

2 s (4 X OS) 


1 MHz (Option 08) 

100 Hz 

200 ms (4 X OS) 



1 kHz 

20 ms (4 X OS) 

50 MHz 


NONE, 10 kHz to 1 MHz 

5 ms (4 X OS) 



10 Hz 

2 s 


5 MHz 

100 Hz 

200 ms 



1 kHz 

20 ms 



NONE, 10 kHz to 1 MHz 

5 ms 



10 Hz 

5 s 

100 MHz 

5 MHz 

100 Hz 

500 ms 



1 kHz 

50 ms 



NONE, 10 kHz to 1 MHz 

5 ms 



10 Hz 

5 s 



100 Hz 

500 ms 

200 MHz 

5 MHz 

1 kHz 

50 ms 



10 kHz 

10 ms 



NONE, 100 kHz to 1 MHz 

5 ms 



10 Hz 

10 s (2 X OS) 



100 Hz 

1 s (2 X OS) 

500 MHz 

5 MHz 

1 kHz 

100 ms (2 X OS) 



10 kHz 

10 ms (2 X OS) 



NONE, 100 kHz to 1 MHz 

5 ms (2 X OS) 



10 Hz 

10 s (4 X OS) 

1 GHz 

5 MHz 

100 Hz 

1 s (4 X OS) 



1 kHz 

100 ms (4 X OS) 



NONE, 10 kHz to 1 MHz 

10 ms (4 X OS) 



10 Hz 

10 s (4 X OS) or 

5 s (8 X OS) 

2 GHz 

5 MHz 

100 Hz 

1 s (4 X OS) or 

500 ms (8 X OS) 



1 kHz 

100 ms (4 X OS) or 

50 ms (8 X OS) 



NONE, 10 kHz to 1 MHz 

10 ms (4 X or 8 X OS) 



10 Hz 

10 s (4 X OS) 

2.2 GHz 

5 MHz 

100 Hz 

1 s (4 X OS) 



1 kHz 

100 ms (4 X OS) 



NONE, 10 kHz to 1 MHz 

10 ms (4 X OS) 


Table B-3 Video Bandwidth Adjustment Optimization (Continued) 
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FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

DISPLAY 

0 Hz 



200 ns to 10 s 

Normal 

10 Hz 

3 Hz 

100 kHz 

50 ms 

Normal 

20 Hz 

10 Hz 

100 kHz 

50 ms 

Normal 

50 Hz 

30 Hz 

100 kHz 

50 ms 

Normal 

100 Hz 

30 Hz 

100 kHz 

50 ms 

Normal 

200 Hz 

30 Hz 

100 kHz 

50 ms 

Normal 

500 Hz 

200 Hz (Option 08) 

100 Hz 

1 to 20 ms 

Uncalibrated 

50 ms to 10 s 

Normal 

300 Hz 

100 Hz 

1 to 10 ms 

Uncalibrated 

20 ms to 10 s 

Normal 

1 kHz 

300 Hz 

1 kHz 

1 to 10 ms 

Uncalibrated 

20 ms to 10 s 

Normal 

2 kHz 

300 Hz 

1 kHz 

1 to 20 ms 

Uncalibrated 

50 ms to 10 s 

Normal 

5 kHz 

1 kHz (Option 08) 

1 kHz 

1 to 10 ms 

Uncalibrated 

20 ms to 10 s 

Normal 

3 kHz 

1 kHz 

1 ms 

Uncalibrated 

2 ms to 10 s 

Normal 

10 kHz 

3 kHz 

1 kHz 

1 to 2 ms 

Uncalibrated 

5 ms to 1 0 s 

Normal 

20 kHz 

3 kHz 

1 kHz 

1 to 5 ms 

Uncalibrated 

10 ms to 10 s 

Normal 

50 kHz 

3 kHz 

1 kHz 

1 to 10 ms 

Uncalibrated 

20 ms to 10 s 

Normal 

100 kHz 

9 kHz (Option 08) 

10 kHz 

1 to 5 ms 

Uncalibrated 

10 ms to 10 s 

Normal 

30 kHz 

10 kHz 

1 to 2 ms 

Uncalibrated 

5 ms to 10 s 

Normal 

200 kHz 

30 kHz 

10 kHz 

1 to 10 ms 

Uncalibrated 

20 ms to 10 s 

Normal 

500 kHz 

30 kHz 

10 kHz 

1 to 20 ms 

Uncalibrated 

50 ms to 10 s 

Normal 

1 MHz 

120 kHz (Option 08) 

10 kHz 

1 ms 

Uncalibrated 

2 ms to 10 s 

Normal 

300 kHz 

10 kHz 

1 ms to 10 s 

Normal 


Table B-4 Sweep Time Adjustment Optimization 





































































































































FREQUENCY SPAN 
(PER DIVISION) 

RBW 

VBW 

SWEEP TIME 
(PER DIVISION) 

DISPLAY 

2 MHz 

120 kHz (Option 08) 

10 kHz 

1 to 2 ms 

Uncalibrated 

5 ms to 10 s 

Normal 

300 kHz 

10 kHz 

1 ms to 10 s 

Normal 

5 MHz 

300 kHz 

10 kHz 

1 to 2 ms 

Uncalibrated 

5 ms to 10 s 

Normal 

10 MHz 

300 kHz 

10 kHz 

1 to 2 ms 

Uncalibrated 

5 ms to 10 s 

Normal 

20 MHz 

1 MHz (Option 08) 

100 kHz 

1 ms to 10 s 

Normal 

5 MHz 

100 kHz 

1 ms to 1 0 s 

Normal 

50 MHz 

1 MHz (Option 08) 

100 kHz 

1 ms to 10 s (4 X OS) 

Normal 

5 MHz 

100 kHz 

1 ms to 10 s 

Normal 

100 MHz 

5 MHz 

100 kHz 

1 ms to 10 s 

Normal 

200 MHz 

5 MHz 

100 kHz 

1 ms to 10 s 

Normal 

500 MHz 

5 MHz 

100 kHz 

1 ms (2 X OS) 

Uncalibrated 

2 ms to 10 s (2 X OS) 

Normal 

1 GHz 

5 MHz 

100 kHz 

1 ms (4 X OS) 

Uncalibrated 

2 ms to 10 s (4 X OS) 

Normal 

2 GHz 

5 MHz 

100 kHz 

1 ms (4 X or 8 X OS) 

Uncalibrated 

2 ms to 10 s 
(4 X or 8 X OS) 

Normal 

2.2 GHz 

5 MHz 

100 kHz 

1 ms (4 X OS) 

Uncalibrated 

2 ms to 10 s (4 X OS) 

Normal 


Table B-4 Sweep Time Adjustment Optimization (Continued) 
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APPENDIX C - OVERSAMPLING 


C-1 DESCRIPTION 

More signal samples than normal are used when oversampling is active. Refer to Table C-1 for 
the 2390A sampling rates. Increasing the number of samples prevents any break across a wide 
Frequency Span when looking at a signal through a narrow Resolution Bandwidth (RBW). 

Without oversampling, parts of the frequency spectrum may be missed entirely on every sweep. 

The 2390A displays 500 samples. Digital peak detection provides the highest signal value from 
the total number of samples taken across each frequency in the Frequency Span to compress the 
number of samples taken to the 500 displayed points. Normal sampling (RBW > frequency range 
per sample) allows multiple samples across each frequency in the Frequency Span. As the 
Frequency Span widens, the RBW also widens to provide adequate sampling across the 
frequencies. A narrow RBW may be desired for accuracy in resolving signals with frequencies 
close together. As the RBW decreases, samples move apart until frequencies normally 
overlapped with multiple samples are not even sampled at all. Oversampling (RBW < frequency 
range per sample) provides enough samples to fill the frequency gaps. Sweep rate is slowed by 
the oversample rate. The result allows better resolution with assurance that no signals are being 
missed. One drawback to oversampling, the noise floor rising slightly, due to the digital peak 
detection process, can be minimized with the video filter. 


SAMPLING RATE 

TOTAL SAMPLES 

SAMPLES/DIVISION 

NORMAL 

500 

50 

2 X OS 

1000 

100 

4 X OS 

2000 

200 

8 X OS 

4000 

400 


Table C-1 2390A Sampling 


C-2 EXAMPLES 

C-2-1 NORMAL SAMPLING (Figure C-1) 


FREQUENCY SPAN: 5 MHz/DIVISION 


RBW: 300 kHz 
-500 kHz- 


SWEEP TIME: 5 ms/DIVISION 


SAMPLE: 



7214001 


Figure C-1 Sampling-Normal RBW (One Tenth of a Division) 


Normally the 2390A takes 50 samples per division. Each sample is the RBW wide. For 
Figure C-1, the RBW and width of each sample is 300 kHz. The Frequency Span is 5 MHz per 
division. Because 50 samples are taken across 5 MHz, each sample is 100 kHz apart allowing 
three samples for every frequency in the Frequency Span. 
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C-2-2 NORMAL SAMPLING THROUGH NARROW RESOLUTION BANDWIDTH 
(Figure C-2) 

FREQUENCY SPAN: 5 MHz/DIVISION RBW: 30 kHz SWEEP TIME: 5 ms/DIVISION 


500 kHz 


-30 kHz- 

-70 kHz- 












SAMPLE: 1 2 3 4 5 

I-500 ns SWEEP TIME--- 

7214002 


Figure C-2 Sampling-Narrow RBW (One Tenth of a Division) 

The same 5 MHz per division Frequency Span through a 30 kHz RBW (sample width) would cause 
a 70 kHz missed frequency range between samples if only normal sampling was used. 


C-2-3 OVERSAMPLING 


FREQUENCY SPAN: 5 MHz/DIVISION RBW: 30 kHz SWEEP TIME: 50 ms/DIVISION (4XOS) 



Figure C-3 Oversampling (One Tenth of a Division) 


The same 5 MHz per division Frequency Span through a 30 kHz RBW (sample width) requires a 
four times sampling rate (4 X OS) to avoid missing frequency gaps. Oversampling by taking 
2000 samples provides 200 samples per division. Because 200 samples are taken across 5 MHz, 
each sample is 25 kHz apart. Because the RBW (30 kHz) is greater than the frequency per 
sample (25 kHz), no frequency is missed. 

With oversampling, Frequency Spans up to eight times the normal width can be used without 
missing information. Frequencies are not missed across wide Frequency Spans when operating 
with narrow Resolution Bandwidths. The 2390A displays UNCAL in the Message field when the 
Frequency Span is too great for eight times oversampling (8 X OS). 


C-2 
























APPENDIX D - FFT 


D-1 TERMS 

Alias: False signal resulting from the property of any sampled system to observe any signal 

greater than half the sampling frequency, as the difference between that signal and any 
multiple of the sampling frequency. 

Fourier Transform: Mathematical method of converting a continuous voltage versus time function 
into a voltage versus frequency function. 

Discrete Fourier Transform (DFT): Method of numerically performing the Fourier Transform on 

discrete samples instead of a continuous function. 

Fast Fourier Transform (FFT): Optimized algorithm for performing the DFT. FFT uses samples 

to powers of two and eliminates common inner terms in the 
computation. The number of computations required becomes 
proportional to approximately 1.2 times the number of samples 
instead of the number of samples squared. 

D-2 THEORY 

Refer to Figures 3-1 and 3-2 for location of controls, connectors and indicators. 

D-2-1 FFT OPERATION THROUGH ANALYZER INPUT CONNECTOR 

The input signal to the 2390A is mixed down to the IF signal used in normal Spectrum Analyzer 
Operation. For FFT, the IF signal is down converted again to an audio range IF. The 2390A 
digitizes the IF with a 16-bit digitizer. The digitizing process preserves the frequency and 
amplitude information of the entire input signal. The signal is processed using the FFT algorithm 
to provide a display equivalent to the display obtained at wider bandwidths using regular analog 
RF methods. 

The existing analyzer IF filters, providing alias protection for the digitizing process, determines 
the maximum display span and IF. The 10.7 MHz IF signal, going through a 3 kHz wide IF filter, 
is converted to 4 kHz (usable ±1 kHz) and sampled at a 50 kHz rate to provide a 200 Hz/Div 
Frequency Span. FFT results, from 3 to 5 kHz, are shown on the Display as the desired 
spectrum. The 10.7 MHz IF signal, going through the 300 Hz wide IF filter, is converted to 1 kHz 
(usable ±100 Hz) and sampled at a 12.5 kHz rate to provide a 20 Hz/Div Frequency Span. FFT 
results, from 900 to 1100 Hz, are shown on the Display as the desired spectrum. 

D-2-2 FFT OPERATION THROUGH EXTERNAL INPUT CONNECTOR 


RESOLUTION 

BIN 

WIDTH 

SAMPLE 

RATE 

FFT SIZE 

DISPLAY 

SPAN 

AUDIO 
INPUT (IF) 

3 Hz 

3.05 Hz 

12.5 kHz 

512 point 

<200 Hz 

<3 kHz 

10 Hz 

12.2 Hz 

12.5 kHz 

1024 point 

<200 Hz 

<3 kHz 



50.0 kHz 

512 point 

<2 kHz 

<24 kHz 

30 Hz 

24.4 Hz 

50.0 kHz 

2048 point 

<2 kHz 

<24 kHz 

100 Hz 

48.8 Hz 

50.0 kHz 

2048 point 

<2 kHz 

£24 kHz 


Table D-1 FFT Equivalent Bandwidths 
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When using the EXTERNAL INPUT Connector in FFT mode, the 2390A directly digitizes the audio 
input signal, providing a display in the frequency domain. Input signals are <1/2 the sample rate 
to prevent aliasing. 

NOTE: Anti-aliasing filters are not provided when using the EXTERNAL INPUT Connector. Some 
signals may require external filters for optimum display. 

D-3 WINDOWS 

A window is the mathematical process of obtaining usable results when using an FFT with real- 
world signals (non-synchronous). The FFT is performed on a fixed time sample. The 
mathematics assume an infinite long, continual function where the beginning and end match 
exactly in slope and amplitude. Unfortunately, such a match only occurs when the input signal is 
synchronous with the sample signal (not a practical real-world application). A very high noise 
floor occurs when the input signal and sample signal are not synchronous. To make the FFT 
work with a significant discontinuity between the beginning and end of the time sample, all the 
data over the time sample is weighted, forcing the beginning and end to zero and eliminating the 
discontinuity. 

Applying no window (sometimes called Uniform or Rectangular) provides basic FFT with no 
weighting. The Bartlett window is a simple triangular function uniformly increasing the 0 
weighting at the edges (beginning and end) to full weighting in the middle. More complicated 
functions provide better performing windows. However, there are trade-offs involved. Therefore, 
different windows are better suited for different applications. Tables D-2 and D-3 provide 
information concerning windows used in the 2390A. For more information on performance and 
trade-offs concerning window selection, Marconi Instruments Ltd. recommends, "On the Use of 
Windows for Harmonic Analysis with the Discrete Fourier Transform" by Fredric J. Harris 
(Proceedings of the IEEE, Vol. 66, No. 1, January 1978). 


WINDOW 

EQUATION 

UNIFORM 

w(n) = 1 .On 

BARTLETT 

2n 

w(n) = -, For 0 < n S N-1 or 

N -1 

, . ~ 2n _ N-1 

w(n) = 2 - -, For - < n < N-1 

■ N-1 2 

BLACKMAN 

2n n An n 

w(n) = 0.42 - 0.5 cos- + 0.08 cos- 

v ' N-1 N-1 

BLACKMAN- 

HARRIS 

2?rn Ann 6;rn 

w(n) = 0.40217 - 0.49703 cos- + 0.09392 cos- - 0.00183 cos- 

v ' N-1 N-1 N-1 

HAMMING 

w(n) = 0.54 * 0.46 cos-^^- 

N-1 

HANN 

2tt n 

w(n) = 0.5 (1 - cos-) 

v ' N-1 

NUTTALL 

w(n) = 0.3635819 - 0.4891775 cos-^- + 0.1365995 cos-^- - 0.0106411 cos-^- 
v ' N-1 N-1 N-1 

N=Total Number of Samples, n=Display Point 


Table D-2 FFT Data Window Equations 
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WINDOW 

RESOLUTION 
BANDWIDTH (HZ) 

EQUIVALENT 

NOISE 

BANDWIDTH (HZ) 

3.0 dB 

BANDWIDTH (Hz) 

6.0 dB 

BANDWIDTH (Hz) 

UNIFORM 

3 

3.05 

2.71 

3.69 

10 1 

12.2 

10.9 

14.8 

30 

24.4 

21.7 

29.5 

100 

48.8 

43.4 

59.0 

BARTLETT 

3 

4.06 

3.90 

5.43 

10 

16.2 

15.6 

21.7 

30 

32.5 

31.2 

43.4 

100 

64.9 

62.5 

86.9 

BLACKMAN 

3 

5.28 

5.10 

7.17 

10 

21.1 

20.5 

28.7 

30 

42.2 

41.0 

57.3 

100 

84.4 

82.0 

115.0 

BLACKMAN- 

HARRIS 

3 

5.46 

5.30 

7.44 

10 

21.8 

21.2 

29.8 

30 

43.7 

42.5 

59.5 

100 

87.4 

84.9 

119.0 

HAMMING 

3 

4.15 

3.97 

5.52 

10 

16.6 

15.9 

22.1 

30 

33.2 

31.7 

44.2 

100 

66.4 

63.4 

88.3 

HANN 

3 

4.56 

4.39 

6.10 

10 

18.3 

17.6 

24.4 

30 

36.6 

35.1 

48.8 

100 

73.2 

70.2 

97.6 


Table D-3 Data Windows 
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APPENDIX E - REPACKING FOR SHIPMENT 


E-1 SHIPPING INFORMATION 

Marconi Test Sets returned to the service center for calibration, service or repair must be 
repackaged and shipped subject to the following conditions: 

E-1 -1 AUTHORIZATION 

Do not return any products to the service center without authorization. 

CONTACT: UK Service Division 

Marconi Instruments Ltd. 

The Airport 
LUTON 

Bedfordshire LU2 9NS 
United Kingdom 

Telephone: [+44] (1582) 33866 
FAX: [+44] (1582) 417573 

E-1 -2 TAGGING TEST SETS 

All test sets must be tagged with: 

• Owner's identification and address. 

• Nature of service or repair required. 

• Model No. and Serial No. 

E-1 -3 SHIPPING CONTAINERS 

Test Sets must be repackaged in original shipping containers using Marconi packing materials. If 
original shipping containers and materials are not available, contact the Marconi Service Division 
for shipping instructions. 

E-1 -4 FREIGHT COSTS 

All freight costs on non-warranty shipments are assumed by the customer. 

E-2 REPACKING PROCEDURE (Figure E-1) 

• Make sure bottom packing mold is seated on floor of shipping container. 

• Adjust handle to lay unlocked against Test Set as shown. 

• Place Elastic Retainer around Test Set to secure handle. 

• Carefully wrap Test Set with polyethylene sheeting. 

• Place Test Set into shipping container, making sure Test Set is securely seated in bottom 
packing mold. 

• Place top packing mold over top of Test Set and press down until mold rests solidly on bottom 
packing mold. 

• Close shipping container lids and seal with shipping tape or an industrial stapler. Tie all 
sides of container with break resistant rope, twine or equivalent. 
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APPENDIX F - OPTIONS AND ACCESSORIES 


OPTION NUMBER 

DESCRIPTION 

PART NUMBER 

Option 02 

2.9 GHz Tracking Generator 

7001-2041-800 

Option 08 

Supplemental RBW Filters and 
Quasi-Peak Detector 

7001-2042-000 

Option 09 

High Stability Time Base 

7001-7244-400 


Table F-1 Internal Options 


DESCRIPTION 

PART NUMBER 

1 inch Manual Binder 

1003-0001-100 

Lid Assembly 

7005-2040-900 

Operation Manual 

1002-1901-200 

RS-232 Cable 

6041-9001-200 

Two Spare ac Fuses (3.15 A Fast Blow) 

5106-0000-049 


Table F-2 Standard Accessories 


ACCESSORY 

NUMBER 

DESCRIPTION 

PART NUMBER 

AC0100 

Near Field Probe Set 

1053-5400-200 

AC4101 

Return Loss Bridge 

4101-0000-100 

AC4700 

Rack Mount Adapter 

7001-7244-700 

AC5007 

Padded Carrying Case 

1412-0006-004 

AC5008 

dc Block 

2100-0400-300 

AC1009M 

EasySpan for Windows 

1009-0001-800 

AC1047 

2390 Series Applications Library 

1009-0002-700 


Maintenance Manual 

1002-2001-400 


TMAC Users Manual (Programming) 

1002-2001-600 


Table F-3 Optional Accessories 
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APPENDIX G 


ABBREVIATIONS 


A 


A 

Amperes 

dB 

a 

Atto (10’ ,8 > 

dBc 

AC 

Alternating Current 

dBpW 

ac 

Alternating Current 


ACCESS 

Accessory 

dBpV 

AM 

Amplitude Modulation 


ANLZ 

Analyzer 

dBmV 

ANSI 

American National 



Standards Institute 

dBm 

APPS 

Applications 


ASCII 

American National Standard 

dBp-p 


Code for Information 
Interchange 

DC 

ASTD 

Assisted 

ATTEN 

Attenuation 

dc 

ATTN 

Attenuation 

DEMOD 

AUTO 

Automatic 

DFT 

AUX 

Auxiliary 

DIAG 

AVG 

Average 

DIR 

aW 

Attowatt (10‘ 18 watts) 

DIV 

aWatts 

Attowatts 

Div 


B 

DLY 

DSPL 

BAT 

Battery 

DTE 

BFO 

Beat Frequency Oscillator 


BINS 

Sample Points 

EEPROM 

BIOS 

Basic Input/Output System 

bps 

Bits per second 


BW 

Bandwidth 

EIA 


C 


C 

Celsius or Centigrade 

ENH 

CAL 

Calibration 

EMC 

ccw 

Counterclockwise 


CENT 

Center 

EMI 

CISPR 

Comite Internation Special 

ERR 


des Pertubation Radio- 

ESC 


electroniquis 

ESD 


(International Special 
Committee on Radio 

EXT 


Interference 


cm 

Centimeter (10'* meters) 

f 

CMOS 

Complementary Metal-Oxide 

FCC 


Semiconductor 


CONFIG 

Configure 

FD 

Cont 

Continued 

FFT 

CPL 

Couple 

FM 

CPU 

Central Processing Unit 

FREQ 

CRT 

Cathode Ray Tube 

FRNT 

CTR 

Counter 

fW 

CTS 

Clear to Send 

fWatts 

CW 

Continuous Wave 


cw 

Clockwise 



D 

Decibels 

Decibels above carrier 
Decibels relative to 
1 microwatt 
Decibels relative to 
1 microvolt 
Decibels relative to 
1 millivolt 

Decibels relative to 
1 milliwatt 

Decibels, Peak to Peak 

D 

Direct Current 
Direct Current 
Demodulation 

Discrete Fourier Transform 

Diagnostics 

Directory 

Division 

Division 

Delay 

Display 

Data Terminal Equipment 

E 

Electrically Erasable, 

Programmable Read-Only 
Memory 

Electronics Industries 
Association 
Enhanced 
Electromagnetic 
Compatibility 

Electromagnetic Interference 

Error 

Escape 

Electrostatic discharge 
External 

F 

Femto (10' 1S ) 

Federal Communications 
Commission 
Frequency Deviation 
Fast Fourier Transform 
Frequency Modulation 
Frequency 
Front 

Femtowatt (10' 1S watts) 
Femtowatts 
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G 


M 

GHz 

Gigahertz (10 9 Hertz) 

m 

Midi (10 3 ) 

GND 

Ground 

MAN 

Manual 

GPIB 

General Purpose Interface 

MAX 

Maximum 


Bus 

MF 

Modulation Frequency 

GRAT 

Graticule 

MHz 

Megahertz (10 6 Hertz) 

GSP 

Graphics Signal Processor 

Ml 

Modulation Index 


H 

MIL 

Military 


n 

MIN 

Minimum 

HARM 

Harmonic 

MKR 

Marker 

HF 

High Frequency 

MQ 

Megaohm (10 6 Ohms) 

HPF 

High-Pass Filter 

pF 

Microfarad (10 s farads) 

HPGL 

Hewlett-Packard Graphic 

1 o n n 11 q n o 

HH 

Microhenry (10' s henries) 

Hr 

Language 

Hour 

US 

Microsecond (10' s seconds) 

Hz 

1 IUUI 

Hertz 

pV 

Microvolt (1 0 s volts) 



pW 

Microwatt (10‘ 6 watts) 


1 

mm 

millimeter (10' 3 meters) 

IF 

Intermediate Frequency 

ms 

Millisecond (10‘ 3 seconds) 

IEEE 

Institute of Electrical and 

MTRK 

Marker Track 


Electro-nic Engineers 

mV 

Millivolt <10 3 volts) 

in 

Inch 

mVolts 

Millivolts 

1N IT 

Initial 

mVp-p 

Millivolt, Peak to Peak 

INT 

Internal 

mW 

Milliwatt (1C)' 3 watts) 

I/O 

Input/Output 

mWatts 

Milliwatts 


K 


N 

KBD 

Keyboard 

n 

Nano (10' 9 ) 

kbytes 

Kilobyte (10 3 bytes) 

NEG 

Negative 

kg 

Kilogram (10 3 grams) 

NO 

Number 

kHz 

Kilohertz (10 3 Hertz) 

No. 

Number 

kQ 

Kilo Ohm (10 3 Ohms) 

NORMLZ 

Normalize 


■ 

nV 

Nanovolt (10 * volts) 


L 

nVolts 

Nanovolts 

lbs 

Pounds 

nW 

Nanowatt (1 O'® watts) 

LF 

Low Frequency 

nWatts 

Nanowatts 

LIN 

Linear 



LISN 

Line Impedance Stabilization 


0 


Network 

OS 

Oversampling 

LLIM 

Lower Limit 



LO 

Local Oscillator 



LOG 

Logarithmic 



log 

Logarithm 



LPF 

Low-Pass Filter 



LVL 

Level 
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p 


p 

Pico (10 '*) 

PEP 

Peak Envelope Power 

pF 

Picofarad (10 12 farads) 

Pg- 

Page 

PK 

Peak 

PLL 

Phase-Locked Loop 

POS 

Position 

POS 

Positive 

P-P 

Peak to Peak 

ppm 

Parts per Million 

PREAMP 

Preamplifier 

PREV 

Previous 

PRF 

Pulse Repetition Frequency 

PROM 

Programmable Read-Only 


Memory 

PROT 

Protect 

PS 

Preselector 

pv 

Picovolt (10' 12 volts) 

pVolts 

Picovolts 

PW 

Pulsewidth 

pW 

Picowatt (lO"' 2 watts) 

pWatts 

Picowatts 

PWR 

Power 


Q 

QPEAK 

Quasi-Peak 


R 

RAM 

Random Access Memory 

RBW 

Resolution Bandwidth 


R 

RCI 

Remote Command 


Interpreter 

RCL 

Recall 

RCVR 

Receiver 

REF 

Reference 

REFLD 

Reflected 

REJ 

Reject 

RES 

Resolution 

RET 

Return 

Rev. 

Revision 

RF 

Radio Frequency 

RFI 

Radio Frequency 


Interference 

RLY DRV 

Relay Driver 

RFR 

Ready For Receiving 

ROM 

Read-Only Memory 

RTS 

Request to Send 


s 

S 

Second 

SCOP 

Oscilloscope 

SCPI 

Standard Commands for 

SDR 

Programmable 

Instruments 

Signal-to-Distortion Ratio 

SINAD 

Signal, Noise and Distortion 

SNGL 

Single 

SNR 

Signal-to-Noise Ratio 

SPI 

Serial Peripheral Interface 

SRAM 

Static Random Access 

SRQ 

Memory 

Service Request 

SSB 

Single Sideband 

STD 

Standard 

SWR 

Standing Wave Ratio 

SYS 

System 

TIA 

T 

Telecommunications 

THD 

Industries Association 
Total Harmonic Distortion 

TIL 

Until 

TMAC 

Test Macro Language 

TRIG 

Trigger 

TRK 

Tracking 

TSTS 

Tests 

TTL 

Transistor-Transistor Logic 

TV 

Television 

u 

U 

Micro (10 6 ) 

ULIM 

Upper Limit 

UNPROT 

Unprotect 

UUT 

Unit Under Test 

uVolts 

Microvolts 

uWatts 

Microwatts 

V 

V 

Vertical 

V 

Volt 

VAC 

Volts, Alternating Current 

VBW 

Video Bandwidth 

Vdc 

Volts, Direct Current 

Vp 

Volts, Peak 

Vp.p 

Volts, Peak to Peak 

VSWR 

Voltage Standing Wave 

W 

Ratio 

W 

Watt 

YIG 

Y 

Yttrium Iron Garnett 
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INDEX 


0 dB Function 4-40 

2390A Front Panel 3-3 

2390A Digital Oscilloscope Maximum Frequency 
Table 4-7 

2390A - Host Cable Connections (9-Pin) 6-1 

2390A - Host Cable Connections (25-Pin) 6-2 

2390A - Modem Cable Connections (9-Pin) 6-5 

2390A - Modem Cable Connections (25-Pin) 6-5 

2390A Rear Panel 3-10 

2390A Sampling Table C-1 

2390A Specific Commands Table 6-11 


A 

Abbreviations 

Accessories 

AMI Demodulation Screen 
AM/FM Receiver 
Description 
Introduction 
Operation (Modulation) 

Specifications 
AM Measurements 
Amplitude 
Attenuation 
Bandwidth 
Reference 
Scale 

Specifications 
AM Percentage 
AM With Harmonic Distortion 
Analyzer 
Introduction 
Operation 
Specifications 
Analyzer Utility Menu 
Antenna Factor 
Application Operation Screen 
Attenuation Amplitude Operation Screen 
Attenuator Specifications 
Auxiliary Mode Operation Screen 
Auxiliary Mode Counter Operation Screen 
Auxiliary Mode External Mixer Operation Screen 
Auxiliary Mode Oscilloscope Operation Screen 


B 

BAND Span 3-17 

Bandwidth 

Description 3-26 

Optimization B-1 

Specifications 1 -5 

Bandwidth Amplitude Operation Screen 3-26 

Bandwidth Application Filter Measurements 4-35 

Bandwidth Application Program 3-74, 4-35 

Bandwidth Application Pulse Measurements 4-29 

Bandwidth Filters Specifications 1-5 

Basic Instrument Operation 4-2 

C 

Center Frequency Operation Screen 3-14 

Clock Set Screen, Real Time 3-91 

Command Syntax 6-8 

Command Syntax Punctuation Marks Table 6-9 

Connector Pin-Out Tables A-1 

Copy Function (Memory Edits) 4-54 


G-1 

F-1 

4-19 

3- 60 
1-2 

4- 16 
1-12 
4-18 

3-22 

3-26 

3-23 

3- 28 
1-4 

4- 21 
4-13 

1-1 

4-2 

1-3 

3-77 

7-2 

3-72 

3-22 

1-6 

3-44 

3-45 

3-46 

3-47 


C (Continued) 

Copy Operation Screen 
Counter 
Description 
Introduction 
Operation 
Specifications 

CPU Diagnostics Operation Screen 

Creation, Limits Trace 

Creation Screen, Display Limits Trace 

D 


Data Windows Table 
Delete Function (Memory Edits) 
Demod Operation Screen 
Demodulating Input Signals 
Description of Controls, Connectors 
and Indicators 

Diagnostics Operation Screen 
Diagnostics Procedures 
Diagnostics (Self Test) 

Digital Oscilloscope 
Description 
Operation 
Specifications 
Display 
Introduction 
Specifications 

Display Limits Trace Creation Screen 
Display Operation Screen 


E 


Edit Setup Directory 
Edit Trace Directory 
Eliminating Ambient Signals 
EMI Test Hook-Up 
Conducted 
Radiated 

Enhanced Logarithmic Display Mode 
Description 
Operation 

Environment Specifications 
EXT DISPLAY Connector 
External Attenuation/Gain Offset 
External Interface 
External Mixer Function 
Description 
Hook-Up 
Introduction 
Operation 


F 

Factory Preset Initialization Procedure 

Features, Standard 

FFT 

Description 

Introduction 

Operation 

Operation Screen Description 
Specifications 

FFT Data Window Equations Table 
FFT Equivalent Bandwidths Table 
Find Function 



K 


F (Continued) 

FM1 Demodulation Screen 4-23 

FM Adjustments 4-25 

FM Measurements 4-21 

Frequency 

Center 3-14 

Span 3-16 

Specifications 1-3 

Start 3-18 

Stop 3-20 

Frequency Counter 

Description 3-44 

Introduction 1-1 

Operation 4-5 

Specifications 1-3 

Frequency-Selective Device Measurements 4-35 

Frequency Span 

Description 3-16 

Specifications 1-3 

Frequency Standard 1-12 

Front Panel Controls, Connectors and Indicators 3-2 
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The international country codes in telephone and fax numbers are shown in square brackets [ ] 
whilst the national area codes are identified by round brackets (). 


UNITED KINGDOM 


Marconi instruments Ltd 
Longacres House 
Norton Green Road 
STEVENAGE 
Hertfordshire SGI 2BA 
United Kingdom 

Telephone: (+44] (1438) 742200 
Fax: (+44] (1438) 727601 
Telex: 23350 MARCON G 


AUSTRALIA 


Marconi instruments (Pty) Ltd 
Unit 1 

38 South Street 
Rydalmere, 

NEW SOUTH WALES, 2116 
Australia 

Telephone: (+61] (2) 638 0800 
Fax: (+61] (2) 638 3131 


FRANCE 


Marconi Instruments SA 
18 Rue du Plessis-Briard 
*Le Canal' 

Courcouronnes 
91023 EVRYCEDEX 
France 

Telephone: (+33] (1) 60 77 90 66 
Fax: (+33] (1)60 77 69 22 
Telex: 690482 F 


HONG KONG 


Marconi Instruments Ltd. 
Room 702-703, 

CC Wu Building 
302-308 Hennessy Road 
WANCHAI 
Hong Kong 

Telephone: (+852] 2832 7988 
Fax: (+852] 2834 5364 


UK SERVICE DIVISION 


Marconi Instruments Ltd 

The Airport 

LUTON 

Bedfordshire LU2 9NS 
United Kingdom 
Telephone: (+44] (1582) 33866 
Fax: [+44] (1582) 417573 


GERMANY 


Marconi Messtechnik GmbH 
Landsberger Strasse 65 
D-82110 GERMERING 
Germany 

Telephone: [+49] (89) 84 9360 
Fax: [+49] (89) 8419142 
Telex: 5212642 MMMC D 


NETHERLANDS 


Marconi Instrumenten 
Van Limburg Stirumlaan 4 
5037 SK TILBURG 
Postbus 645 
5000 AP TILBURG 
Netherlands 

Telephone: [+31] (13) 639540 
Fax: [+31] (13) 639663 


SINGAPORE 


Marconi Instruments 
ASEAN Regional Centre 
GEC Building 
3 Tai Seng Drive 
SINGAPORE 1953 
Telephone: [+65] 381 1470 
Fax: [+65] 281 0113 
Telex: 36730 GECSRSRS 


SPAIN 


Marconi Instruments S.A. 

Europa Empresarial 

C/Rozabella, No. 6 

Edit. Paris, Planta Baja, Oficina 1 

28230 LAS ROZAS 

Madrid, Spain 

Telephone: [+34] (1) 640 11 34 
Fax: [+34] (1)640 06 40 


USA 


Marconi Instalments Inc. 

3 Pearl Court 
Allendale 

NEW JERSEY 07401 
USA 

Telephone: [+1] (201) 934 9050 

or Toll Free 1 800 233 2955 
Fax: [+1] (201) 934 9229 
Te/ex:910 710 991 9752 















All Marconi Instruments products are supported by the following network of Service Centres. Details of these 
establishments may change from time to time. If you experience difficulties, please contact our Customer Support 
Group at the UK Service Division at the address on the previous page. 


ARGENTINA 

V.R.Marine Electronics 

(RF Instfumentos) 
Tucuman 358 - 6TO Pisol 
(1049) BUENOS AIRES 
Republic of Argentina 
Telephone: [+54] (1) 311 0424/7432 
Fax: [+54] (1)312 2799 
Telex: 21833 JUDD AR 


_ AUSTRALIA 

Marconi Instalments (Pty) Ltd 
Unit 1 

38 South Street 
Rydalmere, 

NEW SOUTH WALES. 2116 
Australia 

Telephone: [+61 ] (2) 638 0800 
Fax: [+61] (2) 638 3131 

AUSTRIA 

LB-Electronics GmbH 
Doblinger Haupstrasse 95 
A-1190 WIEN 
Austria 

Telephone: [+43] (1) 367660 
Fax: [+43] (1)3698443 

| BELGIUM 

Marconi Instrumenten 
Van Limburg Stinimlaan 4 
5037 SK TILBURG 
Postbus 645 
5000 AP TILBURG 
Netherlands 

Telephone: [+31] (13) 639540 
Fax: [+31] (13) 639663 

| BRAZIL 

ATP Hi-Tek Eletronica Ltda 
Alameda Amazonas 
422-Alphaville 
06400 BARUERI SP 
Brazil 

Telephone: [+55] (11) 421 5477 
Fax: [+55] (11) 421 5032 
Telex: ^171413 HITKBR 

| BRUNEI 

GEC Singapore Re Ltd 
GEC Building 
3 Tai Seng Drive 
SINGAPORE 1953 
Telephone: [+65] 382 8233 
Fax: [+65] 382 8200 

BULGARIA 

GOPE Electronics 
45 'Popova Shapka' Str 
1505 SOFIA 
Bulgaria 

Telephone: [+359] (02) 708357 
Fax: [+359] (02) 708357 


CANADA 


Canadian Marconi Company 
600 Dr Frederik Philips Boulevard 
Ville St Laurent 
QUEBEC H4M 2S9 
Canada 

Telephone: [+1] (514) 748 3000 
Fax: [+1] (514) 748 3100 


__ CANADA 

Canadian Marconi Company 
415 Leggett Drive 
PO Box 13330 

ITanata 

ONTARIO K2K 2B2 
Canada 

Telephone: [+1] (613) 592 6500 
Fax: [+1](613)592 7427 


_ CHILE 

Morgan & Cia 

Miguel Claro 070 

Opto 807 Torres de Tajamar 

Torre B Providencia 

SANTIAGO 

Chile 

Telephone: [+56] (2) 235 7733 
Fax: [+56] (2) 235 7552 


CHINA _ 

Marconi Instruments Service Centre 
Department of Electronic Engineering 
Beijing Institute of Technology 
7 Baishi Qiao Road 
BEIJING 100081 
Peoples Republic of China 
Telephone: [+86] (1) 842 7954 
Fax: [+86] (1)842 7954 
Telex: 22011 BIT CN 


_ CHINA 

Marconi Instalments Service Centre 
432 Huaihai Road West 
SHANGHAI 200052 
Peoples Republic of China 
Telephone: [+86] (21) 280 2759 
Fax: [+86] (21)280 2662 
Telex: 33390 AEROS CN 


COLOMBIA 

Teiectrbnica Limitida 
Carrera 13, 

Nr 48-47 Piso 8 

SANTARE DE BOGOTA, DC 

Colombia 

Telephone: [+57 (1)2325886, 
[+57] (1)2327816 or 
[+57] (1)2876136 
Fax: [+57] (1)2878589 


CZECH REPUBLIC 

EMPOS s.r.o. 

Rostislavova 13 

140 00 PRAHA 4 

Czech Republic 

Telephone: [+42] (2) 692 50 80 

Fax: [+42] (2) 692 50 84 

DENMARK 


Stantronic OrmhejgArdveJ 16 
DK 8700 HORSENS 
Denmark 

Telephone: [+45] 75 643366 
Fax: [+45] 75 644080 


EGYPT 

Multi-Systems Engineering 
21 Salah Salem Street, Floor 18 
Nasr City 
CAIRO 

telephone: [+20] (2) 02 2632771 
Fax: [+20] (2) 02 4028057 


AWA Compac Communication Pacific 
Ltd 

37 Freeston Road 

Watu Bay 

Suva P.O. Box 858 

SUVA 

Fiji 

Telephone: [+679] 312744 
Fax: [+679] 300379 
Telex: 2347 AWA FIJI FS 

FINLAND 

Kaukomarkkinat Oy 
Kutojantie 4 
P. O. Box 40 
SF-02630 ESPOO 63 
Finland 

Telephone: [+358] (0) 5211 
Fax: [+358] (0) 521 6641 
Telex: 124469 KAUKO SF 

| FRANCE 

Marconi Instruments SA 
18 Rue du Plessis-Briard 
“Le Canal" 

Courcouronnes 
91023 EVRY CEDEX 
France 

Telephone: [+33] (1) 60 77 90 66 
Fax: [+33] (1)60 77 69 22 
Telex: 604482 F 

1 GERMANY 

Marconi Messtechnik GmbH 
Landsberger Strasse 65 
D-82110 GERMERING 
Germany 

Telephone: [+49] (89) 84 9360 
Fax; [+49] (89) 84 19142 
Telex: 5212642 MMMC D 




GREECE 


INDIA 


JAPAN 


i 


Telecom Hellas Ltd 
116 El Venizelou Avenue 
GR 176 76 Kallithea 
ATHENS 

Q reeC g 

Telephone: [+30] (1) 959 7166 
Fax: [+30] (1)957 1994 


Blue Star Limited 
2-2-47, 47/1108, 

Bolarum Road 
SECUNDERABAD 580 009 
India 

Telephone: [+91] (40) 842 057 or 
[+91] (40) 841 278 
Fax: [+91] (40) 841 445 


HONG KONG 


GEC Hong Kong Ltd 
CC Wu Building 
302-308 Hennessy Road 
WANCHAI 
Hong Kong 

Telephone: [+852] 2919 8282 
Fax: [+852] 2834 5773 


INDONESIA 


P.T. Centronix 
36 Jalan Matraman Raya 
JAKARTA 13150 

I nHnnocis 

Telephone: [+62] (21) 884187 
Fax: [+62] (21) 8580555 
Telex: 48216 CENT JKT 


HUNGARY | 


IRAN | 


MTA-MMSZ Ltd 
59-61 Etele ut 
H-1119 BUDAPEST 


Hungaiy 

Telephone: [+36] (1) 1869 589 
Fax: [+36] (1)1611 021 
Telex: 225114 MTAMM H 


ICELAND I 


Zaeim Electronic Ind. Co. Ltd 

PO Box 14155-1434 

Niloo Street 

No 21 Zaeim Building 

Vanak Square 

TEHRAN 

Iran 

Telephone: [+98] (21) 226 1214/15 
Fax: [+98] (21)226 6455 
Telex: 212997 ZEIM IR 


Kikusui Electronics Corp. 
NISSO the 15th Bldg. 8F 
No.2-17-19, Shin-Yokohama 
Koh-hoku-ku, Yokohama City 
KANAGAWA PREF., 222 
Japan 

Telephone: [+81] (45) 475 1112 
Fax: [+81] (45) 475 1115 
Telex: J36475 KECJPN 


KENYA 


GPT Kenya Ltd 
Uhuru Highway 
P.O. Box 40743 
NAIROBI 
Kenya 

Telephone: [+254] (2) 555011 
Fax: [+254] (2) 541556 
Telex: 24053 


KOREA, SOUTH 


Zino International 
Youngsung Bldg. 

108-4 Samsung-dong 
Kangnam-ku 
SEOUL 135 091 
Republic of Korea 
Telephone: [+82] (2) 545 7334 
Fax: [+82] (2) 545 7335 


Amundason HF 
Langhortsuegi 109 
104 REYKJAVIK 
Iceland 

Telephone: [+354] (1) 687820 
Pax; [+354] (1)681180 
Telex: 2108 AMCO IS 


INDIA 


IRELAND 


Neltronic Ltd 

John F. Kennedy Road 

Nass Road 

DUBLIN 12 

Eire 

Telephone: [+353] (1) 503560 
Pax; [+353] (1)552789 
Telex: 93556 NELT El 


KUWAIT 


Al Nawasi Trading & Contracting Co. 
PO Box 3204 
13033 SAFAT 
Kuwait 

Telephone: [+965] 244 7243 
Fax: [+965] 241 0473 
Telex: 22131 AAA KT 


Blue Star Limited 
Head Office 

Sahas, 414/2 Veer Savarkar Marg 

Prabhadevi 

BOMBAY 100 025 

India 

Telephone: [+91] (22) 4306 155 or 
[+91] (22) 4306 185 
Fax: [+91] (22) 4307 078 


INDIA 


Blue Star Limited 
13 Community Centre 
New Friends Colony 
NEWDEHLI 110 065 
India 

Telephone: [+91] (11) 6911 660 or 
[+91](11)6834 262 
Fax: [+91] (11) 6841 845 


INDIA 


Blue Star Limited 
Blue Star House 
11 Magarath Road 
BANGALORE 560 025 
India 

Telephone: [+91] (80) 5584 727 or 
[+91](80)5584 729 
Fax: [+91] (80) 5584 599 


ISRAEL 


IES Electronics Agencies (1986) Ltd 
50 Betzalel Street 
RAMATGAN 52521 
Israel 

Telephone: [+972] (3) 752 6333 
Fax: [+972] (3) 751 0927 
Telex: 361396 IES IL 

j ITALY ~| 

Marconi SpA 
Via Palmanova, 185 
20132 MILANO 
Italy 

Telephone: [+39] (2) 256 3141 
Fax: [+39] (2) 256 7745 
Telex: 311467 MARCONI 


ITALY 


Marconi SpA 

Via Campo Nell'Elba 3/5 00199 

ROME 

Italy 

Telephone: [+39] (6) 886 931 
Fax: [+39] (6) 886 3963 
Telex: 626189 MARCONI 


LEBANON 


Mabek 

P.O. Box 13-5657 

BEIRUT 

Lebanon 

Telephone: [+961] (1) 864479 
Fax: [+961] (1)603129 
Telex: 22889 MABEK LE 


| LIECHTENSTEIN | 

Isatei Emitec AG 
Hinterbergstrasse 9 
6330 CHAM 
Switzerland 

Telephone: [+41] (42) 41 80 41 
Fax: [+41] (42) 41 80 43 

| LUXEMBOURG 

Marconi Instrumenten 
Van Limburg Stirumlaan 4 
5037 SK TILBURG 
Postbus 645 
5000 AP TILBURG 
Netherlands 

Telephone: [+31] (13) 639540 
Fax: [+31] (13) 639663 








GEC Hong Kong Ltd 
CC Wu Building 
302-308 Hennessy Road 
WANCHAI 
Hong Kong 

Telephone: [+852] 2919 8282 
Fax: [+852] 2834 5773 


MALAWI 


Business Machines Limited 

P.O. Box 5095 

Chilembwe House 

Churchill Road 

LIMBE 

Malawi 

Telephone: [+265] 640 088 
Telex: 4218 ERANTHIS 


MALAYSIA 


The General Electric Company of 
Malaysia Sdn Bhd. 

Jalan 215-Templer 

PO Box 225 

Jalan Sultan 

46720 PETALINGJAYA 

Malaysia 

Telephone: [+60] (3) 791 1388 
Fax: [+60] (3) 791 21350 or 
[+60] (3) 791 1886 
Telex: 37617 GECMYA MA 


NAMIBIA 


Measuretest cc 
P.O. Box 6301 
DUNSWART 1508 
Transvaal 

Republic of South Africa 
Telephone: [+264] (11) 894 7721 
Fax: [+264] (11) 894 6414 
Telex: 747651 MTESTSA 


NEPAL 


AIMIL Sales & Agencies Pvt Ltd 
Naimex House 

A-8 Mohan Co-operative Ind. Est. 
Mathura Road 
NEW DELH1110 044 
India * 

Telephone: [+977] (11) 683 7281 
Fax: [+977] (11) 644 8660 
Telex: (31) 75020 AIML IN 


NETHERLANDS 


Marconi Instrumenten 
Van Limburg Stirumlaan 4 
5037 SK TILBURG 
Postbus 645 
5000 AP TILBURG 
Netherlands 

Telephone: [+31] (13) 639540 
Fax: [+31] (13) 639663 

NEW ZEALAND ~| 

Components & Instrumentation N.Z. 

Ltd 

P. O. Box 38099 
Wellington Mail Centre 
19-21 Pretoria Street 
LOWER HUTT 
New Zealand 

Telephone: [+64] (4) 566 3222 
Fax: [+64] (4) 566 3722 


GPT (West Africa) Ltd 
26 Creek Road 
P.O. Box 1009 
APAPA 
Nigeria 

Telephone: [+234] (1) 803230 
Fax: [+234] (1)870591 
Telex: 21385 


NORWAY 


Nortronicom a/s 
P.O. Box 33 
Manglerud 
0612 OSLO 6 
Norway 

Telephone: [+47] (22) 68 09 10 
Fax: [+47] (22) 6818 87 
Telex: 77140 NM M 

| OMAN, SULTANATE OF 

Suhail & Saud Bahwan 
PO Box 169 
MUSCAT 
Sultanate of Oman 
Telephone: [+968] 793741 
Fax: [+968] 796158 
Telex: 3585 BAHWAN ON 


PAKISTAN 


Intermark Ltd 
P.O. Box 6159 
Hakimsons Building 
19 West Wharf Road 
KARACHI 74000 
Pakistan 

Telephone: [+92] (21) 201725 
Fax: [+92] (21)231 04801 
Telex: 23649 YAQIN PK 


PHILIPPINES 


Sunleylnc 
8/F RCI Building 
105 Rada Street 
Legaspi Village 
Makati 

METRO MANILA 
Philippines 

Telephone: [+63] (2) 8181216 
Fax: [+63] (2) 815 0730 


POLAND 


Interlab P.U.H. 

Ul. Potocka 14, PAW 3 
01-641 WARSAW 
Poland 

Telephone: [+48] (22) 335454 or 
[+48] (22) 333956 
Fax: [+48] (22) 3332260 or 333956 


PORTUGAL 


Pinto Basto Electrotecnia e Maquinas 
Ltda 

Av. 24 de Julho 
3-1 Esq 
1200 LISBON 
Portugal 

Telephone: [+351] (1) 3972041 
Fax; [+351] (1) 3972595 
Telex: 16819 SOCIL P 


Business Communications Qatar Ltd 

PO Box 150 

DOHA 

Qatar 

Telephone: [+974] 325851 
Fax: [+974] 414100 
Telex: 4219 JAIDAH DH 


SABAH 


The General Electric Company of 
Malaysia Sdn Bhd. 
Jalan 215-Templer 
PO Box 255 
Jalan Sultan 

46720 PETALING JAYA 
Malaysia 

Telephone: [+60] (3) 791 1388 
Fax: [+60] (3) 791 1883 
Telex: 37617 GECMYA MA 


SARAWAK 


The General Electric Company of 
Malaysia Sdn Bhd. 
Jalan 215-Templer 
PO Box 255 
Jalan Sultan 

46720 PETALING JAYA 
Malaysia 

Telephone: [+60] (3) 791 1388 
Fax: [+60] (3) 791 1883 
Telex: 37617 GECMYA MA 


| SAUDI ARABIA 


Bectronic Equipment Marketing Co 
P.O. Box 3750 
RIYADH 11481 
Kingdom of Saudi Arabia 
Telephone: [+966] (1) 477 1650 
Fax: [+966] (1)478 5140 
Telex: 401120 ZUHAIR SJ 


SINGAPORE _ 


GEC Singapore Re Ltd 
GEC Building 
3 Tai Seng Drive 
SINGAPORE 1953 
Telephone: [+65] 382 8233 
Fax: [+65] 382 8200 


SINGAPORE 


Marconi Instruments 
ASEAN Regional Centre 
GEC Building 
3 Tai Seng Drive 
SINGAPORE 1953 
Telephone: [+65] 381 1470 
Fax: [+65] 281 0113 
Telex: 36370 GECSRSRS 


SLOVAKIA REPUBLIC | 

EMPOS s.r.o. 

Rostislavova 13 
140 00 PRAHA 4 
Czech Republic 
Telephone: [+38] (2) 692 50 80 
Fax: [+38] (2) 692 50 84 









SOUTH AFRICA 


THAILAND 


URUGUAY 


Measuretest cc 
P.O. Box 6301 
DUNSWART 1508 
Transvaal 

Republic of South Africa 
Telephone: [+27] (11) 894 7721 
Fax: [+27] (11) 894 6414 
Telex: 747651 MTESTSA 


SOUTH AMERICA 


Marconi Latin American Division 
451 West Cypress Creek Road 
Crown Center Suite 300 
FORT LAUDERDALE 
Florida 33309, USA 
Telephone: [+1] (305) 491 4188 
Fax: [+1] (305) 491 0511 

SPAIN ~| 

Marconi Instrumentos S.A. 

Europa Empresarial 

C/Rozabella, No. 6 

Edif. Paris, Planta Ba|a, Oficina 1 

28230 LAS ROZAS 

Madrid, Spain 

Telephone: [+34] (1) 640 11 34 
Fax: [+34] (1)640 06 40 
Telex: 57481 MIESE 


SWEDEN 


Pronesto AB 
Box 6014 
164 06 KISTA 
Sweden 

Telephone: [+46] (8) 632 65 70 
Fax: [+46] (8) 751 41 11 
Telex: 19270 PROS 


SWITZERLAND 


Isatel Emitec AG 
Hinterbergstrasse 9 
6330 CHAM 
Switzerland 

Telephone: [+41] (42) 41 80 41 
Fax: [+41] (42) 41 80 43 


TAIWAN 


Hwa Jeat Corp. 

6F-3, No. 181 Fu-Hsing N. Road 

TAIPE110441 

Taiwan 

Republic of China 
Telephone: [+886] (2) 719 3216 
Fax: [+886] (2) 719 2886 


j 


Yip in Tsoi & Jacks Ltd 
523 Mahaprutharam Road 
P.O. Box 2611 
BANGKOK 10501 
Thailand 

Telephone: [+66] (2) 236 5730 
Fax: [+66] (2) 236 5693 
Telex: 82929 YIPJACKS TH. 


PellmarS.A. V 

Casilia Corres 6125 
Piedras 676 
MONTEVIDEO 
Uruguay 

Telephone: [+598] (2) 962017 
Fax: [+598] (2) 961991 ’ ' 

Telex: 26685 PELMA UY 


TURKEY 


Orko Mumessillik 
Tunus Caddesi 85/9 
06680 Kavaklidere 
ANKARA 
Turkey 

Telephone: [+90] (312) 426 6047 
Fax: [+90] (312) 426 6180 
Telex: 44498 OKAS TR 


USA 


Marconi Instruments Jnc. 

3 Pearl Court 
Allendale 

NEW JERSEY 07401 
USA 

Telephone: [+1] (201) 934 9050 
Toll Free: 1 800 233 2955 
Fax: [+1 ] (201) 934 9229 ' 
7e/ex:910 710 991 9752 


UAE ABU DHABI 


Business Communications UAE (Re) 
Ltd 

P.O. Box 2534 
ABU DHABI 
United Arab Emirate 
Telephone: [+971] (2) 720646 
Fax; [+971] (2) 782702 
Telex: 22457 BCLAH EM 


UAE DUBAI 


Business Communications UAE (Pte) 
Ltd 

P.O. Box 233 
DUBAI 

United Arab Emirate 
Telephone: [+971] (4) 225135/6/7 or 
[+971] (4) 220186/7/8 
Fax: [+971] (4) 236193 
Telex: 47631 DUTEN EM 


| VENEZUELA 


Marcoms De Venezuela C.A. 
Edif Exagon Piso 5 OFC 57 
Av Romulo Gallegos El Marques 
Apartado 76702 
CARACAS 1070A 
Venezuela 


Telephone: [+58] (2) 242 1110 or 
[+58] (2) 242 1590 
Fax; [+58] (2) 238 0068 or 

[+58] (2)242 0241 
Telex: 23049 DHMAR VC 


] 


VIETNAM 


East Asiatic Company Ltd A/S, 

Ho Chi Minh City Representative 
Office 

17 Ton Due Thang Street, 2nd Floor 

HO CHI MINH CITY 

Vietnam 

Telephone: [+84] (1) 290499 
Fax: [+84] (1)230014 


UNITED KINGDOM 


Marconi Instruments Ltd 

The Airport 

LUTON 

Bedfordshire LU2 9NS 
United Kingdom 
Telephone: [+44] (1582) 33866 
Fax; [+44] (1582) 417573 


| ZIMBABWE 

KDB Holdings (Pvt) Ltd 
Elecombe House 
P. O. Box 2500 
HARARE 
Zimbabwe 

Telephone: [+263] (4) 758921 
Fax; [+263] (4) 758928 
Telex: 26069 KDB ZW 


INST 15/8/95 









Marconi 

Instruments 



TO: HOLDERS OF THE 239XA OPERATION 
MANUALS 


Please insert this Declaration of Conformity into the Operation 
Manual before the Cable Statement. 



1002-2004-201 



Declaration of Conformity 


We: Marconi Instruments Limited 

Longacres House 
Norton Green Road 
Stevenage 

Hertfordshire SGI 2BA 
England 


as the manufacturer of the apparatus listed, declare under our sole responsibility 
that the product(s): 

Title: Spectrum Analyzer 

Models: MI 2390A, MI 2392A, MI 2393A 

to which this declaration relates are in conformity with the following standards or 
other normative documents: 

Safety: EN 61010-1:1993 (IEC 1010-1:1990) 

EMC: EN 55011:1991 Class B 

EN 50082-1:1992 
EN 60555-2:1987 


and therefore conforms with the protection requirements of Council Directive 
89/336/EEC relating to electromagnetic compatibility and Council Directive 
73/23/EEC relating to safety requirements. 

Issued on: 4th. September 1997 


A&ML. S nuOruito . 


Authorised by: 


Alan Smithies 
Product Liability Manager 





